
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

188838 305264 283792

47209.5 76316 70948

CHEM M1785 M1785

VX021564.D

MSVOA_X

DB-624UI 0.18

03/29/2021

09:35

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) N

Contract: CHAZ02

94419 152632 141896

6.117

5.62 6.82 10.09

7.323 10.594

5.117 6.323 9.594

M1785

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

MW-1 58534 106458 5.63  6.83  10.09105367

MW-1MS 80858 125590 5.63  6.83  10.09132095

MW-1MSD 78212 126299 5.63  6.83  10.09133786

MW-2 59245 115434 5.63  6.83  10.09110177

MW-3R 60069 109772 5.62  6.83  10.09110895

MW-3RDL 62545 121053 5.63  6.83  10.09114308

MW-4 62597 118030 5.62  6.83  10.09114338

MW-5R 59069 113700 5.64  6.83  10.09109090

FD-032321 60301 108566 5.63  6.83  10.09109753

TRIP-BLANK 59024 113630 5.63  6.83  10.09107931

VX0329WBL01 66153 126472 5.62  6.83  10.09120176

VX0329WBS01 89704 138179 5.62  6.83  10.09146257

IS1 = Pentafluorobenzene

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT

http://www.chemtech.net

