
VOLATILE  CONTINUING CALIBRATION CHECK

Lab Name: Contract:

Lab Code: Case No.: SAS No.: SDG No.:

Instrument ID: Calibration Date/Time:

Lab File ID:

GC Column:

Init. Calib. Date(s):

Init. Calib. Time(s):

ID:

COMPOUND RRF RRF050
MIN

RRF
%D MAX%D

CHEMTECH

CHEM N6070 N6070

MSVOA_X

VX033430.D

DB-624UI 0.18 (mm)

12/15/2022 10:10

12/07/2022 12/07/2022

09:46 11:42

JACO05

Heated Purge: (Y/N) N

N6070

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Vinyl Chloride -14.75 200.3930.461

1,1-Dichloroethene -4.86 200.4310.453

1,1-Dichloroethane 0.1 -6.7 200.8500.911

cis-1,2-Dichloroethene -1.69 200.5830.593

1,1,1-Trichloroethane 2.76 200.8940.870

Benzene 1.1 201.2921.278

1,2-Dichloroethane -0.59 200.5050.508

Trichloroethene 4.83 200.3690.352

1,1,2-Trichloroethane 5.19 200.3650.347

Tetrachloroethene 1.75 200.3480.342

1,2-Dichloroethane-d4 -14.95 200.2730.321

Dibromofluoromethane -7.56 200.2080.225

Toluene-d8 -3.19 200.4550.470

4-Bromofluorobenzene 2.78 200.3700.360

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.
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