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SEMIVOLATILE ORGANICS INITIAL CALIBRATION DATA

Lab Name: Contract:CHEMTECH loui01

Lab Code: Case No.: SAS No.: SDG No.:CHEM O1232 O1232

Instrument ID: Calibration Date(s):BNA_P 01/31/2023 01/31/2023

Calibration Time(s): 11:21 15:56

LAB FILE ID: =RRF2.5 =RRF005BP013669.D BP013670.D RRF010 =

=RRF020 =RRF040

BP013671.D

BP013672.D BP013673.D

COMPOUND RRF2.5 RRF005 RRF010 RRF020 RRF040 RRF % RSD

O1232

RRF050 = BP013674.D

RRF050

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

2-Fluorophenol 1.265 1.187 1.186 1.213 1.170 5.71.160

Phenol-d6 1.648 1.553 1.571 1.610 1.559 4.41.589

Nitrobenzene-d5 0.290 0.302 0.339 0.360 0.344 10.40.383

Naphthalene 1.097 1.040 1.066 1.060 1.052 3.31.077

2-Fluorobiphenyl 1.473 1.429 1.477 1.458 1.429 3.91.438

Acenaphthylene 1.892 1.815 1.924 1.922 1.887 2.71.938

Acenaphthene 1.225 1.184 1.210 1.225 1.215 2.01.246

Fluorene 1.549 1.492 1.547 1.505 1.492 3.81.506

2,4,6-Tribromophenol 0.273 0.279 0.295 0.306 0.300 6.20.323

Phenanthrene 1.125 1.080 1.097 1.075 1.072 3.61.071

Anthracene 1.102 1.080 1.101 1.101 1.082 2.81.095

Fluoranthene 1.358 1.328 1.355 1.346 1.335 2.51.356

Pyrene 1.361 1.313 1.355 1.378 1.346 2.51.373

Terphenyl-d14 1.050 1.020 1.043 1.034 1.007 5.51.021

Benzo(a)anthracene 1.414 1.353 1.399 1.417 1.389 2.61.421

Chrysene 1.370 1.311 1.336 1.342 1.324 2.91.334

Benzo(b)fluoranthene 1.187 1.140 1.231 1.201 1.202 3.51.262

Benzo(k)fluoranthene 1.243 1.138 1.216 1.248 1.204 3.21.208

Benzo(a)pyrene 1.194 1.153 1.199 1.207 1.193 2.11.223

Indeno(1,2,3-cd)pyrene 1.562 1.482 1.517 1.530 1.521 2.11.549

Dibenzo(a,h)anthracene 1.290 1.236 1.263 1.274 1.263 2.21.288

Benzo(g,h,i)perylene 1.297 1.221 1.249 1.258 1.254 2.21.274

   All other compounds must meet a minimum RRF of 0.010.
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