
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

500976 756356 675290

125244 189089 168823

CHEM O2505 O2505

VY013593.D

MSVOA_Y

RXI-624 0.25

05/04/2023

10:51

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) Y

Contract: REMI02

250488 378178 337645

8.289

7.79 8.69 11.49

9.191 11.989

7.289 8.191 10.989

O2505

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

WO-4RE 185104 196144 7.79  8.69  11.49290135

WO-5 222574 186803 7.79  8.69  11.49319310

VY0504SBL01 255159 365713 7.79  8.69  11.49404185

VY0504SBS01 269145 368873 7.79  8.69  11.49405684

IS1 = Pentafluorobenzene

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT

http://www.chemtech.net

