
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/17/2023 11:38:15 AM

VP121762

VP121763,VP121764,VP121765,VP121766,VP121767,VP121768

MSVOA_D

VP121769

82d071423s.mVD071423

MSVOA_D

Daily Analysis Runlog For Sequence/QCBatch ID # VD071423

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/17/2023 12:22:13 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VD076734.D OkBFB 14 Jul 2023  10:44 KP/SY

2 VSTDICC005 VD076735.D Not used Not OkVSTDICC005 14 Jul 2023  11:55 KP/SY

3 VSTDICC010 VD076736.D not used Not OkVSTDICC010 14 Jul 2023  12:22 KP/SY

4 VSTDICC020 VD076737.D Ok,MVSTDICC020 14 Jul 2023  12:50 KP/SY

5 VSTDICCC050 VD076738.D Pass for non DOD Ok,MVSTDICCC050 14 Jul 2023  13:21 KP/SY

6 VSTDICC100 VD076739.D Ok,MVSTDICC100 14 Jul 2023  13:49 KP/SY

7 VSTDICC150 VD076740.D Ok,MVSTDICC150 14 Jul 2023  14:17 KP/SY

8 VIBLK VD076741.D OkVIBLK 14 Jul 2023  14:45 KP/SY

9 VSTDICC005 VD076742.D Ok,MVSTDICC005 14 Jul 2023  15:57 KP/SY

10 VSTDICV050 VD076743.D Ok,MICVVD071423 14 Jul 2023  16:35 KP/SY

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/18/2023 9:51:59 AM

VP121778

VP121789,VP121790,LOD-VP121793,VP121794

VP120390

MSVOA_D 82d071423s.mVD071723

MSVOA_D

Daily Analysis Runlog For Sequence/QCBatch ID # VD071723

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/18/2023 3:13:00 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VD076744.D OkBFB 17 Jul 2023  09:08 KP/SY

2 VSTDCCC050 VD076745.D Ok,MVSTDCCC050 17 Jul 2023  10:19 KP/SY

3 VD0717SBL01 VD076746.D OkVD0717SBL01 17 Jul 2023  11:15 KP/SY

4 VD0717SBS01 VD076747.D Ok,MVD0717SBS01 17 Jul 2023  11:46 KP/SY

5 VD0717SBSD01 VD076748.D Ok,MVD0717SBSD01 17 Jul 2023  12:13 KP/SY

6 O3572-01 2.5ppb VD076749.D lod-2.5 Ok,MLOD-MDL-SOIL-01-QT3-2023 17 Jul 2023  12:41 KP/SY

7 O3572-01 4.0ppb VD076750.D lod-4.0 Ok,MLOD-MDL-SOIL-01-QT3-2023 17 Jul 2023  13:09 KP/SY

8 O3645-01 VD076751.D vial A OkSB-02-(3-5) 17 Jul 2023  13:36 KP/SY

9 O3645-02 VD076752.D vial A OkSB-04-(1-5) 17 Jul 2023  14:04 KP/SY

10 O3645-03 VD076753.D vial A OkSB-07-(1-3) 17 Jul 2023  14:32 KP/SY

11 O3645-04 VD076754.D vial A OkSB-08-(0.5-2.0) 17 Jul 2023  15:01 KP/SY

12 O3645-05 VD076755.D vial A OkSB-09-(2.0-4.0) 17 Jul 2023  15:29 KP/SY

13 O3645-06 VD076756.D vial A OkSB-10-(0.5-2.0) 17 Jul 2023  15:57 KP/SY

14 O3645-07 VD076757.D vial A  Com#81 out of range, not 

able to quant

Not OkDUP 17 Jul 2023  16:26 KP/SY

15 O3638-01 VD076758.D vial A OkTP1 17 Jul 2023  16:54 KP/SY

16 O3638-11 VD076759.D vial A OkTP2 17 Jul 2023  17:23 KP/SY

17 O3638-21 VD076760.D vial A OkTP6 17 Jul 2023  17:52 KP/SY

18 O3638-31 VD076761.D vial A OkTP7 17 Jul 2023  18:20 KP/SY

19 O3645-09MS VD076762.D vial A Ok,MSB-04-(1-5)MS 17 Jul 2023  18:48 KP/SY



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/18/2023 9:51:59 AM

VP121778

VP121789,VP121790,LOD-VP121793,VP121794

VP120390

MSVOA_D 82d071423s.mVD071723

MSVOA_D

Daily Analysis Runlog For Sequence/QCBatch ID # VD071723

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/18/2023 3:13:00 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

20 O3645-10MSD VD076763.D vial A Ok,MSB-04-(1-5)MSD 17 Jul 2023  19:17 KP/SY

21 VSTDCCC050 VD076764.D Ok,MVSTDCCC050EC 17 Jul 2023  19:45 KP/SY

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/19/2023 10:06:34 AM

VP121821

VP121824,VP121825,MDL-VP121826,VP121827,LOQ-VP121828

MSVOA_D 82d071423s.mVD071823

MSVOA_D

Daily Analysis Runlog For Sequence/QCBatch ID # VD071823

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/19/2023 11:16:42 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VD076765.D OkBFB 18 Jul 2023  08:41 KP/SY

2 VSTDCCC050 VD076766.D Ok,MVSTDCCC050 18 Jul 2023  09:13 KP/SY

3 VD0718SBL01 VD076767.D OkVD0718SBL01 18 Jul 2023  10:09 KP/SY

4 VD0718SBS01 VD076768.D Ok,MVD0718SBS01 18 Jul 2023  10:36 KP/SY

5 VD0718SBSD01 VD076769.D Ok,MVD0718SBSD01 18 Jul 2023  11:04 KP/SY

6 O3572-03 VD076770.D endcc missing ReRunMDL-SOIL-03-QT3-2023 18 Jul 2023  11:32 KP/SY

7 O3572-03 VD076771.D endcc missing ReRunMDL-SOIL-03-QT3-2023 18 Jul 2023  12:00 KP/SY

8 O3572-02 VD076772.D endcc missing ReRunLOQ-SOIL-02-QT3-2023 18 Jul 2023  12:27 KP/SY

9 O3654-01 VD076773.D vial A Ok72-12016 18 Jul 2023  12:56 KP/SY

10 O3652-01 VD076774.D vial A OkTP19 18 Jul 2023  13:24 KP/SY

11 O3652-11 VD076775.D vial A OkTP18 18 Jul 2023  13:52 KP/SY

12 O3652-21 VD076776.D vial A OkTP17 18 Jul 2023  14:20 KP/SY

13 O3645-07 VD076777.D vial B OkDUP 18 Jul 2023  14:49 KP/SY

14 O3639-01 VD076778.D vial A OkTP3 18 Jul 2023  15:17 KP/SY

15 O3639-11 VD076779.D vial A OkTP4 18 Jul 2023  15:45 KP/SY

16 O3639-21 VD076780.D vial A OkTP5 18 Jul 2023  16:14 KP/SY

17 O3639-31 VD076781.D vial A OkTP10 18 Jul 2023  16:42 KP/SY

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/11/2023 9:17:25 AM

VP121589

VP121609,VP121610,VP121611,VP121612,VP121613,VP121614

VP121617

82N071023W.MVN071023

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN071023

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/11/2023 3:08:52 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN078448.D OkBFB 10 Jul 2023  11:48 JC\MD

2 VSTDICC100 VN078449.D Pass for DOD Ok,MVSTDICC100 10 Jul 2023  12:21 JC\MD

3 VSTDICCC050 VN078450.D LR - 05,06,20,75,77,90,92,94 Ok,MVSTDICCC050 10 Jul 2023  12:46 JC\MD

4 VSTDICC040 VN078451.D Ok,MVSTDICC040 10 Jul 2023  13:10 JC\MD

5 VSTDICC020 VN078452.D Ok,MVSTDICC020 10 Jul 2023  13:34 JC\MD

6 VSTDICC005 VN078453.D Ok,MVSTDICC005 10 Jul 2023  13:58 JC\MD

7 VSTDICC001 VN078454.D Ok,MVSTDICC001 10 Jul 2023  14:46 JC\MD

8 IBLK VN078455.D OkIBLK 10 Jul 2023  15:10 JC\MD

9 VSTDICV050 VN078456.D Ok,MICVVN071023 10 Jul 2023  16:03 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/19/2023 9:20:33 AM

VP121817

VP121818,VP121819

82N071023W.MVN071823

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN071823

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/19/2023 11:17:35 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN078549.D OkBFB 18 Jul 2023  09:55 JC\MD

2 VSTDCCC050 VN078550.D pH#Lot#V12668 Ok,MVSTDCCC050 18 Jul 2023  10:29 JC\MD

3 VN0718MBL01 VN078551.D OkVN0718MBL01 18 Jul 2023  11:03 JC\MD

4 VN0718WBL01 VN078552.D OkVN0718WBL01 18 Jul 2023  11:27 JC\MD

5 VN0718WBS01 VN078553.D 1,2,4- Trichlorobenzene low Not OkVN0718WBS01 18 Jul 2023  11:51 JC\MD

6 VN0718WBS02 VN078554.D Ok,MVN0718WBS02 18 Jul 2023  12:25 JC\MD

7 PB154251TB VN078555.D OkPB154251TB 18 Jul 2023  12:49 JC\MD

8 VN0718WBSD02 VN078556.D Ok,MVN0718WBSD02 18 Jul 2023  13:13 JC\MD

9 PB154251ZHE#02 VN078557.D OkPB154251ZHE#02 18 Jul 2023  13:37 JC\MD

10 PB154251ZHE#03 VN078558.D OkPB154251ZHE#03 18 Jul 2023  14:01 JC\MD

11 PB154251ZHE#04 VN078559.D OkPB154251ZHE#04 18 Jul 2023  14:25 JC\MD

12 O3625-02 VN078560.D vial A pH#5.0 OkRBR200018 18 Jul 2023  14:50 JC\MD

13 O3646-02 VN078561.D vial A pH#5.0 OkGATE-1 18 Jul 2023  15:14 JC\MD

14 O3646-05 VN078562.D vial A pH#5.0 OkYARD-1 18 Jul 2023  15:38 JC\MD

15 O3654-02 VN078563.D vial A pH#5.0   Surrogate Fail ReRun72-12016 18 Jul 2023  16:03 JC\MD

16 PB154251ZHE#01 VN078564.D OkPB154251ZHE#01 18 Jul 2023  16:27 JC\MD

17 IBLK VN078565.D OkIBLK 18 Jul 2023  16:51 JC\MD

18 O3645-08 VN078566.D vial B pH<2 OkRINSATE-BLANK 18 Jul 2023  17:16 JC\MD

19 O3646-05RE VN078567.D Not required Not OkYARD-1RE 18 Jul 2023  17:40 JC\MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 7/19/2023 9:20:33 AM

VP121817

VP121818,VP121819

82N071023W.MVN071823

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN071823

STD. NAME STD REF.#

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Supervise By Supervise OnMahesh Dadoda 7/19/2023 11:17:35 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

20 O3654-02 VN078568.D vial B pH#5.0 Ok72-12016 18 Jul 2023  18:04 JC\MD

21 VSTDCCC050 VN078569.D Ok,MVSTDCCC050EC 18 Jul 2023  18:29 JC\MD

M : Manual Integration


