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Supervise By Supervise OnAnkita 3/14/2024 10:51:30 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL088548.D OkHEXANE 13 Mar 2024  10:40 AR\AJ

2 I.BLK PL088549.D OkI.BLK 13 Mar 2024  10:54 AR\AJ

3 PEM PL088550.D Ok,MPEM 13 Mar 2024  11:08 AR\AJ

4 RESCHK PL088551.D OkRESCHK 13 Mar 2024  11:21 AR\AJ

5 PSTDICC100 PL088552.D OkPSTDICC100 13 Mar 2024  11:35 AR\AJ

6 PSTDICC075 PL088553.D OkPSTDICC075 13 Mar 2024  11:49 AR\AJ

7 PSTDICC050 PL088554.D OkPSTDICC050 13 Mar 2024  12:03 AR\AJ

8 PSTDICC025 PL088555.D OkPSTDICC025 13 Mar 2024  12:17 AR\AJ

9 PSTDICC005 PL088556.D Ok,MPSTDICC005 13 Mar 2024  12:30 AR\AJ

10 PCHLORICC1000 PL088557.D OkPCHLORICC1000 13 Mar 2024  12:44 AR\AJ

11 PCHLORICC750 PL088558.D OkPCHLORICC750 13 Mar 2024  12:58 AR\AJ

12 PCHLORICC500 PL088559.D OkPCHLORICC500 13 Mar 2024  13:12 AR\AJ

13 PCHLORICC250 PL088560.D OkPCHLORICC250 13 Mar 2024  13:26 AR\AJ

14 PCHLORICC050 PL088561.D OkPCHLORICC050 13 Mar 2024  13:39 AR\AJ

15 PTOXICC1000 PL088562.D OkPTOXICC1000 13 Mar 2024  13:53 AR\AJ

16 PTOXICC750 PL088563.D OkPTOXICC750 13 Mar 2024  14:07 AR\AJ

17 PTOXICC500 PL088564.D OkPTOXICC500 13 Mar 2024  14:21 AR\AJ

18 PTOXICC250 PL088565.D OkPTOXICC250 13 Mar 2024  14:34 AR\AJ

19 PTOXICC100 PL088566.D OkPTOXICC100 13 Mar 2024  14:48 AR\AJ
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20 PSTDICV050 PL088567.D OkICVPL031424 13 Mar 2024  15:02 AR\AJ

21 PCHLORICV500 PL088568.D OkICVPL031424CHLOR 13 Mar 2024  15:16 AR\AJ

22 PTOXICV500 PL088569.D OkICVPL031424TOX 13 Mar 2024  15:30 AR\AJ

23 I.BLK PL088570.D OkI.BLK 13 Mar 2024  16:00 AR\AJ

24 PEM PL088571.D Ok,MPEM 13 Mar 2024  16:14 AR\AJ

25 PSTDCCC050 PL088572.D Ok,MPSTDCCC050 13 Mar 2024  16:28 AR\AJ

26 PB159567BL PL088573.D OkPB159567BL 13 Mar 2024  16:42 AR\AJ

27 PB159567BS PL088574.D Ok,MPB159567BS 13 Mar 2024  16:55 AR\AJ

28 P1733-01 PL088575.D Ok,MWC-1 13 Mar 2024  17:09 AR\AJ

29 P1733-01MS PL088576.D Ok,MWC-1MS 13 Mar 2024  17:23 AR\AJ

30 P1733-01MSD PL088577.D Ok,MWC-1MSD 13 Mar 2024  17:37 AR\AJ

31 P1733-05 PL088578.D Ok,MWC-2 13 Mar 2024  17:51 AR\AJ

32 P1733-09 PL088579.D Ok,MWC-3 13 Mar 2024  18:04 AR\AJ

33 I.BLK PL088580.D OkI.BLK 13 Mar 2024  18:18 AR\AJ

34 PEM PL088581.D Ok,MPEM 13 Mar 2024  18:32 AR\AJ

35 PSTDCCC050 PL088582.D Ok,MPSTDCCC050 13 Mar 2024  18:46 AR\AJ

36 SOIL IDOC-1 PL088583.D Ok,MSOIL IDOC-1 13 Mar 2024  19:00 AR\AJ

37 SOIL IDOC-2 PL088584.D Ok,MSOIL IDOC-2 13 Mar 2024  19:13 AR\AJ

38 SOIL IDOC-3 PL088585.D Ok,MSOIL IDOC-3 13 Mar 2024  19:27 AR\AJ

39 SOIL IDOC-4 PL088586.D Ok,MSOIL IDOC-4 13 Mar 2024  19:41 AR\AJ
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40 I.BLK PL088587.D OkI.BLK 13 Mar 2024  19:55 AR\AJ

41 PSTDCCC050 PL088588.D Ok,MPSTDCCC050 13 Mar 2024  20:09 AR\AJ

M : Manual Integration
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1 HEXANE PL088589.D OkHEXANE 14 Mar 2024  09:33 AR\AJ

2 I.BLK PL088590.D OkI.BLK 14 Mar 2024  09:47 AR\AJ

3 PEM PL088591.D Ok,MPEM 14 Mar 2024  10:01 AR\AJ

4 PSTDCCC050 PL088592.D Ok,MPSTDCCC050 14 Mar 2024  10:14 AR\AJ

5 PB159583BL PL088593.D OkPB159583BL 14 Mar 2024  13:16 AR\AJ

6 PB159583BS PL088594.D Ok,MPB159583BS 14 Mar 2024  13:31 AR\AJ

7 P1744-01 PL088595.D Ok,MRT-3488 14 Mar 2024  13:45 AR\AJ

8 P1744-01MS PL088596.D compound #18 recovery fail Ok,MRT-3488MS 14 Mar 2024  13:59 AR\AJ

9 P1744-01MSD PL088597.D compound #18 recovery fail Ok,MRT-3488MSD 14 Mar 2024  14:13 AR\AJ

10 P1746-01 PL088598.D Ok,MSB-01-0-2.0 14 Mar 2024  14:26 AR\AJ

11 P1746-02 PL088599.D Ok,MSB-01-4.0-6.0 14 Mar 2024  14:40 AR\AJ

12 P1746-03 PL088600.D Not Present on login Not OkSB-01-4.0-6.0-DUP 14 Mar 2024  14:54 AR\AJ

13 P1746-04 PL088601.D need 2x dilution DilutionSB-01-7.0-9.5 14 Mar 2024  15:08 AR\AJ

14 P1746-06 PL088602.D need 3x dilution DilutionSB-02-0-2.0 14 Mar 2024  15:22 AR\AJ

15 P1746-08 PL088603.D Ok,MSB-03-0-2.0 14 Mar 2024  15:35 AR\AJ

16 P1746-09 PL088604.D Ok,MSB-03-2.0-3.0 14 Mar 2024  15:49 AR\AJ

17 P1746-11 PL088605.D Ok,MSB-04-0-2.0 14 Mar 2024  16:03 AR\AJ

18 I.BLK PL088606.D OkI.BLK 14 Mar 2024  16:17 AR\AJ

19 PEM PL088607.D Ok,MPEM 14 Mar 2024  16:31 AR\AJ
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20 PSTDCCC050 PL088608.D Ok,MPSTDCCC050 14 Mar 2024  16:44 AR\AJ

21 P1746-12 PL088609.D OkSB-04-2.0-4.0 14 Mar 2024  16:58 AR\AJ

22 P1746-13 PL088610.D Ok,MSB-04-4.0-6.0 14 Mar 2024  17:12 AR\AJ

23 P1746-15 PL088611.D Ok,MSB-05-0-2.0 14 Mar 2024  17:26 AR\AJ

24 P1746-16 PL088612.D need 2x DilutionSB-05-0-2.0-DUP 14 Mar 2024  17:40 AR\AJ

25 P1746-17 PL088613.D Ok,MSB-05-2.0-4.5 14 Mar 2024  17:54 AR\AJ

26 P1746-19 PL088614.D Ok,MSB-06-0-2.0 14 Mar 2024  18:07 AR\AJ

27 PB159588BL PL088615.D OkPB159588BL 14 Mar 2024  18:21 AR\AJ

28 PB159588BS PL088616.D Ok,MPB159588BS 14 Mar 2024  18:35 AR\AJ

29 PB159588BSD PL088617.D Ok,MPB159588BSD 14 Mar 2024  18:49 AR\AJ

30 P1747-01 PL088618.D Ok,MMW-01 14 Mar 2024  19:02 AR\AJ

31 P1747-02 PL088619.D Ok,MMW-01-DUP 14 Mar 2024  19:16 AR\AJ

32 P1747-04 PL088620.D OkMW-02 14 Mar 2024  19:30 AR\AJ

33 P1747-05 PL088621.D OkTWP-04 14 Mar 2024  19:44 AR\AJ

34 I.BLK PL088622.D OkI.BLK 14 Mar 2024  19:58 AR\AJ

35 PSTDCCC050 PL088623.D Ok,MPSTDCCC050 14 Mar 2024  20:11 AR\AJ

M : Manual Integration


