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SEMIVOLATILE ORGANICS INITIAL CALIBRATION DATA

Lab Name: Contract:CHEMTECH LIRO01

Lab Code: Case No.: SAS No.: SDG No.:CHEM P1747 P1747

Instrument ID: Calibration Date(s):BNA_M 03/13/2024 03/13/2024

Calibration Time(s): 13:44 17:59

LAB FILE ID: =RRF2.5 =RRF005BM044595.D BM044596.D RRF010 =

=RRF020 =RRF040

BM044597.D

BM044598.D BM044599.D

COMPOUND RRF2.5 RRF005 RRF010 RRF020 RRF040 RRF % RSD

P1747

RRF050 = BM044600.D

RRF050

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

2-Fluorophenol 1.337 1.392 1.461 1.411 1.393 3.01.381

Phenol-d6 1.685 1.757 1.893 1.832 1.792 3.91.802

Phenol 1.681 1.748 1.881 1.828 1.790 3.81.804

Nitrobenzene-d5 0.387 0.399 0.436 0.427 0.415 4.30.421

1,2,4-Trichlorobenzene 0.311 0.314 0.326 0.317 0.316 1.90.312

Naphthalene 1.084 1.083 1.148 1.113 1.098 2.61.087

2-Fluorobiphenyl 1.451 1.476 1.531 1.463 1.452 3.51.424

2,4,6-Tribromophenol 0.190 0.201 0.232 0.228 0.221 8.10.228

Terphenyl-d14 1.104 1.133 1.227 1.202 1.143 5.51.140

   All other compounds must meet a minimum RRF of 0.010.
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