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Aliphatic C9-C12 7451032.000 60.000 3.213 6.503 124183.867 152832.209 18.745

Aliphatic C12-C16 5065071.000 40.000 6.504 9.902 126626.775 152122.872 16.760

Aliphatic C16-C21 7379828.000 60.000 9.903 13.267 122997.133 145403.822 15.410

Aliphatic C21-C28 9263548.000 80.000 13.268 16.929 115794.350 137872.665 16.014

Aliphatic C28-C40 14027699.000 120.000 16.930 21.822 116897.492 118607.818 1.442

Aliphatic EPH 43187178.000 360.000 3.213 21.822 119964.383 136782.856 12.296


