
Instrument ID: GC Column: ID:

Lab File ID: Time Analyzed:

EPA Sample No.: Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

SEMIVOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

8B 

IS1 (DCB)

AREA #
RT #

IS2 (NPT)

AREA #
RT #

IS3 (ANT)

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

340923 7.769 1151440  10.53 617371  14.39

681846 8.269 2302880 11.034 1234740 14.892

170462 7.269 575720 10.034 308686 13.892

CHEM P2687 P2687

SSTDCCC040

BP020511.D

BNA_P ZB-GR 0.25

06/05/2024

10:00

EPA SAMPLE NO.

(mm)

P2687

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

01 WC-TP-1MS 289922 1134320 728441 7.76  14.39 10.53

02 WC-TP-1MSD 283819 1119480 704926 7.77  14.39 10.53

03 PB161253TB 333837 1276820 767901 7.78  14.39 10.54

04 PB161311BL 264435 967853 530809 7.77  14.39 10.54

05 PB161311BS 335113 1162720 571575 7.78  14.39 10.53

IS1 (DCB) = 1,4-Dichlorobenzene-d4

IS2 (NPT) = Naphthalene-d8

IS3 (ANT) = Acenaphthene-d10

RT UPPER LIMIT = -0.50 minutes of internal standard RT

RT UPPER LIMIT = +0.50 minutes of internal standard RT

AREA LOWER LIMIT = -50% of internal standard area

AREA UPPER LIMIT = +100% of internal standard area

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

Form VIII SV-1


