
Instrument ID: GC Column: ID:

Lab File ID: Time Analyzed:

EPA Sample No.: Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

SEMIVOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

8C 

IS4 (PHN)

AREA #
RT #

IS5 (CRY)

AREA #
RT #

IS6 (PRY)

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

CHEM P3845 P3845

EPA SAMPLE NO.

(mm)

SSTDCCC040

BM047566.D

BNA_M

09/19/2024

11:49

ZB-GR 0.25

1699870 17.209 1491890 21.433 1457820 24.462

3399740 17.709 2983780 21.933 2915640 24.962

849935 16.709 745945 23.96272891020.933

P3845

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

01 PB163318BL 1165230 864552 939242 17.21  21.43  24.46

02 PB163318BS 1066010 844898 808669 17.21  21.43  24.46

03 PB163318BSD 1048550 835988 806711 17.21  21.43  24.46

IS4 (PHN) = Phenanthrene-d10

IS5 (CRY) = Chrysene-d12

IS6 (PRY) = Perylene-d12

RT UPPER LIMIT = -0.50 minutes of internal standard RT

RT UPPER LIMIT = +0.50 minutes of internal standard RT

AREA LOWER LIMIT = -50% of internal standard area

AREA UPPER LIMIT = +100% of internal standard area

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

Form VIII SV-1


