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STD. NAME STD REF.#

P7

Chk Standard

MP82568,MP82577,MP82576,MP82574,MP82573,MP82572,MP82571,MP82570,MP82569

MP82578

MP82579

MP82580,MP82581

MP82587,MP82586

Supervise By Supervise OnMohan 10/24/2024 4:11:21 AM

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentQcTypeSampleIdSr # ClientID Date Operator

1 TUNE TUNE TUNE 10/17/24 10:48 OKJaswal

2 S0 S0 CAL1 10/17/24 16:19 OKJaswal

3 S2 S2 CAL3 10/17/24 16:23 OKJaswal

4 S3 S3 CAL4 10/17/24 16:26 OKJaswal

5 S4 S4 CAL5 10/17/24 16:29 OKJaswal

6 S5 S5 CAL6 10/17/24 16:33 OKJaswal

7 S6 S6 CAL7 10/17/24 16:36 OKJaswal

8 S7 S7 CAL8 10/17/24 16:41 OKJaswal

9 S8 S8 CAL9 10/17/24 16:44 OKJaswal

10 ICV01 ICV01 ICV 10/17/24 17:03 OKJaswal

11 LLICV LLICV LLICV 10/17/24 17:09 OKJaswal

12 ICB01 ICB01 ICB 10/17/24 17:17 OKJaswal

13 ICSA01 ICSA01 ICSA 10/17/24 17:20 OKJaswal

14 ICSAB01 ICSAB01 ICSAB 10/17/24 17:23 OKJaswal

15 CCV01 CCV01 CCV 10/17/24 18:04 OKJaswal

16 CCB01 CCB01 CCB 10/17/24 18:07 OKJaswal

17 CRI CRI CRDL 10/17/24 18:11 OKJaswal

18 P3847-02 PT-TM1-WP SAM 10/17/24 18:25 Ni,V High DilutionJaswal
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19 P3847-04 PT-SNTI-WP SAM 10/17/24 18:28 Sn High DilutionJaswal

20 P3847-06 PT-MIN2-WP SAM 10/17/24 18:32 INT_STD 45Sc(1&2) Fail DilutionJaswal

21 P3846-02 PT-TM1-WP SAM 10/17/24 18:35 Ni,V High DilutionJaswal

22 P3846-04 PT-SNTI-WP SAM 10/17/24 18:38 Sn High DilutionJaswal

23 P3846-06 PT-MIN2-WP SAM 10/17/24 18:41 INT_STD 45Sc(1&2) Fail DilutionJaswal

24 P3847-02DL PT-TM1-WPDL SAM 10/17/24 18:45 2X for Ni,V ConfirmsJaswal

25 P3847-04DL PT-SNTI-WPDL SAM 10/17/24 18:48 2X For Sn ConfirmsJaswal

26 P3847-06DL PT-MIN2-WPDL SAM 10/17/24 18:51 5X For INT_STD 

45Sc(1&2)

ConfirmsJaswal

27 CCV02 CCV02 CCV 10/17/24 18:55 OKJaswal

28 CCB02 CCB02 CCB 10/17/24 18:58 OKJaswal

29 P3846-02DL PT-TM1-WPDL SAM 10/17/24 19:01 2X for Ni,V ConfirmsJaswal

30 P3846-04DL PT-SNTI-WPDL SAM 10/17/24 19:04 2X For Sn ConfirmsJaswal

31 P3846-06DL PT-MIN2-WPDL SAM 10/17/24 19:08 2X For INT_STD 

45Sc(1&2)

ConfirmsJaswal

32 PB164203BL PB164203BL MB 10/17/24 19:16 OKJaswal

33 PB164203BS PB164203BS LCS 10/17/24 19:20 OKJaswal

34 PB164204BL PB164204BL MB 10/17/24 19:22 OKJaswal

35 PB164204BS PB164204BS LCS 10/17/24 19:26 OKJaswal

36 CCV03 CCV03 CCV 10/17/24 19:29 OKJaswal

37 CCB03 CCB03 CCB 10/17/24 19:35 OKJaswal


