
Instrument ID: GC Column: ID:

Lab File ID: Time Analyzed:

EPA Sample No.: Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

SEMIVOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

8B 

IS1 (DCB)

AREA #
RT #

IS2 (NPT)

AREA #
RT #

IS3 (ANT)

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

72885 6.881 269376  8.16 147488  9.92

145770 7.381 538752 8.663 294976 10.416

36442.5 6.381 134688 7.663 73744 9.416

CHEM P4103 P4103

SSTDCCC040

BF139493.D

BNA_F DB-UI 0.18

09/20/2024

10:09

EPA SAMPLE NO.

(mm)

P4103

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

01 WC-22A 69979 241063 108708 6.88  9.91 8.16

02 WC-22AMS 75118 265096 120212 6.88  9.92 8.16

03 WC-22AMSD 71206 245793 113109 6.88  9.92 8.16

04 WC-14-5-7.5A 74397 256441 119498 6.88  9.91 8.16

05 WC-14-5-7.5B 76931 265343 123864 6.88  9.91 8.16

06 WC-14-7.5-10A 73109 250421 112091 6.88  9.91 8.16

07 WC-14-7.5-10B 78153 271104 126022 6.88  9.91 8.16

08 WC-23 78495 271926 125895 6.88  9.91 8.16

IS1 (DCB) = 1,4-Dichlorobenzene-d4

IS2 (NPT) = Naphthalene-d8

IS3 (ANT) = Acenaphthene-d10

RT UPPER LIMIT = -0.50 minutes of internal standard RT

RT UPPER LIMIT = +0.50 minutes of internal standard RT

AREA LOWER LIMIT = -50% of internal standard area

AREA UPPER LIMIT = +100% of internal standard area

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

Form VIII SV-1


