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M SC-4M OVEN#1

%

Solid

Supervisor: Iwona

LB132680

OVENTEMP IN Celsius(°C):

Thermometer ID: % SOLID- OVEN

Comments
Sample

Wt(g)

P4242-01 TP-Q 1 1.15 9.96 9.47  94.4 8.81

P4242-02 TP-Q-EPH 2 1.19 9.85 9.09  91.2 8.66

P4242-03 TP-Q-VOC 3 1.17 9.75 8.97  90.9 8.58

P4249-01 RV-25(4-4.5) 4 1.18 9.72 9.4  96.3 8.54

P4249-02 RV-26(2-2.5) 5 1.14 9.98 9.08  89.8 8.84

P4249-03 RV-27(2-2.5) 6 1.15 9.5 8.72  90.7 8.35

P4249-04 RV-28(2-2.5) 7 1.18 9.82 8.58  85.6 8.64

P4254-01 MH-147-SLUDGE 8 1.13 9.73 4.39  37.9 sludge sample 8.60

P4254-02 MH-147-SLUDGE-VOC 9 1.15 9.96 4.56  38.7 sludge sample 8.81

P4254-03 MH-147-SLUDGE-E2 10 1.14 9.96 4.13  33.9 sludge sample 8.82

P4255-01 OR-03-100124 11 1.14 9.57 8.57  88.1 8.43

P4255-02 OR-03-100124-E2 12 1.15 9.86 8.97  89.8 8.71

P4256-01 585 13 1.19 9.68 7.19  70.7 8.49

P4256-02 31480 14 1.00 2.00 2.00  100.0debris 1.00

P4257-01 VNJ-240 15 1.12 9.62 9.03  93.1 8.50

P4257-02 VNJ-240 16 1.14 9.94 9.18  91.4 8.80

P4258-01 Chamberlain Ave 17 1.17 9.74 8.54  86.0 8.57

P4258-03 Chamberlain Ave 18 1.17 9.74 8.54  86.0 8.57
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