
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/8/2024 8:26:19 AM

P23457,PP23458,PP23459,PP23460,PP23461,PP23462,PP23467,PP23468,PP23469

PP23462

PP23469

ps100724 8151PS100724

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS100724

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/8/2024 9:52:35 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS027853.D OkHEXANE 07 Oct 2024  09:50 AR\AJ

2 I.BLK PS027854.D OkI.BLK 07 Oct 2024  10:14 AR\AJ

3 HSTDICC200 PS027855.D Ok,MHSTDICC200 07 Oct 2024  11:12 AR\AJ

4 HSTDICC500 PS027856.D OkHSTDICC500 07 Oct 2024  11:36 AR\AJ

5 HSTDICC750 PS027857.D OkHSTDICC750 07 Oct 2024  12:00 AR\AJ

6 HSTDICC1000 PS027858.D Ok,MHSTDICC1000 07 Oct 2024  12:23 AR\AJ

7 HSTDICC1500 PS027859.D OkHSTDICC1500 07 Oct 2024  12:47 AR\AJ

8 HSTDICV750 PS027860.D OkICVPS100724 07 Oct 2024  13:11 AR\AJ

9 I.BLK PS027861.D OkI.BLK 07 Oct 2024  13:38 AR\AJ

10 HSTDCCC750 PS027862.D OkHSTDCCC750 07 Oct 2024  14:02 AR\AJ

11 P4232-01RE PS027863.D 2,4-DCAA low 2nd col ConfirmsTP-RRE 07 Oct 2024  14:26 AR\AJ

12 PB163901BL PS027864.D OkPB163901BL 07 Oct 2024  14:50 AR\AJ

13 PB163901BS PS027865.D Ok,MPB163901BS 07 Oct 2024  15:48 AR\AJ

14 I.BLK PS027866.D OkI.BLK 07 Oct 2024  16:12 AR\AJ

15 HSTDCCC750 PS027867.D Ok,MHSTDCCC750 07 Oct 2024  16:35 AR\AJ

16 PB163901BSD PS027868.D Ok,MPB163901BSD 07 Oct 2024  16:59 AR\AJ

17 P4274-01 PS027869.D Ok,M222254 07 Oct 2024  17:23 AR\AJ

18 P4285-03 PS027870.D Ok,MWATER-TOTES 07 Oct 2024  17:47 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/8/2024 8:26:19 AM

P23457,PP23458,PP23459,PP23460,PP23461,PP23462,PP23467,PP23468,PP23469

PP23462

PP23469

ps100724 8151PS100724

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS100724

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/8/2024 9:52:35 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 I.BLK PS027871.D OkI.BLK 07 Oct 2024  18:11 AR\AJ

20 HSTDCCC750 PS027872.D Ok,MHSTDCCC750 07 Oct 2024  18:35 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/14/2024 8:41:15 AM

P23457,PP23458,PP23459,PP23460,PP23461,PP23462,PP23467,PP23468,PP23469

PP23462

PP23469

ps100724 8151PS101124

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS101124

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/14/2024 9:21:00 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS027903.D OkHEXANE 11 Oct 2024  09:49 AR\AJ

2 I.BLK PS027904.D OkI.BLK 11 Oct 2024  10:13 AR\AJ

3 HSTDCCC750 PS027905.D Ok,MHSTDCCC750 11 Oct 2024  10:37 AR\AJ

4 PB164060BL PS027906.D Ok,MPB164060BL 11 Oct 2024  17:39 AR\AJ

5 PB164060BS PS027907.D OkPB164060BS 11 Oct 2024  18:03 AR\AJ

6 P4258-03 PS027908.D Ok,MChamberlain Ave 11 Oct 2024  18:27 AR\AJ

7 P4385-02 PS027909.D Ok,MSP-1 11 Oct 2024  18:51 AR\AJ

8 P4385-02MS PS027910.D Some compound recovery fail Ok,MSP-1MS 11 Oct 2024  19:15 AR\AJ

9 P4385-02MSD PS027911.D Some compound recovery fail , 

RPD 2,4-DB is high

Ok,MSP-1MSD 11 Oct 2024  19:39 AR\AJ

10 P4385-04 PS027912.D Ok,MSP-2 11 Oct 2024  20:02 AR\AJ

11 P4385-06 PS027913.D Ok,MSP-3 11 Oct 2024  20:26 AR\AJ

12 P4385-08 PS027914.D Ok,MSP-4 11 Oct 2024  20:50 AR\AJ

13 I.BLK PS027915.D OkI.BLK 11 Oct 2024  21:14 AR\AJ

14 HSTDCCC750 PS027916.D Ok,MHSTDCCC750 11 Oct 2024  21:38 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/15/2024 8:53:22 AM

P23457,PP23458,PP23459,PP23460,PP23461,PP23462,PP23467,PP23468,PP23469

PP23462

PP23469

ps100724 8151PS101424

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS101424

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/15/2024 10:50:01 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS027917.D OkHEXANE 14 Oct 2024  11:01 AR\AJ

2 I.BLK PS027918.D OkI.BLK 14 Oct 2024  11:25 AR\AJ

3 HSTDCCC750 PS027919.D CCC fail for DCPA OkHSTDCCC750 14 Oct 2024  13:17 AR\AJ

4 P4385-10 PS027920.D Ok,MSP-5 14 Oct 2024  16:12 AR\AJ

5 P4385-12 PS027921.D Ok,MSP-6 14 Oct 2024  16:36 AR\AJ

6 P4385-14 PS027922.D Ok,MSP-7 14 Oct 2024  17:00 AR\AJ

7 P4385-16 PS027923.D Ok,MSP-8 14 Oct 2024  17:24 AR\AJ

8 P4385-18 PS027924.D Ok,MSP-9 14 Oct 2024  17:48 AR\AJ

9 P4385-20 PS027925.D Ok,MSP-10 14 Oct 2024  18:12 AR\AJ

10 PB164110BL PS027926.D Ok,MPB164110BL 14 Oct 2024  18:37 AR\AJ

11 PB164110BS PS027927.D OkPB164110BS 14 Oct 2024  19:01 AR\AJ

12 P4368-03 PS027928.D Conc high comp#7,low 

com#15,CCC fail for com#16

Not OkMDL-SOIL-03-QT4-2024 14 Oct 2024  19:25 AR\AJ

13 I.BLK PS027929.D OkI.BLK 14 Oct 2024  19:49 AR\AJ

14 HSTDCCC750 PS027930.D OkHSTDCCC750 14 Oct 2024  20:13 AR\AJ

15 P4395-01 PS027931.D Ok,MF05308-SOLID 14 Oct 2024  21:24 AR\AJ

16 P4395-01MS PS027932.D Ok,MF05308-SOLIDMS 14 Oct 2024  21:48 AR\AJ

17 P4395-01MSD PS027933.D Ok,MF05308-SOLIDMSD 14 Oct 2024  22:12 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/15/2024 8:53:22 AM

P23457,PP23458,PP23459,PP23460,PP23461,PP23462,PP23467,PP23468,PP23469

PP23462

PP23469

ps100724 8151PS101424

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS101424

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/15/2024 10:50:01 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 PB164111BL PS027934.D OkPB164111BL 14 Oct 2024  22:36 AR\AJ

19 PB164111BS PS027935.D Ok,MPB164111BS 14 Oct 2024  23:00 AR\AJ

20 PB164111BSD PS027936.D Ok,MPB164111BSD 14 Oct 2024  23:24 AR\AJ

21 P4396-01 PS027937.D Ok,MWASTE-WATER-FRAC-TANK 14 Oct 2024  23:48 AR\AJ

22 I.BLK PS027938.D OkI.BLK 15 Oct 2024  00:12 AR\AJ

23 HSTDCCC750 PS027939.D OkHSTDCCC750 15 Oct 2024  00:36 AR\AJ

M : Manual Integration


