
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/22/2024 8:47:55 AM

PP23282,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102124

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102124

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/22/2024 9:03:18 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL092493.D OkHEXANE 21 Oct 2024  12:06 AR\AJ

2 I.BLK PL092494.D OkI.BLK 21 Oct 2024  12:19 AR\AJ

3 PEM PL092495.D Ok,MPEM 21 Oct 2024  12:33 AR\AJ

4 RESCHK PL092496.D OkRESCHK 21 Oct 2024  12:46 AR\AJ

5 PSTDICC100 PL092497.D OkPSTDICC100 21 Oct 2024  13:00 AR\AJ

6 PSTDICC075 PL092498.D OkPSTDICC075 21 Oct 2024  13:13 AR\AJ

7 PSTDICC050 PL092499.D OkPSTDICC050 21 Oct 2024  13:26 AR\AJ

8 PSTDICC025 PL092500.D Ok,MPSTDICC025 21 Oct 2024  13:40 AR\AJ

9 PSTDICC005 PL092501.D Ok,MPSTDICC005 21 Oct 2024  13:53 AR\AJ

10 PCHLORICC1000 PL092502.D OkPCHLORICC1000 21 Oct 2024  14:07 AR\AJ

11 PCHLORICC750 PL092503.D OkPCHLORICC750 21 Oct 2024  14:20 AR\AJ

12 PCHLORICC500 PL092504.D OkPCHLORICC500 21 Oct 2024  14:33 AR\AJ

13 PCHLORICC250 PL092505.D Ok,MPCHLORICC250 21 Oct 2024  14:47 AR\AJ

14 PCHLORICC050 PL092506.D Ok,MPCHLORICC050 21 Oct 2024  15:00 AR\AJ

15 PTOXICC1000 PL092507.D Ok,MPTOXICC1000 21 Oct 2024  15:14 AR\AJ

16 PTOXICC750 PL092508.D Ok,MPTOXICC750 21 Oct 2024  15:27 AR\AJ

17 PTOXICC500 PL092509.D OkPTOXICC500 21 Oct 2024  15:40 AR\AJ

18 PTOXICC250 PL092510.D Ok,MPTOXICC250 21 Oct 2024  15:54 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/22/2024 8:47:55 AM

PP23282,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102124

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102124

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/22/2024 9:03:18 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 PTOXICC100 PL092511.D Ok,MPTOXICC100 21 Oct 2024  16:07 AR\AJ

20 PSTDICV050 PL092512.D Ok,MICVPL102124 21 Oct 2024  16:21 AR\AJ

21 PCHLORICV500 PL092513.D Ok,MICVPL102124CHLOR 21 Oct 2024  16:34 AR\AJ

22 PTOXICV500 PL092514.D OkICVPL102124 21 Oct 2024  18:08 AR\AJ

23 I.BLK PL092515.D Ok,MI.BLK 21 Oct 2024  18:41 AR\AJ

24 PEM PL092516.D Ok,MPEM 21 Oct 2024  18:54 AR\AJ

25 PSTDCCC050 PL092517.D Ok,MPSTDCCC050 21 Oct 2024  19:08 AR\AJ

26 PB164288BL PL092518.D OkPB164288BL 21 Oct 2024  19:21 AR\AJ

27 PB164288BS PL092519.D Ok,MPB164288BS 21 Oct 2024  19:34 AR\AJ

28 P4455-01 PL092520.D Ok,MSU-4-101824 21 Oct 2024  19:48 AR\AJ

29 P4443-01 PL092521.D Ok,MOG-315-HR-502-COMP-29 21 Oct 2024  20:01 AR\AJ

30 P4443-06 PL092522.D Ok,MOG-315-HR-502-COMP-30 21 Oct 2024  20:15 AR\AJ

31 I.BLK PL092523.D Ok,MI.BLK 21 Oct 2024  20:28 AR\AJ

32 PSTDCCC050 PL092524.D Ok,MPSTDCCC050 21 Oct 2024  20:42 AR\AJ

33 P4458-01 PL092525.D Ok,M280517 21 Oct 2024  20:55 AR\AJ

34 P4458-01MS PL092526.D Some compound recovery fail Ok,M280517MS 21 Oct 2024  21:08 AR\AJ

35 P4458-01MSD PL092527.D Some compound recovery fail, 

RPD fail

Ok,M280517MSD 21 Oct 2024  21:22 AR\AJ

36 I.BLK PL092528.D Ok,MI.BLK 21 Oct 2024  21:35 AR\AJ

37 PSTDCCC050 PL092529.D Ok,MPSTDCCC050 21 Oct 2024  21:49 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/22/2024 8:47:55 AM

PP23282,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102124

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102124

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/22/2024 9:03:18 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/25/2024 3:26:14 PM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102424

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102424

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/28/2024 10:35:47 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL092588.D OkHEXANE 24 Oct 2024  09:39 AR\AJ

2 I.BLK PL092589.D OkI.BLK 24 Oct 2024  09:53 AR\AJ

3 PEM PL092590.D Ok,MPEM 24 Oct 2024  10:06 AR\AJ

4 PSTDCCC050 PL092591.D Ok,MPSTDCCC050 24 Oct 2024  10:19 AR\AJ

5 P4467-01 PL092592.D Ok,MTP-1 24 Oct 2024  10:55 AR\AJ

6 P4470-01 PL092593.D Ok,MCL-01-102124 24 Oct 2024  11:08 AR\AJ

7 P4472-01 PL092594.D Ok,MBP-F-28 24 Oct 2024  11:22 AR\AJ

8 P4472-01MS PL092595.D Ok,MBP-F-28MS 24 Oct 2024  11:35 AR\AJ

9 P4472-01MSD PL092596.D Ok,MBP-F-28MSD 24 Oct 2024  11:49 AR\AJ

10 P4472-05 PL092597.D Ok,MBP-F-6 24 Oct 2024  12:02 AR\AJ

11 P4487-01 PL092598.D Ok,MBP-B5 24 Oct 2024  12:15 AR\AJ

12 P4487-05 PL092599.D Ok,MBP-F27 24 Oct 2024  12:29 AR\AJ

13 P4487-05MS PL092600.D Ok,MBP-F27MS 24 Oct 2024  12:42 AR\AJ

14 P4487-05MSD PL092601.D Ok,MBP-F27MSD 24 Oct 2024  12:56 AR\AJ

15 PB164360BL PL092602.D OkPB164360BL 24 Oct 2024  13:09 AR\AJ

16 PB164360BS PL092603.D Recovery Fail higher side 

,Methoxychlor-I and Mirex-I

Not OkPB164360BS 24 Oct 2024  13:22 AR\AJ

17 PB164261TB PL092604.D OkPB164261TB 24 Oct 2024  13:36 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/25/2024 3:26:14 PM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102424

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102424

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/28/2024 10:35:47 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 P4397-06 PL092605.D Ok,MWB-301-BOT 24 Oct 2024  13:49 AR\AJ

19 P4397-06MS PL092606.D Ok,MWB-301-BOTMS 24 Oct 2024  14:03 AR\AJ

20 P4397-06MSD PL092607.D Ok,MWB-301-BOTMSD 24 Oct 2024  14:16 AR\AJ

21 P4460-04 PL092608.D Ok,MWB-303-BOT 24 Oct 2024  14:30 AR\AJ

22 P4486-01 PL092609.D Ok,MEO-03-102224 24 Oct 2024  16:04 AR\AJ

23 PB164365BS PL092610.D Ok,MPB164365BS 24 Oct 2024  16:17 AR\AJ

24 PB164365BL PL092611.D Ok,MPB164365BL 24 Oct 2024  16:35 AR\AJ

25 I.BLK PL092612.D Ok,MI.BLK 24 Oct 2024  16:48 AR\AJ

26 PSTDCCC050 PL092613.D Ok,MPSTDCCC050 24 Oct 2024  17:20 AR\AJ

27 PB164360BS PL092614.D Recovery Fail Higher side, 

Methoxychlor-I

Not OkPB164360BS 24 Oct 2024  17:38 AR\AJ

28 P4508-01 PL092615.D Ok,MTP-3 24 Oct 2024  17:52 AR\AJ

29 P4508-05 PL092616.D Ok,MBP-F23 24 Oct 2024  18:05 AR\AJ

30 P4508-09 PL092617.D Ok,MBP-F22 24 Oct 2024  18:19 AR\AJ

31 P4508-09MS PL092618.D Ok,MBP-F22MS 24 Oct 2024  18:32 AR\AJ

32 P4508-09MSD PL092619.D Ok,MBP-F22MSD 24 Oct 2024  18:46 AR\AJ

33 P4509-01 PL092620.D Ok,MAU-06-10232024 24 Oct 2024  18:59 AR\AJ

34 P4512-03 PL092621.D Ok,MVNJ-212 24 Oct 2024  19:12 AR\AJ

35 I.BLK PL092622.D Ok,MI.BLK 24 Oct 2024  19:26 AR\AJ

36 PSTDCCC050 PL092623.D Ok,MPSTDCCC050 24 Oct 2024  19:39 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/25/2024 3:26:14 PM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102424

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102424

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/28/2024 10:35:47 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 10/28/2024 9:31:07 AM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102124 8081PL102624

ECD_L

Daily Analysis Runlog For Sequence/QCBatch ID # PL102624

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 10/28/2024 10:46:33 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PL092636.D OkHEXANE 25 Oct 2024  14:55 AR\AJ

2 I.BLK PL092637.D Ok,MI.BLK 25 Oct 2024  15:08 AR\AJ

3 PEM PL092638.D Ok,MPEM 25 Oct 2024  15:22 AR\AJ

4 PSTDCCC050 PL092639.D Ok,MPSTDCCC050 25 Oct 2024  15:49 AR\AJ

5 PB164398BL PL092640.D Ok,MPB164398BL 25 Oct 2024  16:46 AR\AJ

6 PB164398BS PL092641.D Ok,MPB164398BS 25 Oct 2024  16:59 AR\AJ

7 PB164360BS PL092642.D Ok,MPB164360BS 25 Oct 2024  17:35 AR\AJ

8 P4531-01 PL092643.D Ok,MOR-03-102424 25 Oct 2024  17:49 AR\AJ

9 P4547-01 PL092644.D Ok,MBP-F-21 25 Oct 2024  18:02 AR\AJ

10 P4545-01 PL092645.D Surrogate Fail in both column , 

Decachlorobiphenyl

ReRunVNJ-215 25 Oct 2024  18:15 AR\AJ

11 P4547-05 PL092646.D Ok,MBP-F-20 25 Oct 2024  18:29 AR\AJ

12 P4547-05MS PL092647.D Ok,MBP-F-20MS 25 Oct 2024  18:42 AR\AJ

13 P4547-05MSD PL092648.D Ok,MBP-F-20MSD 25 Oct 2024  18:56 AR\AJ

14 I.BLK PL092649.D Ok,MI.BLK 25 Oct 2024  19:09 AR\AJ

15 PSTDCCC050 PL092650.D Ok,MPSTDCCC050 25 Oct 2024  19:49 AR\AJ

M : Manual Integration


