
VOLATILE  CONTINUING CALIBRATION CHECK

Lab Name: Contract:

Lab Code: Case No.: SAS No.: SDG No.:

Instrument ID: Calibration Date/Time:

Lab File ID:

GC Column:

Init. Calib. Date(s):

Init. Calib. Time(s):

ID:

COMPOUND RRF RRF050
MIN

RRF
%D MAX%D

CHEMTECH

CHEM P4471 P4471

MSVOA_N

VN084428.D

RXI-624 0.25 (mm)

10/21/2024 11:38

09/30/2024 09/30/2024

12:25 14:48

PORT06

Heated Purge: (Y/N) N

P4471

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Dichlorodifluoromethane -10.49 200.5290.591

Chloromethane 0.1 -10.81 200.6020.675

Vinyl Chloride -8.72 200.5970.654

Bromomethane -14.15 200.3700.431

Chloroethane -14.32 200.4010.468

Trichlorofluoromethane 2.45 201.0441.019

1,1,2-Trichlorotrifluoroethane 3.25 200.6030.584

1,1-Dichloroethene 0.53 200.5660.563

Acetone -0.31 200.3170.318

Carbon Disulfide -20.09 201.4241.782

Methyl tert-butyl Ether 6.89 202.0311.900

Methyl Acetate 31.84 200.9150.694

Methylene Chloride 3.71 200.6710.647

trans-1,2-Dichloroethene 0.51 200.5930.590

1,1-Dichloroethane 0.1 5.13 201.1891.131

Cyclohexane -12.66 200.9591.098

2-Butanone 7.6 200.4670.434

Carbon Tetrachloride 8.38 200.5690.525

cis-1,2-Dichloroethene 5.47 200.7520.713

Bromochloromethane 5.55 200.5330.505

Chloroform 8.94 201.2801.175

1,1,1-Trichloroethane 5.69 201.1151.055

Methylcyclohexane -2.06 200.5220.533

Benzene 9.58 201.6351.492

1,2-Dichloroethane 8.5 200.5490.506

Trichloroethene 7.76 200.3750.348

1,2-Dichloropropane 13.6 200.4010.353

Bromodichloromethane 14.56 200.6060.529

4-Methyl-2-Pentanone 23.08 200.5760.468

Toluene 12.42 201.0230.910

t-1,3-Dichloropropene 11.5 200.6010.539

cis-1,3-Dichloropropene 12.24 200.6510.580

1,1,2-Trichloroethane 21.78 200.3970.326

2-Hexanone 22.06 200.4260.349

Dibromochloromethane 21.04 200.4660.385

1,2-Dibromoethane 14.45 200.3880.339

Tetrachloroethene 5.17 200.3660.348

Chlorobenzene 0.3 6.49 201.1811.109

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.
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Ethyl Benzene 5.56 202.0701.961

m/p-Xylenes 11.31 200.8070.725

o-Xylene 11.52 200.7650.686

Styrene 16.52 201.3541.162

Bromoform 0.1 18.15 200.3320.281

Isopropylbenzene -0.47 203.7973.815

1,1,2,2-Tetrachloroethane 0.3 4.45 201.1981.147

1,3-Dichlorobenzene 2.95 201.7781.727

1,4-Dichlorobenzene 0.63 201.7551.744

1,2-Dichlorobenzene 2.01 201.7271.693

1,2-Dibromo-3-Chloropropane -0.84 200.2350.237

1,2,4-Trichlorobenzene 2.76 200.8570.834

1,2,3-Trichlorobenzene 3.95 200.8680.835

1,2-Dichloroethane-d4 6.75 200.7910.741

Dibromofluoromethane 17.27 200.3870.330

Toluene-d8 17.97 201.4311.213

4-Bromofluorobenzene 18.1 200.5220.442

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.


