
rteres
                                                     Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_F\Data\FF102224\
  Data File : FF014739.D                                          
  Signal(s) : FID2B.ch
  Acq On    : 22 Oct 2024  16:49
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 53   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_F\Method\FF102124.M
  Title     :  

  Signal    : FID2B.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  2.047   2.010   2.114  BB   627511   6232028  89.19%  5.348%
   2  4.572   4.510   4.620  BB   659578   6712341  96.07%  5.760%
   3  6.735   6.699   6.784  BB   675641   6798076  97.29%  5.833%
   4  8.559   8.520   8.612  BB   640308   6822335  97.64%  5.854%
   5 10.166  10.085  10.217  BB   612157   6831244  97.77%  5.862%
 
   6 11.607  11.550  11.647  BB   600321   6933484  99.23%  5.950%
   7 12.916  12.847  12.982  BB   578091   6987166 100.00%  5.996%
   8 14.113  14.014  14.170  BB   529509   6766711  96.84%  5.806%
   9 15.011  14.949  15.079  BV   421537   6031513  86.32%  5.176%
  10 15.216  15.079  15.277  PB   522736   6748930  96.59%  5.791%
 
  11 16.236  16.062  16.287  BB   500683   6685583  95.68%  5.737%
  12 17.184  17.105  17.222  VV   485509   6618501  94.72%  5.679%
  13 18.071  18.002  18.110  BV   478291   6705653  95.97%  5.754%
  14 18.903  18.774  18.957  VV   461438   6700405  95.90%  5.750%
  15 19.686  19.619  19.747  BV   423596   6257467  89.56%  5.369%
 
  16 20.425  20.373  20.456  VV   390128   6072162  86.90%  5.210%
  17 21.159  21.000  21.294  VB   298431   5639917  80.72%  4.840%
  18 22.064  21.964  22.114  BV   206687   4994967  71.49%  4.286%
                        Sum of corrected areas:   116538481 
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