
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 10/10/2024 10:09:46 PM

VP130736

VP130737,VP130738,VP130739,VP130740,VP130741,VP130742

VP130744,VP130745

VP128297

MSVOA_Y

VP130746

82y100924s.mVY100924

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY100924

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 10/10/2024 10:11:49 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY019826.D OkBFB 09 Oct 2024  09:33 SY/MD

2 VSTDICC005 VY019827.D Ok,MVSTDICC005 09 Oct 2024  10:18 SY/MD

3 VSTDICC010 VY019828.D Ok,MVSTDICC010 09 Oct 2024  10:41 SY/MD

4 VSTDICC020 VY019829.D Ok,MVSTDICC020 09 Oct 2024  11:04 SY/MD

5 VSTDICCC050 VY019830.D Comp. #11 is on Linear 

Regression

Ok,MVSTDICCC050 09 Oct 2024  11:26 SY/MD

6 VSTDICC100 VY019831.D Ok,MVSTDICC100 09 Oct 2024  11:49 SY/MD

7 VSTDICC150 VY019832.D Ok,MVSTDICC150 09 Oct 2024  12:11 SY/MD

8 VIBLK VY019833.D OkVIBLK 09 Oct 2024  12:35 SY/MD

9 VSTDICV050 VY019834.D Ok,MICVVY100924 09 Oct 2024  15:25 SY/MD

10 VY1009SBL01 VY019835.D OkVY1009SBL01 09 Oct 2024  16:11 SY/MD

11 VY1009SBS01 VY019836.D Ok,MVY1009SBS01 09 Oct 2024  16:41 SY/MD

12 VY1009SBSD01 VY019837.D Ok,MVY1009SBSD01 09 Oct 2024  17:04 SY/MD

13 P4343-01 VY019838.D vial-B Not purged Not OkEO-03-100724 09 Oct 2024  17:27 SY/MD

14 P4353-02 VY019839.D vial-A OkCF-400-VOC-43 09 Oct 2024  17:51 SY/MD

15 P4359-01 VY019840.D vial-A OkEXCAVATION-SOIL 09 Oct 2024  18:14 SY/MD

16 P4344-01 VY019841.D vial-B OkTR-05-100724 09 Oct 2024  18:38 SY/MD

17 VSTDCCC050 VY019842.D Ok,MVSTDCCC050EC 09 Oct 2024  19:00 SY/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 10/25/2024 3:23:49 PM

VP131074

VP131075,VP131076

VP128297

VY102424

MSVOA_Y

Daily Analysis Runlog For Sequence/QCBatch ID # VY102424

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 10/25/2024 3:28:21 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VY020000.D OkBFB 24 Oct 2024  09:35 SY/MD

2 VSTDCCC050 VY020001.D Ok,MVSTDCCC050 24 Oct 2024  10:18 SY/MD

3 VY1024SBL01 VY020002.D OkVY1024SBL01 24 Oct 2024  10:58 SY/MD

4 VY1024SBS01 VY020003.D Ok,MVY1024SBS01 24 Oct 2024  11:43 SY/MD

5 VY1024SBSD01 VY020004.D Ok,MVY1024SBSD01 24 Oct 2024  12:06 SY/MD

6 P4473-01 VY020005.D vial-B OkTS-1 24 Oct 2024  12:36 SY/MD

7 P4486-01 VY020006.D Vial-B Not purged Not OkEO-03-102224 24 Oct 2024  12:59 SY/MD

8 P4509-02 VY020007.D Internal Standard Fail vial-A ReRunAU-06-10232024 24 Oct 2024  13:23 SY/MD

9 P4487-01RE VY020008.D Internal Standard Fail vial-B ConfirmsBP-B5RE 24 Oct 2024  13:46 SY/MD

10 P4485-01 VY020009.D vial-B OkD20241001-01-04 24 Oct 2024  14:10 SY/MD

11 P4531-01 VY020010.D Internal Standard Fail vial-A ReRunOR-03-102424 24 Oct 2024  15:32 SY/MD

12 P4508-03 VY020011.D vial-A OkTP-3-VOC 24 Oct 2024  15:56 SY/MD

13 P4508-07 VY020012.D vial-A OkBP-F23-VOC 24 Oct 2024  16:19 SY/MD

14 P4508-11 VY020013.D vial-A OkBP-F22-VOC 24 Oct 2024  16:43 SY/MD

15 P4512-03 VY020014.D vial-A OkVNJ-212 24 Oct 2024  17:06 SY/MD

16 VSTDCCC050 VY020015.D Ok,MVSTDCCC050EC 24 Oct 2024  17:29 SY/MD

M : Manual Integration


