
Calibration for 096SMPL.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7110624-2.b\

P7110624-2.batch.bin

2024-11-07 10:11:38

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2024-11-06 21:57:38

2 005CALS.d S02 2024-11-06 22:01:11

3 006CALS.d S03 2024-11-06 22:04:45

4 007CALS.d S04 2024-11-06 22:09:28

5 008CALS.d S05 2024-11-06 22:16:01

6 009CALS.d S06 2024-11-06 22:19:14

7 010CALS.d S07 2024-11-06 22:22:26

8 011CALS.d S08 2024-11-06 22:25:39

Page 1 2024-11-07 10:16:21

Reviewed By:
On:
Inst Id :P7
LB :LB133345



Calibration for 096SMPL.d

y = 9.6914E-004 * x  + 3.4759E-005

R =  0.9976

DL = 0.02708

BEC = 0.03587

Weight: <None>

Min Conc: 0

Page 2 2024-11-07 10:16:22

Reviewed By:
On:
Inst Id :P7
LB :LB133345



Calibration for 096SMPL.d

y = 0.0023 * x  + 0.0806

R =  1.0000

DL = 1.113

BEC = 35.14

Weight: <None>

Min Conc: 0

y = 0.0016 * x  + 0.0146

R =  0.9999

DL = 0.3712

BEC = 9.108

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0022 * x  + 0.0137

R =  1.0000

DL = 1.661

BEC = 6.163

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 0.3867

R =  0.9997

DL = 27.75

BEC = 317.7

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 1.0161E-004 * x  + 0.0039

R =  0.9998

DL = 1.057

BEC = 38.08

Weight: <None>

Min Conc: 0

y = 8.3699E-006 * x  + 0.0309

R =  0.9826

DL = 360

BEC = 3688

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0031 * x  + 0.4904

R =  1.0000

DL = 17.41

BEC = 159.1

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 5.7321E-006 * x  + 1.6252E-004

R =  0.9999

DL = 6.527

BEC = 28.35

Weight: <None>

Min Conc: 0

y = 9.3068E-005 * x  + 0.0035

R =  1.0000

DL = 1.215

BEC = 37.8

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 2.8028E-004 * x  + 5.4787E-005

R =  0.9999

DL = 0.09569

BEC = 0.1955

Weight: <None>

Min Conc: 0

y = 0.0039 * x  + 4.9493E-005

R =  1.0000

DL = 0.006258

BEC = 0.01265

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0034 * x  + 0.0026

R =  1.0000

DL = 0.02601

BEC = 0.7539

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0050 * x  + 0.0020

R =  1.0000

DL = 0.03544

BEC = 0.3967

Weight: <None>

Min Conc: 0

y = 0.0037 * x  + 0.8855

R =  0.9998

DL = 18.87

BEC = 238.1

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0038 * x  + 9.2469E-005

R =  0.9999

DL = 0.002569

BEC = 0.02459

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 8.0182E-004 * x  + 1.1157E-004

R =  0.9993

DL = 0.009647

BEC = 0.1391

Weight: <None>

Min Conc: 0

y = 0.0021 * x  + 6.9530E-004

R =  0.9999

DL = 0.01379

BEC = 0.3295

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 5.3340E-004 * x  + 7.4583E-004

R =  0.9999

DL = 0.08188

BEC = 1.398

Weight: <None>

Min Conc: 0

y = 2.2173E-004 * x  + 1.0249E-004

R =  0.9984

DL = 0.04057

BEC = 0.4622

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 7.2972E-006 * x  + 5.9206E-006

R =  0.9999

DL = 0.4418

BEC = 0.8114

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 9.5786E-006 * x  + 1.9662E-005

R =  0.9998

DL = 0.3607

BEC = 2.053

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 1.3780E-005 * x  + 2.7579E-005

R =  0.9947

DL = 0.3659

BEC = 2.001

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 1.2045E-004 * x  + 4.8222E-005

R =  0.9949

DL = 0.04283

BEC = 0.4004

Weight: <None>

Min Conc: 0

y = 0.0015 * x  + 6.1116E-005

R =  0.9999

DL = 0.01427

BEC = 0.04171

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 3.2520E-004 * x  + 1.3144E-005

R =  0.9994

DL = 0.0106

BEC = 0.04042

Weight: <None>

Min Conc: 0

y = 2.9484E-004 * x  + 4.5539E-005

R =  0.9999

DL = 0.01249

BEC = 0.1545

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 4.2748E-004 * x  + 4.0050E-005

R =  0.9999

DL = 0.02419

BEC = 0.09369

Weight: <None>

Min Conc: 0

y = 4.6419E-004 * x  + 4.9560E-005

R =  1.0000

DL = 0.02108

BEC = 0.1068

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 2.6533E-004 * x  + 2.4900E-005

R =  1.0000

DL = 0.01693

BEC = 0.09385

Weight: <None>

Min Conc: 0

y = 6.8462E-004 * x  + 6.6033E-005

R =  1.0000

DL = 0.01012

BEC = 0.09645

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 1.9989E-005 * x  + 1.7059E-004

R =  1.0000

DL = 0.8937

BEC = 8.534

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 6.9639E-006

R =  0.9999

DL = 0.0007586

BEC = 0.005693

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 1.4131E-005 * x  + 8.9923E-007

R =  0.9999

DL = 0.1601

BEC = 0.06364

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 5.3237E-006

R =  0.9999

DL = 0.0008216

BEC = 0.004629

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 2.4456E-004 * x  + 1.2092E-004

R =  0.9986

DL = 0.03185

BEC = 0.4945

Weight: <None>

Min Conc: 0

y = 8.3994E-004 * x  + 3.3410E-004

R =  0.9999

DL = 0.3579

BEC = 0.3978

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 9.9826E-004 * x  + 6.0416E-006

R =  0.9999

DL = 0.004237

BEC = 0.006052

Weight: <None>

Min Conc: 0

y = 2.4689E-004 * x  + 1.7138E-005

R =  1.0000

DL = 0.02317

BEC = 0.06941

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 4.2658E-004 * x  + 3.0441E-005

R =  1.0000

DL = 0.02657

BEC = 0.07136

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d
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Calibration for 096SMPL.d

y = 0.0015 * x  + 3.2798E-005

R =  0.9999

DL = 0.002525

BEC = 0.02119

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0037 * x  + 8.3653E-005

R =  0.9999

DL = 0.006831

BEC = 0.02279

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 9.5502E-005

R =  0.9999

DL = 0.0152

BEC = 0.07738

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0011 * x  + 8.5038E-005

R =  0.9999

DL = 0.01904

BEC = 0.07799

Weight: <None>

Min Conc: 0

y = 0.0050 * x  + 3.7955E-004

R =  0.9999

DL = 0.008463

BEC = 0.07658

Weight: <None>

Min Conc: 0
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Calibration for 096SMPL.d

y = 0.0048 * x  + 3.8445E-005

R =  0.9999

DL = 0.003106

BEC = 0.00802

Weight: <None>

Min Conc: 0

Page 30 2024-11-07 10:16:34

Reviewed By:
On:
Inst Id :P7
LB :LB133345



Calibration for 096SMPL.d
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Calibration for 096SMPL.d
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Calibration for 096SMPL.d

Page 33 2024-11-07 10:16:36

Reviewed By:
On:
Inst Id :P7
LB :LB133345



Calibration for 096SMPL.d
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