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SEMIVOLATILE  CONTINUING CALIBRATION CHECK

Lab Name: Contract:

Lab Code: Case No.: SAS No.: SDG No.:

Instrument ID: Calibration Date/Time:

Lab File ID:

EPA Sample No.:

GC Column:

Init. Calib. Date(s):

Init. Calib. Time(s):

ID:

COMPOUND RRF RRF040
MIN

RRF
%D MAX%D

CHEMTECH

CHEM P4595 P4595

BNA_F

BF140113.D

SSTDCCC040

DB-UI 0.18 (mm)

10/29/2024 16:01

10/18/2024 10/18/2024

10:27 13:46

TULL02

P4595

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

2-Fluorophenol -5.7 1.278  1.205

Phenol-d6 -7.1 1.655  1.537

Nitrobenzene-d5 6.1 0.361  0.383

Naphthalene -2.0 1.031  1.010

2-Fluorobiphenyl -1.7 1.210  1.189

Acenaphthylene -1.4 1.621  1.599

Acenaphthene 2.5 20.0 1.049  1.075

Fluorene -0.3 1.146  1.142

2,4,6-Tribromophenol 9.6 0.187  0.205

Phenanthrene -3.5 0.945  0.912

Anthracene -2.2 0.922  0.902

Fluoranthene -5.9 20.0 0.955  0.899

Pyrene -4.1 1.751  1.679

Terphenyl-d14 -1.5 1.227  1.209

Benzo(a)anthracene -0.9 1.302  1.290

Chrysene -0.9 1.194  1.183

Benzo(b)fluoranthene -4.4 1.218  1.164

Benzo(k)fluoranthene -2.9 1.051  1.021

Benzo(a)pyrene -1.1 20.0 1.002  0.991

Indeno(1,2,3-cd)pyrene 0.7 1.287  1.296

Dibenzo(a,h)anthracene -0.2 1.073  1.071

Benzo(g,h,i)perylene 1.8 1.072  1.091

     All other compounds must meet a minimum RRF of 0.010.
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