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Daily Analysis Runlog For Sequence/QCBatch ID # VN103124

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 11/4/2024 1:19:34 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN084612.D OkBFB 31 Oct 2024  10:56 JC\MD

2 VSTDICC005 VN084613.D Ok,MVSTDICC005 31 Oct 2024  12:08 JC\MD

3 VSTDICCC020 VN084614.D Ok,MVSTDICCC020 31 Oct 2024  12:32 JC\MD

4 VSTDICC050 VN084615.D Ok,MVSTDICC050 31 Oct 2024  12:56 JC\MD

5 VSTDICC100 VN084616.D Ok,MVSTDICC100 31 Oct 2024  13:20 JC\MD

6 VSTDICC150 VN084617.D Ok,MVSTDICC150 31 Oct 2024  13:44 JC\MD

7 VIBLK VN084618.D OkVIBLK 31 Oct 2024  14:08 JC\MD

8 VSTDICV020 VN084619.D Ok,MICVVN103124 31 Oct 2024  14:42 JC\MD

9 VN1031WBS01 VN084620.D Ok,MVN1031WBS01 31 Oct 2024  15:25 JC\MD

10 VN1031WBSD01 VN084621.D Ok,MVN1031WBSD01 31 Oct 2024  15:49 JC\MD

11 VN1031WBL01 VN084622.D OkVN1031WBL01 31 Oct 2024  16:37 JC\MD

12 P4646-02 VN084623.D TB,pH#6.0 B Ok241030043-05-TRIP-BLANK 31 Oct 2024  17:01 JC\MD

13 P4646-01 VN084624.D pH#9.0 B Ok,M241030069-01-VOA 31 Oct 2024  17:25 JC\MD

14 VIBLK VN084625.D OkVIBLK 31 Oct 2024  17:49 JC\MD

15 VSTDCCC020 VN084626.D Ok,MVSTDCCC020EC 31 Oct 2024  18:13 JC\MD

M : Manual Integration


