
CALIBRATION VERIFICATION SUMMARY

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, Fax : 908 789 

8922

Client Sample No.:

Lab Sample No.: Time Analyzed:

Date Analyzed:

COMPOUND RT
RT WINDOW CALC

AMOUNT(ng)

NOM

AMOUNT(ng)
%D

FROM TO

CCAL01

HSTDCCC750

11/08/2024

18:10

GC Column:

Lab Code:

Contract:

SDG NO.:SAS No.:Case No.:

(mm)ID: Initi. Calib. Date(s):

CHEM

RTX-CLP 0.32

P4722 P4722

11/08/2024 11/08/2024

WALS01

Data File : PS028363.D

P4722

2,4,5-T  9.552  9.452  9.652  708.290  712.500 -0.6

2,4,5-TP(Silvex)  9.260  9.160  9.360  708.980  712.500 -0.5

2,4-D  8.378  8.279  8.479  688.020  705.000 -2.4

2,4-DB  10.129  10.029  10.229  704.320  712.500 -1.1

2,4-DCAA  7.249  7.150  7.350  734.280  750.000 -2.1

DICAMBA  7.438  7.338  7.538  704.230  705.000 -0.1

DICHLORPROP  8.148  8.048  8.248  693.130  705.000 -1.7

Dinoseb  11.344  11.245  11.445  685.490  705.000 -2.8



CALIBRATION VERIFICATION SUMMARY

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, Fax : 908 789 

8922

Client Sample No.:

Lab Sample No.: Time Analyzed:

Date Analyzed:

COMPOUND RT
RT WINDOW CALC

AMOUNT(ng)

NOM

AMOUNT(ng)
%D

FROM TO

CCAL01

HSTDCCC750

11/08/2024

18:10

GC Column:

Lab Code:

Contract:

SDG NO.:SAS No.:Case No.:

(mm)ID: Initi. Calib. Date(s):

CHEM

RTX-CLP2 0.32

P4722 P4722

11/08/2024 11/08/2024

WALS01

Data File : PS028363.D

P4722

2,4,5-T  10.332  10.233  10.433  707.880  712.500 -0.6

2,4,5-TP(Silvex)  9.911  9.811  10.011  707.720  712.500 -0.7

2,4-D  9.004  8.905  9.105  693.210  705.000 -1.7

2,4-DB  10.900  10.800  11.000  705.100  712.500 -1.0

2,4-DCAA  7.754  7.655  7.855  740.460  750.000 -1.3

DICAMBA  7.955  7.856  8.056  710.900  705.000  0.8

DICHLORPROP  8.672  8.573  8.773  696.240  705.000 -1.2

Dinoseb  11.279  11.180  11.380  682.790  705.000 -3.2


