
Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 10/30/2024 8:37:07 AM

PP23795,PP23796,PP23797,PP23798,PP23799,PP23800,PP23801,PP23802,PP23803,PP23804,PP23805,PP23806,PP23807,PP23808,PP23809

,PP23810,PP23811,PP23812,PP23813,PP23814,PP23820,PP23821,PP23822,PP23823,PP23824,PP23815,PP23816,PP23817,PP23818,PP2381

9,PP23825,PP23826,PP23827,PP23828,PP23829,PP23830,PP23831,PP23832,PP23833,PP23834

PP23797,PP23802,PP23807,PP23812,PP23822,PP23817,PP23827,PP23832

PR102924CLP

ECD_R

PR102924

PR102924

Supervise By Supervise OnAnkita 10/30/2024 11:00:57 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Sr # SampleId Data File Name Date-Time Operator Status

1 HEXANE PR068878.D 29 Oct 2024  04:27 AJ\MA Ok

2 AIBLK053 PR068879.D 29 Oct 2024  04:41 AJ\MA Ok

3 AR1660ICC100 PR068880.D 29 Oct 2024  04:56 AJ\MA Ok,M

4 AR1660ICC200 PR068881.D 29 Oct 2024  05:11 AJ\MA Ok

5 AR1660ICC400 PR068882.D 29 Oct 2024  05:25 AJ\MA Ok

6 AR1660ICC800 PR068883.D 29 Oct 2024  05:40 AJ\MA Ok

7 AR1660ICC1600 PR068884.D 29 Oct 2024  05:55 AJ\MA Ok

8 AR1221ICC100 PR068885.D 29 Oct 2024  06:24 AJ\MA Ok,M

9 AR1221ICC200 PR068886.D 29 Oct 2024  06:39 AJ\MA Ok,M

10 AR1221ICC400 PR068887.D 29 Oct 2024  06:53 AJ\MA Ok

11 AR1221ICC800 PR068888.D 29 Oct 2024  07:08 AJ\MA Ok

12 AR1221ICC1600 PR068889.D 29 Oct 2024  07:23 AJ\MA Ok

13 AR1232ICC100 PR068890.D 29 Oct 2024  07:38 AJ\MA Ok,M

14 AR1232ICC200 PR068891.D 29 Oct 2024  07:52 AJ\MA Ok,M

15 AR1232ICC400 PR068892.D 29 Oct 2024  08:07 AJ\MA Ok

16 AR1232ICC800 PR068893.D 29 Oct 2024  08:22 AJ\MA Ok

17 AR1232ICC1600 PR068894.D 29 Oct 2024  08:36 AJ\MA Ok

18 AR1242ICC100 PR068895.D 29 Oct 2024  08:51 AJ\MA Ok

19 AR1242ICC200 PR068896.D 29 Oct 2024  09:06 AJ\MA Ok

20 AR1242ICC400 PR068897.D 29 Oct 2024  09:20 AJ\MA Ok

21 AR1242ICC800 PR068898.D 29 Oct 2024  09:35 AJ\MA Ok



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 10/30/2024 8:37:07 AM

PP23795,PP23796,PP23797,PP23798,PP23799,PP23800,PP23801,PP23802,PP23803,PP23804,PP23805,PP23806,PP23807,PP23808,PP23809

,PP23810,PP23811,PP23812,PP23813,PP23814,PP23820,PP23821,PP23822,PP23823,PP23824,PP23815,PP23816,PP23817,PP23818,PP2381

9,PP23825,PP23826,PP23827,PP23828,PP23829,PP23830,PP23831,PP23832,PP23833,PP23834

PP23797,PP23802,PP23807,PP23812,PP23822,PP23817,PP23827,PP23832

PR102924CLP

ECD_R

PR102924

PR102924

Supervise By Supervise OnAnkita 10/30/2024 11:00:57 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

22 AR1242ICC1600 PR068899.D 29 Oct 2024  09:50 AJ\MA Ok

23 AR1248ICC100 PR068900.D 29 Oct 2024  10:04 AJ\MA Ok

24 AR1248ICC200 PR068901.D 29 Oct 2024  10:19 AJ\MA Ok

25 AR1248ICC400 PR068902.D 29 Oct 2024  10:34 AJ\MA Ok

26 AR1248ICC800 PR068903.D 29 Oct 2024  10:48 AJ\MA Ok

27 AR1248ICC1600 PR068904.D 29 Oct 2024  11:03 AJ\MA Ok

28 AR1254ICC100 PR068905.D 29 Oct 2024  11:18 AJ\MA Ok

29 AR1254ICC200 PR068906.D 29 Oct 2024  11:32 AJ\MA Ok

30 AR1254ICC400 PR068907.D 29 Oct 2024  11:47 AJ\MA Ok

31 AR1254ICC800 PR068908.D 29 Oct 2024  12:02 AJ\MA Ok

32 AR1254ICC1600 PR068909.D 29 Oct 2024  12:16 AJ\MA Ok

33 AR1262ICC100 PR068910.D 29 Oct 2024  12:31 AJ\MA Ok

34 AR1262ICC200 PR068911.D 29 Oct 2024  12:46 AJ\MA Ok

35 AR1262ICC400 PR068912.D 29 Oct 2024  13:01 AJ\MA Ok

36 AR1262ICC800 PR068913.D 29 Oct 2024  13:15 AJ\MA Ok

37 AR1262ICC1600 PR068914.D 29 Oct 2024  13:30 AJ\MA Ok

38 AR1268ICC100 PR068915.D 29 Oct 2024  13:45 AJ\MA Ok

39 AR1268ICC200 PR068916.D 29 Oct 2024  13:59 AJ\MA Ok

40 AR1268ICC400 PR068917.D 29 Oct 2024  14:14 AJ\MA Ok

41 AR1268ICC800 PR068918.D 29 Oct 2024  14:29 AJ\MA Ok

42 AR1268ICC1600 PR068919.D 29 Oct 2024  14:43 AJ\MA Ok

43 AIBLK054 PR068920.D 29 Oct 2024  14:58 AJ\MA Ok

M : Manual Integration



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 11/13/2024 8:36:45 AM

PP23795,PP23796,PP23797,PP23798,PP23799,PP23800,PP23801,PP23802,PP23803,PP23804,PP23805,PP23806,PP23807,PP23808,PP23809

,PP23810,PP23811,PP23812,PP23813,PP23814,PP23820,PP23821,PP23822,PP23823,PP23824,PP23815,PP23816,PP23817,PP23818,PP2381

9,PP23825,PP23826,PP23827,PP23828,PP23829,PP23830,PP23831,PP23832,PP23833,PP23834

PP23797,PP23802,PP23807,PP23812,PP23822,PP23817,PP23827,PP23832

PR102924CLP

ECD_R

PR111224

PR111224

Supervise By Supervise OnAnkita 11/13/2024 10:00:47 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Sr # SampleId Data File Name Date-Time Operator Status

1 HEXANE PR069171.D 12 Nov 2024  09:15 AJ\MA Ok

2 AIBLK071 PR069172.D 12 Nov 2024  09:29 AJ\MA Ok

3 AR1660CCC400 PR069173.D 12 Nov 2024  09:44 AJ\MA Ok

4 PB164864BL PR069174.D 12 Nov 2024  09:59 AJ\MA Ok

5 PB164864BS PR069175.D 12 Nov 2024  10:13 AJ\MA Ok,M

6 P4761-01 PR069176.D 12 Nov 2024  10:28 AJ\MA Ok

7 P4761-02 PR069177.D 12 Nov 2024  10:43 AJ\MA Ok

8 P4761-03 PR069178.D 12 Nov 2024  10:58 AJ\MA Ok

9 P4761-05 PR069179.D 12 Nov 2024  11:12 AJ\MA Ok,M

10 P4761-07 PR069180.D 12 Nov 2024  11:27 AJ\MA Ok

11 P4761-08 PR069181.D 12 Nov 2024  11:42 AJ\MA Ok,M

12 P4761-09 PR069182.D 12 Nov 2024  11:56 AJ\MA Ok,M

13 P4761-10MS PR069183.D 12 Nov 2024  12:11 AJ\MA Ok,M

14 P4761-11MSD PR069184.D 12 Nov 2024  12:26 AJ\MA Ok,M

15 P4761-14 PR069185.D 12 Nov 2024  12:40 AJ\MA Ok

16 P4761-15 PR069186.D 12 Nov 2024  12:55 AJ\MA Ok,M

17 P4761-17 PR069187.D 12 Nov 2024  13:10 AJ\MA Ok,M

18 P4761-18 PR069188.D 12 Nov 2024  13:24 AJ\MA Ok

19 P4761-19 PR069189.D 12 Nov 2024  13:54 AJ\MA Ok,M

20 P4761-20 PR069190.D 12 Nov 2024  14:09 AJ\MA Ok

21 P4761-21 PR069191.D 12 Nov 2024  14:23 AJ\MA Ok



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 11/13/2024 8:36:45 AM

PP23795,PP23796,PP23797,PP23798,PP23799,PP23800,PP23801,PP23802,PP23803,PP23804,PP23805,PP23806,PP23807,PP23808,PP23809

,PP23810,PP23811,PP23812,PP23813,PP23814,PP23820,PP23821,PP23822,PP23823,PP23824,PP23815,PP23816,PP23817,PP23818,PP2381

9,PP23825,PP23826,PP23827,PP23828,PP23829,PP23830,PP23831,PP23832,PP23833,PP23834

PP23797,PP23802,PP23807,PP23812,PP23822,PP23817,PP23827,PP23832

PR102924CLP

ECD_R

PR111224

PR111224

Supervise By Supervise OnAnkita 11/13/2024 10:00:47 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

22 AIBLK072 PR069192.D 12 Nov 2024  14:38 AJ\MA Ok,M

23 AR1660CCC400 PR069193.D 12 Nov 2024  14:53 AJ\MA Ok,M

24 AR1242CCC400 PR069194.D 12 Nov 2024  15:07 AJ\MA Ok

25 AR1248CCC400 PR069195.D 12 Nov 2024  15:22 AJ\MA Ok

26 AR1254CCC400 PR069196.D 12 Nov 2024  15:37 AJ\MA Ok

27 PB164866BL PR069197.D 12 Nov 2024  15:52 AJ\MA Ok

28 PB164866BS PR069198.D 12 Nov 2024  16:06 AJ\MA Ok,M

29 P4724-17 PR069199.D 12 Nov 2024  16:21 AJ\MA Ok

30 P4740-01 PR069200.D 12 Nov 2024  16:36 AJ\MA Ok

31 P4740-02 PR069201.D 12 Nov 2024  16:50 AJ\MA Ok

32 P4740-03 PR069202.D 12 Nov 2024  17:05 AJ\MA Ok

33 P4740-04 PR069203.D 12 Nov 2024  17:20 AJ\MA Ok

34 P4740-05 PR069204.D 12 Nov 2024  17:35 AJ\MA Ok

35 P4740-06 PR069205.D 12 Nov 2024  17:49 AJ\MA Ok

36 P4751-15 PR069206.D 12 Nov 2024  18:04 AJ\MA Ok

37 PB164823BL PR069207.D 12 Nov 2024  18:19 AJ\MA Ok

38 P4724-13 PR069208.D 12 Nov 2024  18:33 AJ\MA Ok

39 P4780-08 PR069209.D 12 Nov 2024  18:48 AJ\MA Ok

40 P4780-09 PR069210.D 12 Nov 2024  19:03 AJ\MA Ok

41 P4780-13 PR069211.D 12 Nov 2024  19:18 AJ\MA Ok

42 P4780-14 PR069212.D 12 Nov 2024  19:32 AJ\MA Ok

43 AIBLK073 PR069213.D 12 Nov 2024  19:47 AJ\MA Ok

44 AR1660CCC400 PR069214.D 12 Nov 2024  20:01 AJ\MA Ok,M



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 11/13/2024 8:36:45 AM

PP23795,PP23796,PP23797,PP23798,PP23799,PP23800,PP23801,PP23802,PP23803,PP23804,PP23805,PP23806,PP23807,PP23808,PP23809

,PP23810,PP23811,PP23812,PP23813,PP23814,PP23820,PP23821,PP23822,PP23823,PP23824,PP23815,PP23816,PP23817,PP23818,PP2381

9,PP23825,PP23826,PP23827,PP23828,PP23829,PP23830,PP23831,PP23832,PP23833,PP23834

PP23797,PP23802,PP23807,PP23812,PP23822,PP23817,PP23827,PP23832

PR102924CLP

ECD_R

PR111224

PR111224

Supervise By Supervise OnAnkita 11/13/2024 10:00:47 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

45 AR1242CCC400 PR069215.D 12 Nov 2024  20:16 AJ\MA Ok

46 AR1248CCC400 PR069216.D 12 Nov 2024  20:31 AJ\MA Ok

47 AR1254CCC400 PR069217.D 12 Nov 2024  20:45 AJ\MA Ok

M : Manual Integration


