
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

414188 687474 622390

103547 171869 155598

CHEM P4822 P4822

VD080038.D

MSVOA_D

RTX-VMS 0.18

11/17/2024

13:28

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) Y

Contract: BAPS03

207094 343737 311195

8.375

7.88 8.78 11.58

9.275 12.081

7.375 8.275 11.081

P4822

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

SOIL-3RE 136518 188207 7.88  8.78  11.58216650

SOIL-4RE 127866 177030 7.88  8.78  11.58209554

VD1117SBL01 193192 302809 7.88  8.78  11.58327480

VD1117SBS01 193786 280607 7.88  8.78  11.58310601

VD1117SBSD01 212267 296184 7.88  8.78  11.58323009

IS1 = Pentafluorobenzene

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT


