
VOLATILE  CONTINUING CALIBRATION CHECK

Lab Name: Contract:

Lab Code: Case No.: SAS No.: SDG No.:

Instrument ID: Calibration Date/Time:

Lab File ID:

GC Column:

Init. Calib. Date(s):

Init. Calib. Time(s):

ID:

COMPOUND RRF RRF050
MIN

RRF
%D MAX%D

CHEMTECH

CHEM P4860 P4860

MSVOA_Y

VY020347.D

RXI-624 0.25 (mm)

11/20/2024 09:34

11/19/2024 11/19/2024

15:49 17:42

CORN02

Heated Purge: (Y/N) Y

P4860

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Dichlorodifluoromethane 13.4 200.5500.485

Chloromethane 0.1 -19.59 200.5910.735

Vinyl Chloride -11.56 200.5890.666

Bromomethane -6.61 200.3110.333

Chloroethane -8.76 200.3540.388

Trichlorofluoromethane 3.35 200.9560.925

1,1,2-Trichlorotrifluoroethane -0.73 200.5470.551

1,1-Dichloroethene -1.47 200.5370.545

Acetone 12.32 200.1550.138

Carbon Disulfide -3.1 201.7811.838

Methyl tert-butyl Ether -3.88 201.3621.417

Methyl Acetate -5.92 200.3020.321

Methylene Chloride -5.15 200.5530.583

trans-1,2-Dichloroethene -3.13 200.5870.606

1,1-Dichloroethane 0.1 -3.92 201.1271.173

Cyclohexane -1.03 201.0611.071

2-Butanone 8.48 200.1920.177

Carbon Tetrachloride 10.96 200.5670.511

cis-1,2-Dichloroethene -0.9 200.6610.667

Bromochloromethane -8.3 200.4530.494

Chloroform -4.24 201.0851.133

1,1,1-Trichloroethane 1.61 201.0110.995

Methylcyclohexane 9.3 200.6700.613

Benzene 2.44 201.4701.435

1,2-Dichloroethane 3.36 200.4000.387

Trichloroethene 1.47 200.3450.340

1,2-Dichloropropane 1.46 200.3470.342

Bromodichloromethane 2.07 200.4940.484

4-Methyl-2-Pentanone 3.62 200.2290.221

Toluene 1.71 200.8920.877

t-1,3-Dichloropropene 1.75 200.4660.458

cis-1,3-Dichloropropene 4.96 200.5500.524

1,1,2-Trichloroethane -3.43 200.2250.233

2-Hexanone 12.1 200.1760.157

Dibromochloromethane 1.67 200.3050.300

1,2-Dibromoethane -3.24 200.2090.216

Tetrachloroethene 0.83 200.3630.360

Chlorobenzene 0.3 -0.09 201.1141.115

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.
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Heated Purge: (Y/N) Y

P4860

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Ethyl Benzene 2.92 202.1172.057

m/p-Xylenes 3.91 200.7700.741

o-Xylene 3.27 200.7260.703

Styrene 4.37 201.2181.167

Bromoform 0.1 3.09 200.2000.194

Isopropylbenzene 3.09 204.3674.236

1,1,2,2-Tetrachloroethane 0.3 -2.77 200.6660.685

1,3-Dichlorobenzene -2.84 201.7431.794

1,4-Dichlorobenzene -0.35 201.7081.714

1,2-Dichlorobenzene -0.13 201.4931.495

1,2-Dibromo-3-Chloropropane -2.68 200.1090.112

1,2,4-Trichlorobenzene 5.53 200.9540.904

1,2,3-Trichlorobenzene 2.72 200.7940.773

1,2-Dichloroethane-d4 -1.57 200.5650.574

Dibromofluoromethane -4.67 200.3060.321

Toluene-d8 -1.35 201.2461.263

4-Bromofluorobenzene 0.74 200.4090.406

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.


