
Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

Abdul 10/29/2024 9:09:59 AM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102824 8081

ECD_L

PL102824

PL102824

Supervise By Supervise OnAnkita 10/29/2024 10:02:30 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Sr # SampleId Data File Name Date-Time Operator Status

1 HEXANE PL092651.D 28 Oct 2024  13:41 AR\AJ Ok

2 I.BLK PL092652.D 28 Oct 2024  13:55 AR\AJ Ok

3 PEM PL092653.D 28 Oct 2024  14:16 AR\AJ Ok,M

4 RESCHK PL092654.D 28 Oct 2024  14:29 AR\AJ Ok

5 PSTDICC100 PL092655.D 28 Oct 2024  14:43 AR\AJ Ok

6 PSTDICC075 PL092656.D 28 Oct 2024  14:56 AR\AJ Ok

7 PSTDICC050 PL092657.D 28 Oct 2024  15:09 AR\AJ Ok

8 PSTDICC025 PL092658.D 28 Oct 2024  15:23 AR\AJ Ok

9 PSTDICC005 PL092659.D 28 Oct 2024  15:36 AR\AJ Ok,M

10 PCHLORICC1000 PL092660.D 28 Oct 2024  15:49 AR\AJ Ok

11 PCHLORICC750 PL092661.D 28 Oct 2024  16:03 AR\AJ Ok

12 PCHLORICC500 PL092662.D 28 Oct 2024  16:16 AR\AJ Ok

13 PCHLORICC250 PL092663.D 28 Oct 2024  16:30 AR\AJ Ok

14 PCHLORICC050 PL092664.D 28 Oct 2024  16:43 AR\AJ Ok

15 PTOXICC1000 PL092665.D 28 Oct 2024  16:56 AR\AJ Ok

16 PTOXICC750 PL092666.D 28 Oct 2024  17:10 AR\AJ Ok

17 PTOXICC500 PL092667.D 28 Oct 2024  17:23 AR\AJ Ok

18 PTOXICC250 PL092668.D 28 Oct 2024  17:37 AR\AJ Ok

19 PTOXICC100 PL092669.D 28 Oct 2024  17:50 AR\AJ Ok,M

20 PSTDICV050 PL092670.D 28 Oct 2024  18:03 AR\AJ Ok

21 PCHLORICV500 PL092671.D 28 Oct 2024  18:30 AR\AJ Ok



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

Abdul 10/29/2024 9:09:59 AM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

pl102824 8081

ECD_L

PL102824

PL102824

Supervise By Supervise OnAnkita 10/29/2024 10:02:30 AM

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

22 PTOXICV500 PL092672.D 28 Oct 2024  18:57 AR\AJ Ok

23 I.BLK PL092673.D 28 Oct 2024  19:24 AR\AJ Ok

24 PEM PL092674.D 28 Oct 2024  19:37 AR\AJ Ok,M

25 PSTDCCC050 PL092675.D 28 Oct 2024  19:51 AR\AJ Ok,M

26 PB164460BL PL092676.D 28 Oct 2024  20:04 AR\AJ Ok,M

27 PB164460BS PL092677.D 28 Oct 2024  20:17 AR\AJ Ok,M

28 P4575-01 PL092678.D 28 Oct 2024  20:31 AR\AJ Ok,M

29 P4566-01 PL092679.D 28 Oct 2024  20:44 AR\AJ Ok,M

30 P4567-01 PL092680.D 28 Oct 2024  20:57 AR\AJ Ok,M

31 P4567-05 PL092681.D 28 Oct 2024  21:11 AR\AJ Ok

32 P4567-09 PL092682.D 28 Oct 2024  21:24 AR\AJ Ok,M

33 P4574-01 PL092683.D 28 Oct 2024  21:38 AR\AJ Ok,M

34 P4574-04 PL092684.D 28 Oct 2024  21:51 AR\AJ Ok,M

35 P4577-01 PL092685.D 28 Oct 2024  22:04 AR\AJ Ok,M

36 P4561-01 PL092686.D 28 Oct 2024  22:18 AR\AJ Ok,M

37 P4561-01MS PL092687.D 28 Oct 2024  22:31 AR\AJ Ok,M

38 P4561-01MSD PL092688.D 28 Oct 2024  22:44 AR\AJ Ok,M

39 P4561-05 PL092689.D 28 Oct 2024  22:58 AR\AJ Ok,M

40 I.BLK PL092690.D 28 Oct 2024  23:11 AR\AJ Ok,M

41 PSTDCCC050 PL092691.D 29 Oct 2024  00:32 AR\AJ Ok,M

M : Manual Integration



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 11/19/2024 9:13:18 AM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

PL102824

ECD_L

PL111824

PL111824

Supervise By Supervise On

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Sr # SampleId Data File Name Date-Time Operator Status

1 HEXANE PL093097.D 18 Nov 2024  09:19 AR\AJ Ok

2 I.BLK PL093098.D 18 Nov 2024  09:32 AR\AJ Ok

3 PEM PL093099.D 18 Nov 2024  09:46 AR\AJ Ok,NS

4 PSTDCCC050 PL093100.D 18 Nov 2024  09:59 AR\AJ Ok

5 PB164992BL PL093101.D 18 Nov 2024  10:12 AR\AJ Ok

6 P4848-01 PL093102.D 18 Nov 2024  10:25 AR\AJ Ok,NS

7 PB165046BL PL093103.D 18 Nov 2024  11:33 AR\AJ Ok

8 PB165046BS PL093104.D 18 Nov 2024  11:46 AR\AJ Not Ok

9 P4860-01 PL093105.D 18 Nov 2024  12:00 AR\AJ Not Ok

10 P4860-02 PL093106.D 18 Nov 2024  12:13 AR\AJ Not Ok

11 P4860-03 PL093107.D 18 Nov 2024  12:26 AR\AJ Ok,NS

12 P4860-04 PL093108.D 18 Nov 2024  12:39 AR\AJ Ok,NS

13 P4860-05 PL093109.D 18 Nov 2024  12:52 AR\AJ Ok,NS

14 I.BLK PL093110.D 18 Nov 2024  13:05 AR\AJ Ok

15 PEM PL093111.D 18 Nov 2024  13:19 AR\AJ Ok,NS

16 PSTDCCC050 PL093112.D 18 Nov 2024  13:32 AR\AJ Ok

17 P4860-06 PL093113.D 18 Nov 2024  13:45 AR\AJ Ok,NS

18 P4860-07 PL093114.D 18 Nov 2024  13:58 AR\AJ Not Ok

19 P4860-08 PL093115.D 18 Nov 2024  14:11 AR\AJ Not Ok

20 P4860-08MS PL093116.D 18 Nov 2024  14:24 AR\AJ Not Ok

21 P4860-08MSD PL093117.D 18 Nov 2024  14:38 AR\AJ Not Ok



Instrument ID:

Daily Analysis Runlog For Sequence/QCBatch ID #

STD. NAME STD REF.#

Review By Review On

Tune/Reschk

Initial Calibration Stds

CCC

SubDirectory

Internal Standard/PEM

HP Acquire Method

ICV/I.BLK

HP Processing Method

yogesh 11/19/2024 9:13:18 AM

PP23793,PP23517

PP23673,PP23674,PP23675,PP23676,PP23677,PP23678,PP23679,PP23680,PP23681,PP23682,PP23683

PP23686,PP23690,PP23695

PP23687,PP23693,PP23698

PL102824

ECD_L

PL111824

PL111824

Supervise By Supervise On

Surrogate Standard

MS/MSD Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

22 P4860-09 PL093118.D 18 Nov 2024  14:51 AR\AJ Not Ok

23 P4860-10 PL093119.D 18 Nov 2024  15:04 AR\AJ Not Ok

24 P4869-01 PL093120.D 18 Nov 2024  15:17 AR\AJ Ok,NS

25 P4887-01 PL093121.D 18 Nov 2024  15:30 AR\AJ Ok,NS

26 P4887-05 PL093122.D 18 Nov 2024  15:43 AR\AJ Ok,NS

27 P4889-01 PL093123.D 18 Nov 2024  15:56 AR\AJ Dilution

28 P4889-03 PL093124.D 18 Nov 2024  16:10 AR\AJ Ok,NS

29 P4889-05 PL093125.D 18 Nov 2024  16:23 AR\AJ Not Ok

30 PB165053BL PL093126.D 18 Nov 2024  16:36 AR\AJ Ok

31 PB165053BS PL093127.D 18 Nov 2024  16:49 AR\AJ Ok,NS

32 PB165019TB PL093128.D 18 Nov 2024  17:02 AR\AJ Ok

33 P4861-01 PL093129.D 18 Nov 2024  17:16 AR\AJ Ok

34 P4861-01MS PL093130.D 18 Nov 2024  17:29 AR\AJ Ok,NS

35 P4861-01MSD PL093131.D 18 Nov 2024  17:42 AR\AJ Ok,NS

36 P4871-01 PL093132.D 18 Nov 2024  17:55 AR\AJ Ok

37 I.BLK PL093133.D 18 Nov 2024  18:08 AR\AJ Ok

38 PSTDCCC050 PL093134.D 18 Nov 2024  18:21 AR\AJ Ok

M : Manual Integration


