
CALIBRATION VERIFICATION SUMMARY

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

RTTOFROMRTRT
COMPOUND

DIFFRT WINDOWAVG CCAL

(mm)0.32ID:RT-U PlotGC Column:

Continuing Calib Time:

Continuing Calib Date:

Lab Code:

Contract:

SDG NO.:SAS No.:Case No.:

Initial Calibration Time(s):

Initial Calibration Date(s):

CHEM P4873 P4873

11/19/2024

11:33

11/19/2024

10:21

11/19/2024

10:57

EAEN05

P4873

Ethane  1.70  1.74  1.64  1.84  0.04

Ethylene  1.64  1.67  1.57  1.77  0.03

Methane  1.31  1.32  1.22  1.42  0.01


