
VOLATILE  CONTINUING CALIBRATION CHECK

Lab Name: Contract:

Lab Code: Case No.: SAS No.: SDG No.:

Instrument ID: Calibration Date/Time:

Lab File ID:

GC Column:

Init. Calib. Date(s):

Init. Calib. Time(s):

ID:

COMPOUND RRF RRF050
MIN

RRF
%D MAX%D

CHEMTECH

CHEM P4892 P4892

MSVOA_Y

VY020373.D

RXI-624 0.25 (mm)

11/21/2024 09:25

11/19/2024 11/19/2024

15:49 17:42

PORT06

Heated Purge: (Y/N) Y

P4892

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Dichlorodifluoromethane 14.23 200.5540.485

Chloromethane 0.1 -21.36 200.5780.735

Vinyl Chloride -14.86 200.5670.666

Bromomethane -8.71 200.3040.333

Chloroethane -13.66 200.3350.388

Trichlorofluoromethane 4 200.9620.925

1,1,2-Trichlorotrifluoroethane -3.27 200.5330.551

1,1-Dichloroethene -2.75 200.5300.545

Acetone 18.12 200.1630.138

Carbon Disulfide -4.68 201.7521.838

Methyl tert-butyl Ether 2.12 201.4471.417

Methyl Acetate 1.87 200.3270.321

Methylene Chloride -2.74 200.5670.583

trans-1,2-Dichloroethene -4.13 200.5810.606

1,1-Dichloroethane 0.1 -3.92 201.1271.173

Cyclohexane -5.04 201.0171.071

2-Butanone 15.25 200.2040.177

Carbon Tetrachloride 12.92 200.5770.511

cis-1,2-Dichloroethene 0 200.6670.667

Bromochloromethane -6.68 200.4610.494

Chloroform -2.82 201.1011.133

1,1,1-Trichloroethane 4.72 201.0420.995

Methylcyclohexane 3.1 200.6320.613

Benzene 3.07 201.4791.435

1,2-Dichloroethane 9.3 200.4230.387

Trichloroethene 2.35 200.3480.340

1,2-Dichloropropane 1.75 200.3480.342

Bromodichloromethane 5.16 200.5090.484

4-Methyl-2-Pentanone 10.41 200.2440.221

Toluene 3.19 200.9050.877

t-1,3-Dichloropropene 4.8 200.4800.458

cis-1,3-Dichloropropene 6.68 200.5590.524

1,1,2-Trichloroethane 1.29 200.2360.233

2-Hexanone 17.83 200.1850.157

Dibromochloromethane 6.67 200.3200.300

1,2-Dibromoethane 2.32 200.2210.216

Tetrachloroethene 0.56 200.3620.360

Chlorobenzene 0.3 -0.72 201.1071.115

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.
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Ethyl Benzene 2.24 202.1032.057

m/p-Xylenes 2.97 200.7630.741

o-Xylene 2.85 200.7230.703

Styrene 5.48 201.2311.167

Bromoform 0.1 9.79 200.2130.194

Isopropylbenzene 0.21 204.2454.236

1,1,2,2-Tetrachloroethane 0.3 2.04 200.6990.685

1,3-Dichlorobenzene -2.4 201.7511.794

1,4-Dichlorobenzene -0.88 201.6991.714

1,2-Dichlorobenzene 1.2 201.5131.495

1,2-Dibromo-3-Chloropropane 0 200.1120.112

1,2,4-Trichlorobenzene 1.99 200.9220.904

1,2,3-Trichlorobenzene -0.65 200.7680.773

1,2-Dichloroethane-d4 4.18 200.5980.574

Dibromofluoromethane -1.56 200.3160.321

Toluene-d8 -1.66 201.2421.263

4-Bromofluorobenzene 2.22 200.4150.406

All other compounds must meet a minimum RRF of 0.010.

RRF of 1,4-Dioxane = Value should be divide by 1000.


