
Instrument ID: GC Column: ID:

Lab File ID: Time Analyzed:

EPA Sample No.: Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

SEMIVOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

8C 

IS4 (PHN)

AREA #
RT #

IS5 (CRY)

AREA #
RT #

IS6 (PRY)

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

CHEM P5021 P5021

EPA SAMPLE NO.

(mm)

SSTDCCC040

BF140681.D

BNA_F

12/02/2024

10:22

DB-UI 0.18

321182 11.398 183379 14.063 159952 15.58

642364 11.898 366758 14.563 319904 16.08

160591 10.898 91689.5 15.087997613.563

P5021

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

01 PB165296BL 307927 198812 157266 11.40  14.07  15.60

02 PB165296BS 351850 225717 182835 11.40  14.06  15.58

03 PB165296BSD 364189 185704 166131 11.40  14.06  15.57

04 MW-06 343851 220062 186765 11.40  14.05  15.55

05 MW-11 321567 192319 156519 11.40  14.05  15.57

06 MW-13 319066 197195 158239 11.40  14.05  15.57

IS4 (PHN) = Phenanthrene-d10

IS5 (CRY) = Chrysene-d12

IS6 (PRY) = Perylene-d12

RT UPPER LIMIT = -0.50 minutes of internal standard RT

RT UPPER LIMIT = +0.50 minutes of internal standard RT

AREA LOWER LIMIT = -50% of internal standard area

AREA UPPER LIMIT = +100% of internal standard area

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

Form VIII SV-1


