
rteres
                                                      Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_G\Data\FG120224\
  Data File : FG014915.D                                          
  Signal(s) : FID1A.ch
  Acq On    : 02 Dec 2024  16:12
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_G\Method\FG112024.M
  Title     :  

  Signal    : FID1A.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  2.053   2.021   2.127  PB   652851   6484191  95.87%  6.171%
   2  4.568   4.532   4.623  BB   672063   6667420  98.58%  6.346%
   3  6.740   6.704   6.792  BB   669063   6763161  99.99%  6.437%
   4  8.572   8.535   8.611  BB   619131   6639240  98.16%  6.319%
   5 10.183  10.145  10.240  BB   625223   6656293  98.41%  6.335%
 
   6 11.630  11.538  11.675  BB   597324   6763732 100.00%  6.437%
   7 12.942  12.892  12.995  BB   557413   6645449  98.25%  6.325%
   8 14.142  14.060  14.195  BB   500741   6443658  95.27%  6.133%
   9 15.043  15.000  15.110  BBA  429476   5829821  86.19%  5.549%
  10 15.247  15.192  15.301  BB   502691   6330559  93.60%  6.025%
 
  11 16.270  16.211  16.311  BB   473395   6172363  91.26%  5.875%
  12 17.220  17.139  17.277  BB   460569   6017015  88.96%  5.727%
  13 18.109  18.030  18.145  BB   415604   5904426  87.30%  5.620%
  14 18.941  18.568  18.984  BV   408020   5586464  82.59%  5.317%
  15 19.726  19.449  19.790  BV   354091   4957789  73.30%  4.719%
 
  16 20.464  20.425  20.502  PV   270295   3969475  58.69%  3.778%
  17 21.212  21.161  21.262  VV   203255   3576548  52.88%  3.404%
  18 22.147  22.042  22.226  VV   138729   3660712  54.12%  3.484%
                        Sum of corrected areas:   105068317 
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