
rteres
                                                      Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_G\Data\FG120224\
  Data File : FG014922.D                                          
  Signal(s) : FID1A.ch
  Acq On    : 02 Dec 2024  19:31
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_G\Method\FG112024.M
  Title     :  

  Signal    : FID1A.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  2.053   2.017   2.121  BB   651982   6615641  95.24%  6.157%
   2  4.567   4.521   4.627  BB   680184   6801502  97.91%  6.330%
   3  6.740   6.700   6.790  BB   693238   6917023  99.58%  6.438%
   4  8.572   8.536   8.614  BB   631304   6809689  98.03%  6.338%
   5 10.183  10.143  10.235  BB   619549   6839517  98.46%  6.365%
 
   6 11.630  11.589  11.680  BB   591570   6946482 100.00%  6.465%
   7 12.942  12.902  12.994  BB   568315   6831968  98.35%  6.358%
   8 14.143  14.071  14.187  BB   512919   6614044  95.21%  6.156%
   9 15.044  15.000  15.110  BBA  439769   5976607  86.04%  5.562%
  10 15.248  15.175  15.296  BB   508360   6494395  93.49%  6.044%
 
  11 16.270  16.200  16.320  BB   490433   6323102  91.03%  5.885%
  12 17.220  17.120  17.276  BB   453604   6151227  88.55%  5.725%
  13 18.107  18.024  18.150  VV   414655   6056342  87.19%  5.637%
  14 18.942  18.894  18.987  VV   402326   5727924  82.46%  5.331%
  15 19.724  19.681  19.772  VV   335666   4935488  71.05%  4.593%
 
  16 20.462  20.401  20.505  BV   270450   4082947  58.78%  3.800%
  17 21.211  21.157  21.257  VV   197724   3729216  53.68%  3.471%
  18 22.144  22.086  22.204  VV   141707   3595380  51.76%  3.346%
                        Sum of corrected areas:   107448494 
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