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P5

Chk Standard

MP83500,MP83507,MP83505,MP83504,MP83503,MP83502,MP83501

MP83508

MP83511
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Fax : 908 789 8922

StatusCommentQcTypeSampleIdSr # ClientID Date Operator

1 S0 S0 CAL1 12/30/24 18:31 OKKareem

2 S1 S01 CAL2 12/30/24 18:36 OKKareem

3 S2 S02 CAL3 12/30/24 18:40 OKKareem

4 S3 S03 CAL4 12/30/24 18:44 OKKareem

5 S4 S04 CAL5 12/30/24 18:47 OKKareem

6 S5 S05 CAL6 12/30/24 18:51 OKKareem

7 S6 S06 CAL7 12/30/24 18:55 OKKareem

8 ICV005 ICV005 ICV 12/30/24 19:07 Inst. paused for calibration 

review

OKKareem

9 ICB005 ICB005 ICB 12/30/24 19:11 OKKareem

10 ICSA005 ICSA005 ICSA 12/30/24 19:15 OKKareem

11 ICSAB005 ICSAB005 ICSAB 12/30/24 19:50 Inst. paused for review OKKareem

12 CCV049 CCV049 CCV 12/30/24 19:54 OKKareem

13 CCB049 CCB049 CCB 12/30/24 19:58 OKKareem

14 P5027-07DL MBHK19 SAM 12/30/24 20:02 2x for Ca ConfirmsKareem

15 P5027-13DL MBHK23 SAM 12/30/24 20:06 2x for Ca ConfirmsKareem

16 P5027-14DL MBHK24 SAM 12/30/24 20:10 2x for Ca ConfirmsKareem

17 P5027-15DL MBHK25 SAM 12/30/24 20:14 2x for Ca ConfirmsKareem

18 P5027-17DL MBHK27 SAM 12/30/24 20:17 2x for Ca, Still Ca high DilutionKareem
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19 P5030-10DL MBHK48 SAM 12/30/24 20:21 2x for Ca ConfirmsKareem

20 P5030-11DL MBHK49 SAM 12/30/24 20:25 2x for Ca,Mg, Still Ca high DilutionKareem

21 P5030-12DL MBHK50 SAM 12/30/24 20:29 2x for Ca,Mg, Still Ca high DilutionKareem

22 P5032-05DL MBHK59 SAM 12/30/24 20:33 2x for Ca ConfirmsKareem

23 P5032-06DL MBHK60 SAM 12/30/24 20:37 2x for Ca,Mn ConfirmsKareem

24 P5032-07DL MBHK61 SAM 12/30/24 20:41 2x for Ca ConfirmsKareem

25 P5038-08DL MBHK88 SAM 12/30/24 20:45 Not Use Not OkKareem

26 P5038-15DL MBHKA6 SAM 12/30/24 20:49 2x for Ca,Mg, Still Ca high DilutionKareem

27 P5038-16DL MBHKA7 SAM 12/30/24 20:52 2x for Ca ConfirmsKareem

28 P5038-17DL MBHKA8 SAM 12/30/24 20:56 2x for Ca,Mg, Still Ca high DilutionKareem

29 P5038-18DL MBHKA9 SAM 12/30/24 21:00 2x for Ca ConfirmsKareem

30 P5266-18DL ME2903 SAM 12/30/24 21:04 2x for Fe ConfirmsKareem

31 P5259-12DL ME28X6 SAM 12/30/24 21:08 2x for Ca ConfirmsKareem

32 P5259-14DL ME28X8 SAM 12/30/24 21:12 2x for Ca ConfirmsKareem

33 P5259-20DL ME28Y4 SAM 12/30/24 21:16 2x for Ca ConfirmsKareem

34 CCV050 CCV050 CCV 12/30/24 21:20 OKKareem

35 CCB050 CCB050 CCB 12/30/24 21:23 OKKareem

36 P5259-21DL ME28Y5 SAM 12/30/24 21:27 2x for Ca ConfirmsKareem

37 P5156-02DL ME28Q7 SAM 12/30/24 21:31 2x for Ca ConfirmsKareem

38 P5156-03DL ME28Q8 SAM 12/30/24 21:35 2x for Ca ConfirmsKareem
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39 P5156-08DL ME28T4 SAM 12/30/24 21:39 2x for Ca ConfirmsKareem

40 P5156-10DL ME28T6 SAM 12/30/24 21:43 2x for Ca ConfirmsKareem

41 P5156-11DL ME28T7 SAM 12/30/24 21:47 2x for Ca ConfirmsKareem

42 P5156-12DL ME28T8 SAM 12/30/24 21:50 2x for Ca ConfirmsKareem

43 P5156-13DL ME28T9 SAM 12/30/24 21:54 2x for Ca,Fe ConfirmsKareem

44 P5156-14DL ME28W0 SAM 12/30/24 21:58 2x for Fe ConfirmsKareem

45 P5156-15DL ME28W1 SAM 12/30/24 22:02 2x for Fe ConfirmsKareem

46 P5156-16DL ME28W2 SAM 12/30/24 22:06 2x for Fe ConfirmsKareem

47 P5156-17DL ME28W2D DUP 12/30/24 22:09 2x for Fe ConfirmsKareem

48 P5156-16LDL ME28W2L SD 12/30/24 22:13 10x for Fe ConfirmsKareem

49 P5156-18DL ME28W2S MS 12/30/24 22:17 2x for Fe ConfirmsKareem

50 P5156-21DL ME28W5 SAM 12/30/24 22:21 Not Use Not OkKareem

51 P5156-22DL ME28W6 SAM 12/30/24 22:25 2x for Fe ConfirmsKareem

52 PB165326BL PBS326 MB 12/30/24 22:28 Not Use Not OkKareem

53 PB165326BS LCS326 LCS 12/30/24 22:32 Not Use Not OkKareem

54 P5027-10A MBHK22A PS 12/30/24 22:36 PS for Se,Tl,Zn OKKareem

55 P5030-04A MBHK44A PS 12/30/24 22:40 PS For As,Tl-(As-0.0054ml 

m5801,Tl-0.05 ml 

mp83836-10 ml 

Sample)-10ml Sample

OKKareem

56 CCV051 CCV051 CCV 12/30/24 22:44 OKKareem
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57 CCB051 CCB051 CCB 12/30/24 22:48 OKKareem

58 P5032-18A MBHK72A PS 12/30/24 22:52 PS For Cu,Se,Tl -

(0.0038ml m5751,0.019ml 

mp83726,0.05 ml mp83836 

- 10ml Sample)

OKKareem

59 P5036-07A MBHKF8A PS 12/30/24 22:56 PS For Pb,Tl-(0.0023ml 

m6025,0.05ml mp83836-10 

ml Sample)

OKKareem

60 P5038-02A MBHK84A PS 12/30/24 22:59 PS For Tl-0.05ml mp83836 

- 10ml Sample

OKKareem

61 P5169-04 MJNLH4 SAM 12/30/24 23:03 OKKareem

62 P5169-05 MJNLH4D DUP 12/30/24 23:07 OKKareem

63 P5169-04L MJNLH4L SD 12/30/24 23:11 OKKareem

64 P5169-06 MJNLH4S MS 12/30/24 23:15 MS fail for Ba (714.33 ppb) 

& Ag,Se,Cd,Cr (Below RL)

OKKareem

65 PB165673BL PBW673 MB 12/30/24 23:23 OKKareem

66 PB165673BS LCS673 LCS 12/30/24 23:27 OKKareem

67 P5035-05DL MBHKM6 SAM 12/30/24 23:31 Not Use Not OkKareem

68 P5035-06DL MBHKM7 SAM 12/30/24 23:35 2X For Ca ConfirmsKareem

69 P5035-07DL MBHKM8 SAM 12/30/24 23:39 2X For Ca ConfirmsKareem

70 P5035-20DL MBHKN9 SAM 12/30/24 23:43 Not Use Not OkKareem

71 P5035-08A MBHKM9A PS 12/30/24 23:47 PS For Tl - 0.05ml 

mp83836-10ml Sample

OKKareem

72 P5266-19 ME28Y9D DUP 12/30/24 23:51 NOT USE Not OkKareem

73 CCV052 CCV052 CCV 12/30/24 23:54 OKKareem
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74 CCB052 CCB052 CCB 12/30/24 23:58 OKKareem


