
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

357056 559588 490298

89264 139897 122575

CHEM P5088 P5088

VN085084.D

MSVOA_N

RXI-624 0.25

12/04/2024

09:51

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) N

Contract: ROYF02

178528 279794 245149

8.724

8.22 9.09 11.87

9.594 12.365

7.724 8.594 11.365

P5088

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

UNIT-51-FS-SW001-01 146135 222417 8.22  9.10  11.87265068

UNIT-51-RS-SW001-01 148273 226427 8.22  9.10  11.87269634

UNIT-51-RS-SW001-01MS 158332 227124 8.22  9.10  11.87259564

UNIT-51-RS-SW001-01MSD 160452 236037 8.22  9.10  11.87266631

UNIT-51-RS-SW001-02 148763 218483 8.22  9.10  11.86268302

VN1204WBL01 155240 231756 8.22  9.10  11.87271880

VN1204WBS01 163110 232064 8.22  9.10  11.87267469

IS1 = Pentafluorobenzene

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT


