
rteres
                                                      Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_G\Data\FG120624\
  Data File : FG014925.D                                          
  Signal(s) : FID1A.ch
  Acq On    : 06 Dec 2024  10:50
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_G\Method\FG112024.M
  Title     :  

  Signal    : FID1A.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  2.052   2.021   2.130  BV   563287   5537513  89.41%  5.646%
   2  4.566   4.523   4.640  BB   624859   6147118  99.25%  6.267%
   3  6.739   6.705   6.801  BB   603125   6191371  99.96%  6.312%
   4  8.571   8.523   8.634  BB   587375   6182364  99.82%  6.303%
   5 10.182  10.139  10.241  BB   560567   6141739  99.16%  6.262%
 
   6 11.629  11.532  11.676  BB   532199   6193567 100.00%  6.315%
   7 12.941  12.859  12.985  BB   516407   6179450  99.77%  6.300%
   8 14.142  14.104  14.183  VB   485196   5898419  95.23%  6.014%
   9 15.043  15.000  15.074  BV   395681   5248752  84.75%  5.351%
  10 15.247  15.173  15.310  BB   453409   5773619  93.22%  5.887%
 
  11 16.269  16.199  16.330  BB   438357   5621581  90.76%  5.732%
  12 17.221  17.070  17.290  BB   403741   5529274  89.27%  5.637%
  13 18.109  18.035  18.152  BB   409832   5615853  90.67%  5.726%
  14 18.941  18.874  19.006  BB   392297   5470671  88.33%  5.578%
  15 19.726  19.662  19.796  BB   355071   5052909  81.58%  5.152%
 
  16 20.466  20.400  20.508  BV   312561   4403166  71.09%  4.489%
  17 21.214  21.140  21.290  BB   214887   3785413  61.12%  3.859%
  18 22.148  22.061  22.276  BV   124966   3108409  50.19%  3.169%
                        Sum of corrected areas:    98081189 
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