
rteres
                                                      Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_G\Data\FG120924\
  Data File : FG014940.D                                          
  Signal(s) : FID1A.ch
  Acq On    : 09 Dec 2024  11:29
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_G\Method\FG112024.M
  Title     :  

  Signal    : FID1A.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  2.052   2.015   2.135  BB   460018   4924988  81.34%  4.924%
   2  4.567   4.532   4.630  BB   594542   5911782  97.63%  5.910%
   3  6.739   6.705   6.796  BB   601811   6000319  99.10%  5.999%
   4  8.571   8.538   8.625  BB   597178   5999183  99.08%  5.998%
   5 10.184  10.134  10.231  BB   549977   5969196  98.58%  5.968%
 
   6 11.630  11.581  11.675  BB   521834   6033358  99.64%  6.032%
   7 12.943  12.901  13.001  BB   504207   6055105 100.00%  6.053%
   8 14.142  14.106  14.185  VB   470988   5820440  96.12%  5.819%
   9 15.044  15.000  15.075  BV   374925   5183554  85.61%  5.182%
  10 15.249  15.184  15.305  BB   464147   5751935  94.99%  5.750%
 
  11 16.271  16.200  16.320  BB   422972   5676308  93.74%  5.675%
  12 17.222  17.138  17.288  BB   413034   5668476  93.61%  5.667%
  13 18.111  18.030  18.152  PB   424231   5881145  97.13%  5.880%
  14 18.945  18.880  19.004  BB   418215   5828611  96.26%  5.827%
  15 19.727  19.661  19.788  BV   385521   5505436  90.92%  5.504%
 
  16 20.467  20.400  20.508  BV   350770   4982262  82.28%  4.981%
  17 21.216  21.162  21.281  PV   261969   4575596  75.57%  4.574%
  18 22.150  22.067  22.251  VV   170081   4259681  70.35%  4.259%
                        Sum of corrected areas:   100027375 
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