
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

294998 455934 384980

73749.5 113984 96245

CHEM P5112 P5112

VY020528.D

MSVOA_Y

RXI-624 0.25

12/06/2024

10:54

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) Y

Contract: TULL02

147499 227967 192490

8.213

7.71 8.62 11.42

9.122 11.92

7.213 8.122 10.92

P5112

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

10TH-ST-SOIL 150239 189172 7.72  8.62  11.43255398

VY1206SBL01 155816 218185 7.72  8.62  11.42263214

VY1206SBS01 137074 186835 7.72  8.62  11.42217851

VY1206SBSD01 134587 188190 7.71  8.62  11.42216718

IS1 = Pentafluorobenzene

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT


