
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 11/21/2024 9:44:50 AM

VP131686,VP131690

VP131716,VP131717,VP131718,VP131719,VP131720,VP131721

VP131691

VP131722

82X112124W.MVX112124

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX112124

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 11/22/2024 3:34:00 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX043915.D Not OkBFB 20 Nov 2024  15:43 JC/MD

2 VSTDICC001 VX043916.D %D failed for Comp. 

#71,74,90,92 in 01 PPB

Not OkVSTDICC001 20 Nov 2024  16:11 JC/MD

3 VSTDICC005 VX043917.D %D failed for Comp. #81 in 05 

PPB

Not OkVSTDICC005 20 Nov 2024  16:57 JC/MD

4 VSTDICC020 VX043918.D Not OkVSTDICC020 20 Nov 2024  17:20 JC/MD

5 VSTDICCC050 VX043919.D Not OkVSTDICC050 20 Nov 2024  17:43 JC/MD

6 VSTDICC100 VX043920.D Not OkVSTDICC100 20 Nov 2024  18:06 JC/MD

7 VSTDICC150 VX043921.D Not OkVSTDICC150 20 Nov 2024  18:30 JC/MD

8 IBLK VX043922.D Not OkIBLK 20 Nov 2024  18:53 JC/MD

9 VSTDICV050 VX043923.D Failed Not OkICVVX112124 20 Nov 2024  19:16 JC/MD

10 BFB VX043924.D OkBFB 21 Nov 2024  08:51 JC/MD

11 VSTDICC001 VX043925.D %D failed for Comp. #71 in 01 

PPB

Ok,MVSTDICC001 21 Nov 2024  09:47 JC/MD

12 VSTDICC005 VX043926.D QR- 58,71 Ok,MVSTDICC005 21 Nov 2024  10:14 JC/MD

13 VSTDICC020 VX043927.D Ok,MVSTDICC020 21 Nov 2024  10:37 JC/MD

14 VSTDICCC050 VX043928.D Ok,MVSTDICCC050 21 Nov 2024  11:17 JC/MD

15 VSTDICC100 VX043929.D Ok,MVSTDICC100 21 Nov 2024  11:40 JC/MD

16 VSTDICC150 VX043930.D Ok,MVSTDICC150 21 Nov 2024  12:03 JC/MD

17 IBLK VX043931.D OkIBLK 21 Nov 2024  12:27 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 11/21/2024 9:44:50 AM

VP131686,VP131690

VP131716,VP131717,VP131718,VP131719,VP131720,VP131721

VP131691

VP131722

82X112124W.MVX112124

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX112124

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 11/22/2024 3:34:00 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 VSTDICV050 VX043932.D Ok,MICVVX112124 21 Nov 2024  13:57 JC/MD

19 VX1121MBL01 VX043933.D OkVX1121MBL01 21 Nov 2024  14:27 JC/MD

20 VX1121WBL01 VX043934.D OkVX1121WBL01 21 Nov 2024  14:50 JC/MD

21 VX1121WBS01 VX043935.D Ok,MVX1121WBS01 21 Nov 2024  15:13 JC/MD

22 VX1121WBSD01 VX043936.D Ok,MVX1121WBSD01 21 Nov 2024  15:40 JC/MD

23 P4921-01 VX043937.D vial B pH#5.0 OkWC-11-A-202411 21 Nov 2024  16:03 JC/MD

24 P4934-01 VX043938.D vial A pH<2  TB; OkTB01-20241118 21 Nov 2024  16:27 JC/MD

25 P4934-09 VX043939.D vial A pH<2  FB; OkFB01-20241119 21 Nov 2024  16:50 JC/MD

26 P4934-11 VX043940.D vial A pH<2 OkRB01-20241119 21 Nov 2024  17:13 JC/MD

27 P4934-02 VX043941.D vial A pH<2 OkBPOW6-11-20241118 21 Nov 2024  17:36 JC/MD

28 P4934-03 VX043942.D vial A pH<2 OkBPOW6-7-20241118 21 Nov 2024  17:59 JC/MD

29 P4934-08 VX043943.D vial A pH<2 OkBPOW6-9-20241119 21 Nov 2024  18:23 JC/MD

30 P4934-10 VX043944.D vial A pH<2 OkBPOW6-8-20241119 21 Nov 2024  18:46 JC/MD

31 P4934-04 VX043945.D vial A pH<2 OkDUP01-20241118 21 Nov 2024  19:09 JC/MD

32 P4934-12 VX043946.D vial A pH<2 OkDUP02-20241119 21 Nov 2024  19:32 JC/MD

33 P4934-05 VX043947.D vial A pH<2 OkBPOW6-10-20241119 21 Nov 2024  19:55 JC/MD

34 VSTDCCC050 VX043948.D Ok,MVSTDCCC050EC 21 Nov 2024  20:18 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 12/10/2024 10:04:49 AM

VP132018

VP132019,VP132020

82X112124W.MVX120924

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX120924

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 12/10/2024 11:56:28 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044173.D OkBFB 09 Dec 2024  09:06 JC/MD

2 VSTDCCC050 VX044174.D V13516 Ok,MVSTDCCC050 09 Dec 2024  09:42 JC/MD

3 VX1209MBL01 VX044175.D OkVX1209MBL01 09 Dec 2024  10:12 JC/MD

4 VX1209WBL01 VX044176.D OkVX1209WBL01 09 Dec 2024  10:35 JC/MD

5 VX1209MBS01 VX044177.D Ok,MVX1209MBS01 09 Dec 2024  10:58 JC/MD

6 VX1209WBS01 VX044178.D Ok,MVX1209WBS01 09 Dec 2024  11:24 JC/MD

7 P5098-01 VX044179.D OkTR-04-12042024 09 Dec 2024  11:47 JC/MD

8 P5133-01MEDL VX044180.D run straight MEOH Not OkMOO-24-00374MEDL 09 Dec 2024  12:10 JC/MD

9 IBLK VX044181.D OkIBLK 09 Dec 2024  12:34 JC/MD

10 P5133-01ME VX044182.D OkMOO-24-00374ME 09 Dec 2024  12:57 JC/MD

11 VX1209MBSD01 VX044183.D Recovery fail Not OkVX1209WBSD01 09 Dec 2024  13:20 JC/MD

12 P5164-01 VX044184.D Run @ Lower Dilution Not OkRE108D2-20241206 09 Dec 2024  13:43 JC/MD

13 P5164-04 VX044185.D Run @ Lower Dilution Not OkRE105D2-20241206 09 Dec 2024  14:07 JC/MD

14 P5164-06 VX044186.D vial A pH<2  FB OkFB-20241206 09 Dec 2024  14:30 JC/MD

15 P5164-05 VX044187.D vial A pH<2  TB; Hit of com# 3 ReRunTB 09 Dec 2024  14:54 JC/MD

16 P5164-02 VX044188.D vial A pH<2 OkRE108D1-20241206 09 Dec 2024  15:17 JC/MD

17 P5164-03 VX044189.D vial A pH<2 OkRE105D1-20241206 09 Dec 2024  15:40 JC/MD

18 P5145-01 VX044190.D vial A pH<2 Ok286085 09 Dec 2024  16:04 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 12/10/2024 10:04:49 AM

VP132018

VP132019,VP132020

82X112124W.MVX120924

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX120924

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 12/10/2024 11:56:28 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 VX1209MBSD02 VX044191.D Recovery fail Not OkVX1209WBSD01 09 Dec 2024  16:27 JC/MD

20 P5164-01 VX044192.D vial A pH<2 OkRE108D2-20241206 09 Dec 2024  16:51 JC/MD

21 P5164-04 VX044193.D vial A pH<2 OkRE105D2-20241206 09 Dec 2024  17:14 JC/MD

22 VX1209WBSD01 VX044194.D Ok,MVX1209WBSD01 09 Dec 2024  17:37 JC/MD

23 VSTDCCC050 VX044195.D Ok,MVSTDCCC050EC 09 Dec 2024  18:00 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 12/11/2024 10:16:07 AM

VP132045

VP132046,VP132047

82X112124W.MVX121024

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX121024

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 12/11/2024 1:15:19 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044196.D OkBFB 10 Dec 2024  09:01 JC/MD

2 VSTDCCC050 VX044197.D V13516 Ok,MVSTDCCC050 10 Dec 2024  10:43 JC/MD

3 VX1210MBL01 VX044198.D OkVX1210MBL01 10 Dec 2024  11:12 JC/MD

4 VX1210WBL01 VX044199.D OkVX1210WBL01 10 Dec 2024  11:35 JC/MD

5 P5164-05 VX044200.D vial B pH<2   TB OkTB 10 Dec 2024  11:59 JC/MD

6 VX1210WBS01 VX044201.D Ok,MVX1210WBS01 10 Dec 2024  12:22 JC/MD

7 VX1210WBSD01 VX044202.D BSD high for com#52 Ok,MVX1210WBSD01 10 Dec 2024  12:52 JC/MD

8 IBLK VX044203.D OkIBLK 10 Dec 2024  13:15 JC/MD

9 P5193-01 VX044204.D vial A pH<2 OkStorage-Blank-SOIL-REF-6 10 Dec 2024  13:39 JC/MD

10 P5193-02 VX044205.D vial A pH<2 OkStorage-Blank-WATER-REF-5 10 Dec 2024  14:02 JC/MD

11 P5193-03 VX044206.D vial A pH<2 OkStorage-Blank-WATER-REF-4 10 Dec 2024  14:26 JC/MD

12 P5193-04 VX044207.D vial A pH<2 OkStorage-Blank-SAMPLE-MANAGEMENT 10 Dec 2024  14:49 JC/MD

13 P5224-01 VX044208.D vial A pH<2 OkNP-WS-001 10 Dec 2024  15:13 JC/MD

14 P5220-03 VX044209.D Run @ lower dilution Not OkGAS-AUD-1610-1611-1612 10 Dec 2024  15:36 JC/MD

15 P5243-01 VX044210.D vial A pH<2 Ok1203 10 Dec 2024  16:00 JC/MD

16 P5243-02 VX044211.D vial A pH<2 Ok1127-COMP 10 Dec 2024  16:23 JC/MD

17 IBLK VX044212.D OkIBLK 10 Dec 2024  16:47 JC/MD

18 IBLK VX044213.D OkIBLK 10 Dec 2024  17:10 JC/MD



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 12/11/2024 10:16:07 AM

VP132045

VP132046,VP132047

82X112124W.MVX121024

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX121024

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 12/11/2024 1:15:19 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 P5246-02 VX044214.D vial A pH<2   TB OkTB-20241209 10 Dec 2024  17:33 JC/MD

20 P5246-01 VX044215.D vial A pH<2 OkMW7-20241209 10 Dec 2024  17:57 JC/MD

21 P5220-03 VX044216.D vial A pH<2 OkGAS-AUD-1610-1611-1612 10 Dec 2024  18:20 JC/MD

22 VSTDCCC050 VX044217.D Ok,MVSTDCCC050EC 10 Dec 2024  18:44 JC/MD

M : Manual Integration


