
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS4

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

CHEM P5261 P5261

EPA SAMPLE NO.

(mm)

VX044240.D

MSVOA_X

12/12/2024

10:20

DB-624UI 0.18

90767 12.018

181534 12.518

45383.5 11.518

Heated Purge: (Y/N) N

Contract: AECO15

P5261

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

RE122D1-20241209 82721  12.02

RE122D2-20241209 76624  12.02

RE103D1-20241209 71217  12.02

RE103D2-20241209 71599  12.02

RE103D3-20241209 80057  12.02

RE134D1-20241209 76415  12.02

RE134D3-20241210 80802  12.02

RE134D4-20241210 77129  12.02

RE125D2-20241210 68978  12.02

RE125D3-20241210 73240  12.02

RE120D2-20241210 66978  12.02

VX1212WBL01 86895  12.02

VX1212WBS01 93720  12.02

IS4 = 1,4-Dichlorobenzene-d4

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT


