
Client: Level: SDG No.: 

Contract: Lab Code: Case No.: SAS No.: 

Matrix: Sample ID: Client ID:

Percent Solids for  Sample: Percent Solids for Spike Sample: Duplicate ID

Analyte Units  C  C Qual   M

P5287-05

Tetra Tech NUS, Inc.

TETR06 CHEM P5283 P5283

Water

NA NAP5287-05DUP

Acceptance

Limit

Sample

Result

Duplicate

Result RPD

P5283LOW

220-2-TRANS-WATERDUP

- 6 -

 DUPLICATE SAMPLE SUMMARY

Metals

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Aluminum ug/L 1510 1500 1 P20

Antimony ug/L 25.0 U 10.7 J 200.0 P20

Arsenic ug/L 10.0 U 10.5 200.0 P20

Barium ug/L 13.2 J 16.6 J 23 P20

Beryllium ug/L 3.00 U 3.62 200.0 P20

Cadmium ug/L 3.00 U 3.36 200.0 P20

Calcium ug/L 8640 8710 1 P20

Chromium ug/L 2.11 J 9.44 127 P20

Cobalt ug/L 1.05 J 4.45 J 124 P20

Copper ug/L 12.6 18.0 35 P20

Iron ug/L 1130 1160 3 P20

Lead ug/L 6.00 U 18.7 200.0 P20

Magnesium ug/L 1960 2000 2 P20

Manganese ug/L 35.3 38.7 9 P20

Mercury ug/L 0.20 U 0.20 U CV20

Nickel ug/L 3.95 J 12.5 J 104 P20

Potassium ug/L 4080 4200 3 P20

Selenium ug/L 10.0 U 32.9 200.0 P20

Silver ug/L 5.00 U 0.97 J 200.0 P20

Sodium ug/L 17200 17400 1 P20

Thallium ug/L 20.0 U 29.0 200.0 P20

Vanadium ug/L 5.48 J 10.2 J 60 P20

Zinc ug/L 32.2 36.1 11 P20

“A control limit of +20% RPD for each matrix applies for sample values greater than 10 times Detection Limit”



Client: Level: SDG No.: 

Contract: Lab Code: Case No.: SAS No.: 

Matrix: Sample ID: Client ID:

Percent Solids for  Sample: Percent Solids for Spike Sample: Duplicate ID

Analyte Units  C  C Qual   M

P5287-05MS

Tetra Tech NUS, Inc.

TETR06 CHEM P5283 P5283

Water

NA NAP5287-05MSD

Acceptance

Limit

Sample

Result

Duplicate

Result RPD

P5283LOW

220-2-TRANS-WATERMSD

- 6 -

 DUPLICATE SAMPLE SUMMARY

Metals

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

Aluminum ug/L 2640 2620 1 P20

Antimony ug/L 354 353 0 P20

Arsenic ug/L 356 355 0 P20

Barium ug/L 109 109 0 P20

Beryllium ug/L 107 107 0 P20

Cadmium ug/L 93.7 94.2 1 P20

Calcium ug/L 9470 9460 0 P20

Chromium ug/L 208 209 0 P20

Cobalt ug/L 97.0 97.6 1 P20

Copper ug/L 155 155 0 P20

Iron ug/L 2610 2590 1 P20

Lead ug/L 455 458 1 P20

Magnesium ug/L 3100 3090 0 P20

Manganese ug/L 139 137 1 P20

Mercury ug/L 3.60 3.64 1 CV20

Nickel ug/L 242 243 0 P20

Potassium ug/L 7990 8060 1 P20

Selenium ug/L 843 843 0 P20

Silver ug/L 35.7 35.7 0 P20

Sodium ug/L 17700 18000 2 P20

Thallium ug/L 875 885 1 P20

Vanadium ug/L 159 159 0 P20

Zinc ug/L 129 130 1 P20

“A control limit of +20% RPD for each matrix applies for sample values greater than 10 times Detection Limit”


