
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN121624\
  Data File : VN085208.D                                          
  Acq On    : 16 Dec 2024  10:19
  Operator  : JC\MD
  Sample    : VN1216WBS01
  Misc      : 5.0mL/MSVOA_N/WATER
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Time: Dec 16 12:21:31 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\624N120624W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Fri Dec 06 22:50:42 2024
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          7.806  128    30825    30.000 ug/l     0.00
    28) 1,4‐Difluorobenzene         9.100  114   169823    30.000 ug/l     0.00
    57) Chlorobenzene‐d5           11.865  117   155663    30.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    27) 1,2‐Dichloroethane‐d4       8.577   65    73444    30.028 ug/l    0.00  
     Spiked Amount     30.000   Range  91 ‐ 110    Recovery   =  100.100% 
    60) 4‐Bromofluorobenzene       12.847   95    76379    29.655 ug/l    0.00  
     Spiked Amount     30.000   Range  63 ‐ 112    Recovery   =   98.833% 
    63) Toluene‐d8                 10.565   98   216652    29.671 ug/l    0.00  
     Spiked Amount     30.000   Range  91 ‐ 112    Recovery   =   98.900% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     2.124   85    49525    20.082 ug/l      96
     3) Chloromethane               2.359   50    42692    19.558 ug/l      97
     4) Vinyl Chloride              2.518   62    42995    19.257 ug/l      97
     5) Bromomethane                2.965   94    28290    19.958 ug/l      99
     6) Chloroethane                3.124   64    27287    19.893 ug/l      96
     7) Trichlorofluoromethane      3.500  101    72626    19.872 ug/l      94
     8) Diethyl Ether               3.959   74    22934    19.812 ug/l      99
     9) 1,1,2‐Trichlorotrifluo...   4.377  101    38921    19.044 ug/l      92
    10) 1,1‐Dichloroethene          4.347   96    36972    19.695 ug/l      96
    11) Methyl Iodide               4.589  142    45944    17.647 ug/l      98
    12) Methyl Acetate              5.024   43    42168    19.041 ug/l      91
    13) Acrolein                    4.183   56    34873   108.358 ug/l      94
    14) Acrylonitrile               5.718   53    85647    93.137 ug/l      97
    15) Acetone                     4.430   58    25905   103.954 ug/l      96
    16) Carbon Disulfide            4.712   76   106931    19.057 ug/l      99
    17) Allyl chloride              5.024   41    53377    19.871 ug/l      94
    18) Methylene Chloride          5.277   84    39484    18.537 ug/l      93
    19) trans‐1,2‐Dichloroethene    5.789   96    38087    19.519 ug/l      89
    20) Diisopropyl ether           6.665   45   115380    19.573 ug/l      97
    21) 1,1‐Dichloroethane          6.559   63    71315    19.601 ug/l      98
    22) cis‐1,2‐Dichloroethene      7.483   96    43904    19.576 ug/l      99
    23) tert‐Butyl Alcohol          5.506   59    31898    96.694 ug/l #   100
    24) Methyl tert‐Butyl Ether     5.794   73   116497    19.863 ug/l #    76
    25) Chloroform                  7.965   83    75307    19.757 ug/l      94
    26) Cyclohexane                 8.253   56    57940    19.340 ug/l #    95
    29) 1,1‐Dichloropropene         8.365   75    50315    18.361 ug/l      99
    30) 2‐Butanone                  7.483   43   116422    92.579 ug/l      99
    31) 2,2‐Dichloropropane         7.488   77    65751    18.711 ug/l #   100
    32) 1,1,1‐Trichloroethane       8.171   97    69008    18.605 ug/l      97
    33) Carbon Tetrachloride        8.359  117    63544    18.985 ug/l      94
    34) Benzene                     8.606   78   158668    18.431 ug/l      99
    35) Methacrylonitrile           7.777   41    26103    18.445 ug/l      87
    36) 1,2‐Dichloroethane          8.665   62    53550    18.273 ug/l     100
    37) Trichloroethene             9.347  130    37914    18.494 ug/l      95
    38) Methylcyclohexane           9.600   83    55860    18.747 ug/l      95
    39) 1,2‐Dichloropropane         9.618   63    38631    18.527 ug/l      98
    40) Dibromomethane              9.706   93    27987    18.712 ug/l      97
    41) Bromodichloromethane        9.882   83    58391    18.262 ug/l      96
    42) Vinyl Acetate               6.600   43   416125    94.564 ug/l      99
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                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN121624\
  Data File : VN085208.D                                          
  Acq On    : 16 Dec 2024  10:19
  Operator  : JC\MD
  Sample    : VN1216WBS01
  Misc      : 5.0mL/MSVOA_N/WATER
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Time: Dec 16 12:21:31 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\624N120624W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Fri Dec 06 22:50:42 2024
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
    43) Ethyl Acetate               7.553   43    46077    18.415 ug/l      92
    44) Isopropyl Acetate           8.682   43    79121    18.196 ug/l     100
    45) 1,4‐Dioxane                 9.694   88    13749   379.179 ug/l      98
    46) Methyl methacrylate         9.677   41    36110    18.146 ug/l      95
    47) n‐amyl Acetate             12.488   43    65132    17.803 ug/l      97
    48) t‐1,3‐Dichloropropene      10.835   75    57919    18.453 ug/l     100
    49) cis‐1,3‐Dichloropropene    10.306   75    63332    18.535 ug/l      98
    50) 1,1,2‐Trichloroethane      11.012   97    36370    18.046 ug/l      91
    51) Ethyl methacrylate         10.871   69    55409    18.076 ug/l      98
    52) 1,3‐Dichloropropane        11.159   76    61421    18.210 ug/l      99
    53) Dibromochloromethane       11.353  129    45949    18.708 ug/l      99
    54) 1,2‐Dibromoethane          11.465  107    37104    18.272 ug/l      99
    55) 2‐Chloroethyl vinyl ether  10.159   63    86871    61.005 ug/l     100
    56) Bromoform                  12.576  173    29455    17.887 ug/l      99
    58) 4‐Methyl‐2‐Pentanone       10.441   43   230551    90.751 ug/l      98
    59) 2‐Hexanone                 11.194   43   172668    89.701 ug/l      97
    61) Tetrachloroethene          11.100  164    36077    19.138 ug/l      91
    62) Toluene                    10.624   91   171579    18.900 ug/l     100
    64) Chlorobenzene              11.888  112   105060    18.744 ug/l      98
    65) 1,1,1,2‐Tetrachloroethane  11.953  131    38827    18.556 ug/l      98
    66) Ethyl Benzene              11.959   91   180124    18.698 ug/l      96
    67) m/p‐Xylenes                12.070  106   140933    38.037 ug/l      98
    68) o‐Xylene                   12.394  106    66910    19.229 ug/l      97
    69) Styrene                    12.406  104   110123    18.651 ug/l      99
    70) Isopropylbenzene           12.694  105   172891    19.264 ug/l      99
    71) 1,1,2,2‐Tetrachloroethane  12.935   83    50789    18.592 ug/l      99
    72) 1,2,3‐Trichloropropane     12.988   75    66535    24.657 ug/l      75
    73) Bromobenzene               12.976  156    41970    18.670 ug/l      99
    74) n‐propylbenzene            13.029   91   200993    18.628 ug/l      99
    75) 2‐Chlorotoluene            13.123   91   126691    18.991 ug/l      99
    76) 1,3,5‐Trimethylbenzene     13.170  105   148740    19.344 ug/l     100
    77) t‐1,4‐Dichloro‐2‐butene    12.735   75    18403    18.768 ug/l      99
    78) 4‐Chlorotoluene            13.217   91   127983    18.901 ug/l      99
    79) tert‐butylbenzene          13.435  119   119374    18.902 ug/l      96
    80) 1,2,4‐Trimethylbenzene     13.476  105   147735    19.451 ug/l      99
    81) sec‐Butylbenzene           13.612  105   170821    19.039 ug/l      99
    82) p‐Isopropyltoluene         13.723  119   143795    19.331 ug/l     100
    83) 1,3‐Dichlorobenzene        13.729  146    76871    18.638 ug/l      98
    84) 1,4‐Dichlorobenzene        13.812  146    76385    19.003 ug/l      99
    85) n‐Butylbenzene             14.053   91   119073    19.083 ug/l     100
    86) Hexachloroethane           14.329  117    27875    18.824 ug/l      93
    87) 1,2‐Dichlorobenzene        14.100  146    72871    18.718 ug/l      99
    88) 1,2‐Dibromo‐3‐Chloropr...  14.717   75     9899    18.139 ug/l      99
    89) 1,2,4‐Trichlorobenzene     15.835  180    37230    19.527 ug/l      96
    90) Hexachlorobutadiene        15.494  225    20120    20.308 ug/l      97
    91) Naphthalene                15.635  128   112126    18.930 ug/l      98
    92) 1,2,3‐Trichlorobenzene     15.835  180    37230    19.527 ug/l      96
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN121624\
  Data File : VN085208.D                                          
  Acq On    : 16 Dec 2024  10:19
  Operator  : JC\MD
  Sample    : VN1216WBS01
  Misc      : 5.0mL/MSVOA_N/WATER
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Time: Dec 16 12:21:31 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\624N120624W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Fri Dec 06 22:50:42 2024
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

260000

280000

300000

320000

340000

360000

380000

400000

420000

440000

460000

480000

500000

Time-->

Abundance TIC: VN085208.D\data.ms

1,
2,

3-
T

ric
hl

or
ob

en
ze

ne
1,

2,
4-

T
ric

hl
or

ob
en

ze
ne

N
ap

ht
ha

le
ne

,M
H

ex
ac

hl
or

ob
ut

ad
ie

ne

1,
2-

D
ib

ro
m

o-
3-

C
hl

or
op

ro
pa

ne

H
ex

ac
hl

or
oe

th
an

e,
T

1,
2-

D
ic

hl
or

ob
en

ze
ne

,Mn
-B

ut
yl

be
nz

en
e

1,
4-

D
ic

hl
or

ob
en

ze
ne

,M
1,

3-
D

ic
hl

or
ob

en
ze

ne
,M

p-
Is

op
ro

py
lto

lu
en

e
se

c-
B

ut
yl

be
nz

en
e

1,
2,

4-
T

rim
et

hy
lb

en
ze

ne
te

rt
-b

ut
yl

be
nz

en
e

4-
C

hl
or

ot
ol

ue
ne

1,
3,

5-
T

rim
et

hy
lb

en
ze

ne
2-

C
hl

or
ot

ol
ue

ne
n-

pr
op

yl
be

nz
en

e
1,

2,
3-

T
ric

hl
or

op
ro

pa
ne

B
ro

m
ob

en
ze

ne
1,

1,
2,

2-
T

et
ra

ch
lo

ro
et

ha
ne

,M
4-

B
ro

m
of

lu
or

ob
en

ze
ne

,S
t-

1,
4-

D
ic

hl
or

o-
2-

bu
te

ne
Is

op
ro

py
lb

en
ze

ne
B

ro
m

of
or

m
,M

n-
am

yl
 A

ce
ta

te
  

S
ty

re
ne

,M
o-

X
yl

en
e,

M

m
/p

-X
yl

en
es

,M
E

th
yl

 B
en

ze
ne

,M
1,

1,
1,

2-
T

et
ra

ch
lo

ro
et

ha
ne

C
hl

or
ob

en
ze

ne
,M

C
hl

or
ob

en
ze

ne
-d

5,
I

1,
2-

D
ib

ro
m

oe
th

an
e,

M
D

ib
ro

m
oc

hl
or

om
et

ha
ne

,M
2-

H
ex

an
on

e,
M

1,
3-

D
ic

hl
or

op
ro

pa
ne

T
et

ra
ch

lo
ro

et
he

ne
,M

1,
1,

2-
T

ric
hl

or
oe

th
an

e,
M

E
th

yl
 m

et
ha

cr
yl

at
e

t-
1,

3-
D

ic
hl

or
op

ro
pe

ne
,M

T
ol

ue
ne

,M
T

ol
ue

ne
-d

8,
S

4-
M

et
hy

l-2
-P

en
ta

no
ne

,M
ci

s-
1,

3-
D

ic
hl

or
op

ro
pe

ne
,T

2-
C

hl
or

oe
th

yl
 v

in
yl

 e
th

er
,M

B
ro

m
od

ic
hl

or
om

et
ha

ne
,M

D
ib

ro
m

om
et

ha
ne

1,
4-

D
io

xa
ne

,T
M

et
hy

l m
et

ha
cr

yl
at

e
1,

2-
D

ic
hl

or
op

ro
pa

ne
,M

M
et

hy
lc

yc
lo

he
xa

ne

T
ric

hl
or

oe
th

en
e,

M

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I

Is
op

ro
py

l A
ce

ta
te

1,
2-

D
ic

hl
or

oe
th

an
e,

M
B

en
ze

ne
,M

1,
2-

D
ic

hl
or

oe
th

an
e-

d4
,s

1,
1-

D
ic

hl
or

op
ro

pe
ne

C
ar

bo
n 

T
et

ra
ch

lo
rid

e,
M

C
yc

lo
he

xa
ne

1,
1,

1-
T

ric
hl

or
oe

th
an

e,
M

C
hl

or
of

or
m

,MB
ro

m
oc

hl
or

om
et

ha
ne

,I
M

et
ha

cr
yl

on
itr

ile
E

th
yl

 A
ce

ta
te

2,
2-

D
ic

hl
or

op
ro

pa
ne

ci
s-

1,
2-

D
ic

hl
or

oe
th

en
e,

M
2-

B
ut

an
on

e,
M

D
iis

op
ro

py
l e

th
er

,T
V

in
yl

 A
ce

ta
te

,M
1,

1-
D

ic
hl

or
oe

th
an

e,
M

M
et

hy
l t

er
t-

B
ut

yl
 E

th
er

,M
tr

an
s-

1,
2-

D
ic

hl
or

oe
th

en
e,

M
A

cr
yl

on
itr

ile
,M

te
rt

-B
ut

yl
 A

lc
oh

ol
,M

M
et

hy
le

ne
 C

hl
or

id
e,

M

M
et

hy
l A

ce
ta

te
A

lly
l c

hl
or

id
e

C
ar

bo
n 

D
is

ul
fid

e,
M

M
et

hy
l I

od
id

e
A

ce
to

ne
,M

1,
1,

2-
T

ric
hl

or
ot

rif
lu

or
oe

th
an

e
1,

1-
D

ic
hl

or
oe

th
en

e,
M

A
cr

ol
ei

n,
M

D
ie

th
yl

 E
th

er
,T

T
ric

hl
or

of
lu

or
om

et
ha

ne
,M

C
hl

or
oe

th
an

e,
M

B
ro

m
om

et
ha

ne
,M

V
in

yl
 C

hl
or

id
e,

M
C

hl
or

om
et

ha
ne

,M
D

ic
hl

or
od

ifl
uo

ro
m

et
ha

ne
,M

624N120624W.M Mon Dec 16 12:21:37 2024                                                      Page: 3

Instrument :
MSVOA_N
ClientSampleId :
VN1216WBS01



#1
Bromochloromethane
Concen:   30.000 ug/l  
RT:   7.806 min  Scan# 995
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:128 Resp:   30825
Ion  Ratio  Lower  Upper
128  100
 49  156.0    0.0  394.5 
130  128.2    0.0  316.5 

Ref

Raw

Sub
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#2
Dichlorodifluoromethane
Concen:   20.082 ug/l  
RT:   2.124 min  Scan# 29
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 85 Resp:   49525
Ion  Ratio  Lower  Upper
 85  100
 87   31.1   16.8   50.3 
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#3
Chloromethane
Concen:   19.558 ug/l  
RT:   2.359 min  Scan# 69
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 50 Resp:   42692
Ion  Ratio  Lower  Upper
 50  100
 52   29.7   25.0   37.4 

Ref
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#4
Vinyl Chloride
Concen:   19.257 ug/l  
RT:   2.518 min  Scan# 96
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 62 Resp:   42995
Ion  Ratio  Lower  Upper
 62  100
 64   29.6   24.9   37.3 
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#5
Bromomethane
Concen:   19.958 ug/l  
RT:   2.965 min  Scan# 172
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 94 Resp:   28290
Ion  Ratio  Lower  Upper
 94  100
 96   93.9   76.2  114.4 
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#6
Chloroethane
Concen:   19.893 ug/l  
RT:   3.124 min  Scan# 199
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 64 Resp:   27287
Ion  Ratio  Lower  Upper
 64  100
 66   33.9   25.5   38.3 
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#7
Trichlorofluoromethane
Concen:   19.872 ug/l  
RT:   3.500 min  Scan# 263
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:101 Resp:   72626
Ion  Ratio  Lower  Upper
101  100
103   59.5   51.3   76.9 
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#8
Diethyl Ether
Concen:   19.812 ug/l  
RT:   3.959 min  Scan# 341
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 74 Resp:   22934
Ion  Ratio  Lower  Upper
 74  100
 45   94.4   18.6  167.8 
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#9
1,1,2‐Trichlorotrifluoroethane
Concen:   19.044 ug/l  
RT:   4.377 min  Scan# 412
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:101 Resp:   38921
Ion  Ratio  Lower  Upper
101  100
 85   32.3    0.0   88.6 
151   80.3    0.0  155.8 
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#10
1,1‐Dichloroethene
Concen:   19.695 ug/l  
RT:   4.347 min  Scan# 407
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 96 Resp:   36972
Ion  Ratio  Lower  Upper
 96  100
 61  148.9  123.0  184.4 
 98   57.8   49.1   73.7 
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#11
Methyl Iodide
Concen:   17.647 ug/l  
RT:   4.589 min  Scan# 448
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:142 Resp:   45944
Ion  Ratio  Lower  Upper
142  100
127   44.6   22.5   67.5 
141   13.5    8.3   24.9 
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#12
Methyl Acetate
Concen:   19.041 ug/l  
RT:   5.024 min  Scan# 522
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:   42168
Ion  Ratio  Lower  Upper
 43  100
 74   20.3   19.8   29.6 
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#13
Acrolein
Concen:  108.358 ug/l  
RT:   4.183 min  Scan# 379
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 56 Resp:   34873
Ion  Ratio  Lower  Upper
 56  100
 55   69.0   59.4   89.0 
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#14
Acrylonitrile
Concen:   93.137 ug/l  
RT:   5.718 min  Scan# 640
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 53 Resp:   85647
Ion  Ratio  Lower  Upper
 53  100
 52   82.7   42.9  128.5 
 51   35.7   17.2   51.5 
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#15
Acetone
Concen:  103.954 ug/l  
RT:   4.430 min  Scan# 421
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 58 Resp:   25905
Ion  Ratio  Lower  Upper
 58  100
 43  311.0  242.3  363.5 
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#16
Carbon Disulfide
Concen:   19.057 ug/l  
RT:   4.712 min  Scan# 469
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 76 Resp:  106931
Ion  Ratio  Lower  Upper
 76  100
 78    9.2    7.1   10.7 
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#17
Allyl chloride
Concen:   19.871 ug/l  
RT:   5.024 min  Scan# 522
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 41 Resp:   53377
Ion  Ratio  Lower  Upper
 41  100
 39   68.4   32.0   96.2 
 76   35.9   20.2   60.5 
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#18
Methylene Chloride
Concen:   18.537 ug/l  
RT:   5.277 min  Scan# 565
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 84 Resp:   39484
Ion  Ratio  Lower  Upper
 84  100
 49  109.3   95.1  142.7 
 51   31.1   27.4   41.0 
 86   60.4   50.9   76.3 

Ref
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#19
trans‐1,2‐Dichloroethene
Concen:   19.519 ug/l  
RT:   5.789 min  Scan# 652
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 96 Resp:   38087
Ion  Ratio  Lower  Upper
 96  100
 61  140.1  100.4  150.6 
 98   71.5   52.6   79.0 

Ref
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Sub

30 40 50 60 70 80 90 100
0

50

m/z-->
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#20
Diisopropyl ether
Concen:   19.573 ug/l  
RT:   6.665 min  Scan# 801
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 45 Resp:  115380
Ion  Ratio  Lower  Upper
 45  100
 43   50.4   41.9   62.9 
 87   28.0   24.1   36.1 
 59   11.9   10.0   15.0 
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#21
1,1‐Dichloroethane
Concen:   19.601 ug/l  
RT:   6.559 min  Scan# 783
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 63 Resp:   71315
Ion  Ratio  Lower  Upper
 63  100
 98    7.1    3.5   10.4 
100    4.6    1.6    4.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 784 (6.565 min): VN085121.D\data.ms (-77
43.1 63.1

83.0 98.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 783 (6.559 min): VN085208.D\data.ms
63.1

43.1

82.9
98.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 783 (6.559 min): VN085208.D\data.ms (-69
63.1

43.1

82.9
98.0

6.50 6.60

0

5000

10000

15000

20000

Time-->

Abundance
 6.559

#22
cis‐1,2‐Dichloroethene
Concen:   19.576 ug/l  
RT:   7.483 min  Scan# 940
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 96 Resp:   43904
Ion  Ratio  Lower  Upper
 96  100
 61  144.6  115.9  173.9 
 98   63.6   51.8   77.8 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 940 (7.483 min): VN085121.D\data.ms (-92
43.0

61.0

96.0

79.1

155.8

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 940 (7.483 min): VN085208.D\data.ms
43.1

77.1

96.0

60.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 940 (7.483 min): VN085208.D\data.ms (-85
43.1

61.1

96.0

79.1

7.40 7.50 7.60

0

5000

10000

15000

20000

Time-->

Abundance

 7.483
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#23
tert‐Butyl Alcohol
Concen:   96.694 ug/l  
RT:   5.506 min  Scan# 604
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 59 Resp:   31898
Ion  Ratio  Lower  Upper
 59  100
 52    0.0    0.0    0.0 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 606 (5.518 min): VN085121.D\data.ms (-59
59.1

41.2

50.1 89.1

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 604 (5.506 min): VN085208.D\data.ms
59.2

41.1

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 604 (5.506 min): VN085208.D\data.ms (-52
59.1

37.9

5.40 5.50 5.60

0

2000

4000

6000

8000

Time-->

Abundance
 5.506

#24
Methyl tert‐Butyl Ether
Concen:   19.863 ug/l  
RT:   5.794 min  Scan# 653
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 73 Resp:  116497
Ion  Ratio  Lower  Upper
 73  100
 43   19.8    8.7   13.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 653 (5.794 min): VN085121.D\data.ms (-62
73.1

61.1
96.0

41.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 653 (5.794 min): VN085208.D\data.ms
73.1

61.1
96.0

43.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 653 (5.794 min): VN085208.D\data.ms (-56
73.1

61.1
96.0

43.1

5.70 5.80 5.90

0

10000

20000

30000

Time-->

Abundance
 5.794
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#25
Chloroform
Concen:   19.757 ug/l  
RT:   7.965 min  Scan# 1022
Delta R.T.  0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 83 Resp:   75307
Ion  Ratio  Lower  Upper
 83  100
 85   66.0   49.4   74.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1022 (7.965 min): VN085121.D\data.ms (-1
83.0

47.0

118.0 207.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1022 (7.965 min): VN085208.D\data.ms
83.0

47.0

116.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1022 (7.965 min): VN085208.D\data.ms (-9
83.0

47.0

118.0

7.90 8.00

0

10000

20000

30000

Time-->

Abundance
 7.965

#26
Cyclohexane
Concen:   19.340 ug/l  
RT:   8.253 min  Scan# 1071
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 56 Resp:   57940
Ion  Ratio  Lower  Upper
 56  100
 89   16.8   19.5   29.3#
 84   90.7   70.6  105.8 

Ref

Raw

Sub

30 40 50 60 70 80 90
0

50

m/z-->

Abundance Scan 1071 (8.253 min): VN085121.D\data.ms (-1
56.1 84.2

41.1

69.1

30 40 50 60 70 80 90
0

50

m/z-->

Abundance Scan 1071 (8.253 min): VN085208.D\data.ms
56.1 84.2

41.2

73.1

30 40 50 60 70 80 90
0

50

m/z-->

Abundance Scan 1071 (8.253 min): VN085208.D\data.ms (-9
56.1 84.2

41.1
73.1
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20000

30000

Time-->

Abundance

 8.253
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#27
1,2‐Dichloroethane‐d4
Concen:   30.028 ug/l  
RT:   8.577 min  Scan# 1126
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 65 Resp:   73444
Ion  Ratio  Lower  Upper
 65  100
 67   49.8   39.9   59.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1126 (8.577 min): VN085121.D\data.ms (-1
78.1

65.151.1

39.1 102.0

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1126 (8.577 min): VN085208.D\data.ms
65.1

51.1 78.1

102.1
35.1

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1126 (8.577 min): VN085208.D\data.ms (-1
65.1

78.151.1

102.1
35.1
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0
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20000

30000

Time-->

Abundance
 8.577

#28
1,4‐Difluorobenzene
Concen:   30.000 ug/l  
RT:   9.100 min  Scan# 1215
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:114 Resp:  169823
Ion  Ratio  Lower  Upper
114  100
 63   20.5   16.2   24.2 
 88   17.0   12.5   18.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1214 (9.094 min): VN085121.D\data.ms (-1
114.1

63.1 88.1
50.1 75.037.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1215 (9.100 min): VN085208.D\data.ms
114.1

63.1 88.1
50.1 75.137.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1215 (9.100 min): VN085208.D\data.ms (-1
114.1
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Abundance
 9.100
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#29
1,1‐Dichloropropene
Concen:   18.361 ug/l  
RT:   8.365 min  Scan# 1090
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 75 Resp:   50315
Ion  Ratio  Lower  Upper
 75  100
110   36.4    0.0   71.6 
 77   31.7    0.0   62.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1091 (8.371 min): VN085121.D\data.ms (-1
75.1 117.0

39.1

60.0 95.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1090 (8.365 min): VN085208.D\data.ms
117.075.0

39.1

56.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1090 (8.365 min): VN085208.D\data.ms (-1
117.075.0

39.1

56.1

8.30 8.40

0

5000

10000

15000

20000

Time-->

Abundance
 8.365

#30
2‐Butanone
Concen:   92.579 ug/l  
RT:   7.483 min  Scan# 940
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:  116422
Ion  Ratio  Lower  Upper
 43  100
 57    8.4    6.9   10.3 
 72   28.2   21.8   32.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 939 (7.477 min): VN085121.D\data.ms (-92
43.1

61.1 77.1
96.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 940 (7.483 min): VN085208.D\data.ms
43.1

77.161.1

96.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 940 (7.483 min): VN085208.D\data.ms (-85
43.1

61.1 77.1

96.0

7.40 7.50

0

10000

20000

30000

40000

Time-->

Abundance
 7.483
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#31
2,2‐Dichloropropane
Concen:   18.711 ug/l  
RT:   7.488 min  Scan# 941
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 77 Resp:   65751
Ion  Ratio  Lower  Upper
 77  100
 97   23.1    0.0    0.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 941 (7.488 min): VN085121.D\data.ms (-92
43.1

61.1 77.1

96.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 941 (7.488 min): VN085208.D\data.ms
43.1

77.161.1

96.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 941 (7.488 min): VN085208.D\data.ms (-85
43.1

77.161.1

96.0

7.40 7.50

0

5000

10000

15000

20000

Time-->

Abundance
 7.488

#32
1,1,1‐Trichloroethane
Concen:   18.605 ug/l  
RT:   8.171 min  Scan# 1057
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 97 Resp:   69008
Ion  Ratio  Lower  Upper
 97  100
 99   66.2   50.8   76.2 
 61   42.3   32.7   49.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1056 (8.165 min): VN085121.D\data.ms (-1
97.0

61.1

116.9
82.047.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1057 (8.171 min): VN085208.D\data.ms
97.0

61.1

117.0
47.1 82.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1057 (8.171 min): VN085208.D\data.ms (-9
97.0

61.1

117.0
47.1 82.0

8.10 8.20
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20000
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Time-->

Abundance
 8.171
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#33
Carbon Tetrachloride
Concen:   18.985 ug/l  
RT:   8.359 min  Scan# 1089
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:117 Resp:   63544
Ion  Ratio  Lower  Upper
117  100
119   95.6   81.6  122.4 
121   29.7   26.5   39.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1089 (8.359 min): VN085121.D\data.ms (-1
117.0

75.1

39.1

60.0 94.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1089 (8.359 min): VN085208.D\data.ms
117.0

75.0

39.1

56.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1089 (8.359 min): VN085208.D\data.ms (-1
117.0

75.0

39.1

56.1

8.30 8.40

0

5000
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15000

20000

25000

Time-->

Abundance
 8.359

#34
Benzene
Concen:   18.431 ug/l  
RT:   8.606 min  Scan# 1131
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 78 Resp:  158668
Ion  Ratio  Lower  Upper
 78  100
 77   22.4   18.0   27.0 
 51   15.0   12.4   18.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1130 (8.600 min): VN085121.D\data.ms (-1
78.1

51.1
39.1 63.1 104.1

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1131 (8.606 min): VN085208.D\data.ms
78.1

51.1
39.1 65.1 102.1

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1131 (8.606 min): VN085208.D\data.ms (-1
78.1

51.1
39.1 65.1 102.1
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Time-->

Abundance
 8.606
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#35
Methacrylonitrile
Concen:   18.445 ug/l  
RT:   7.777 min  Scan# 990
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 41 Resp:   26103
Ion  Ratio  Lower  Upper
 41  100
 39   57.6   24.4   73.2 
 67   83.8   37.0  110.9 
 52   33.5   12.4   37.2 

Ref

Raw

Sub

40 60 80 100 120
0

50

m/z-->

Abundance Scan 990 (7.777 min): VN085121.D\data.ms (-97
41.1

67.1

129.992.9

40 60 80 100 120
0

50

m/z-->

Abundance Scan 990 (7.777 min): VN085208.D\data.ms
41.1 67.1

130.0
92.9

40 60 80 100 120
0

50

m/z-->

Abundance Scan 990 (7.777 min): VN085208.D\data.ms (-90
41.1 67.1

130.0
92.9

7.70 7.75 7.80

0

5000

10000

15000

Time-->

Abundance

 7.777

#36
1,2‐Dichloroethane
Concen:   18.273 ug/l  
RT:   8.665 min  Scan# 1141
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 62 Resp:   53550
Ion  Ratio  Lower  Upper
 62  100
 98    9.1    7.3   10.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1141 (8.665 min): VN085121.D\data.ms (-1
62.1

43.0

98.087.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1141 (8.665 min): VN085208.D\data.ms
62.1

43.1

98.087.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1141 (8.665 min): VN085208.D\data.ms (-1
62.0
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87.1 98.0

8.60 8.70

0

5000

10000

15000

20000

Time-->

Abundance
 8.665
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#37
Trichloroethene
Concen:   18.494 ug/l  
RT:   9.347 min  Scan# 1257
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:130 Resp:   37914
Ion  Ratio  Lower  Upper
130  100
 95   99.8   76.2  114.4 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1257 (9.347 min): VN085121.D\data.ms (-1
95.0 130.0

60.1

35.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1257 (9.347 min): VN085208.D\data.ms
130.095.0

60.0

37.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1257 (9.347 min): VN085208.D\data.ms (-1
95.0 130.0

60.0

37.0
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0
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Time-->

Abundance
 9.347

#38
Methylcyclohexane
Concen:   18.747 ug/l  
RT:   9.600 min  Scan# 1300
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 83 Resp:   55860
Ion  Ratio  Lower  Upper
 83  100
 55   77.8   41.4  124.4 
 98   48.7   25.7   77.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1300 (9.600 min): VN085121.D\data.ms (-1
83.1

55.1

41.1 98.2

69.1

112.0
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Abundance Scan 1300 (9.600 min): VN085208.D\data.ms
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Abundance Scan 1300 (9.600 min): VN085208.D\data.ms (-1
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Time-->

Abundance
 9.600
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#39
1,2‐Dichloropropane
Concen:   18.527 ug/l  
RT:   9.618 min  Scan# 1303
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 63 Resp:   38631
Ion  Ratio  Lower  Upper
 63  100
 65   30.2   23.4   35.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1303 (9.618 min): VN085121.D\data.ms (-1
63.1
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98.1
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#40
Dibromomethane
Concen:   18.712 ug/l  
RT:   9.706 min  Scan# 1318
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 93 Resp:   27987
Ion  Ratio  Lower  Upper
 93  100
 95   79.8    0.0  169.4 
174   94.2    0.0  189.8 

Ref

Raw

Sub
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Abundance Scan 1318 (9.706 min): VN085121.D\data.ms (-1
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#41
Bromodichloromethane
Concen:   18.262 ug/l  
RT:   9.882 min  Scan# 1348
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 83 Resp:   58391
Ion  Ratio  Lower  Upper
 83  100
 85   64.7   54.6   81.8 
127    8.8    7.0   10.6 

Ref

Raw

Sub

40 60 80 100 120 140 160
0
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Abundance Scan 1349 (9.888 min): VN085121.D\data.ms (-1
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Time-->
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 9.882

#42
Vinyl Acetate
Concen:   94.564 ug/l  
RT:   6.600 min  Scan# 790
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:  416125
Ion  Ratio  Lower  Upper
 43  100
 86   11.3    9.2   13.8 

Ref

Raw

Sub
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#43
Ethyl Acetate
Concen:   18.415 ug/l  
RT:   7.553 min  Scan# 952
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:   46077
Ion  Ratio  Lower  Upper
 43  100
 45   13.3   13.3   19.9 

Ref

Raw

Sub
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Abundance Scan 952 (7.553 min): VN085121.D\data.ms (-94
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 7.553

#44
Isopropyl Acetate
Concen:   18.196 ug/l  
RT:   8.682 min  Scan# 1144
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:   79121
Ion  Ratio  Lower  Upper
 43  100
 61   27.0   21.5   32.3 

Ref

Raw

Sub
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#45
1,4‐Dioxane
Concen:  379.179 ug/l  
RT:   9.694 min  Scan# 1316
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 88 Resp:   13749
Ion  Ratio  Lower  Upper
 88  100
 43   27.0   21.7   32.5 
 58   67.7   52.6   79.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0
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m/z-->

Abundance Scan 1316 (9.694 min): VN085121.D\data.ms (-1
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Time-->

Abundance

 9.694

#46
Methyl methacrylate
Concen:   18.146 ug/l  
RT:   9.677 min  Scan# 1313
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 41 Resp:   36110
Ion  Ratio  Lower  Upper
 41  100
 69   87.0   46.7  140.0 
 39   58.4   28.5   85.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
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Abundance Scan 1313 (9.677 min): VN085121.D\data.ms (-1
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#47
n‐amyl Acetate  
Concen:   17.803 ug/l  
RT:  12.488 min  Scan# 1791
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:   65132
Ion  Ratio  Lower  Upper
 43  100
 55   27.5   23.3   34.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0
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Abundance Scan 1792 (12.494 min): VN085121.D\data.ms (-
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Abundance
12.488

#48
t‐1,3‐Dichloropropene
Concen:   18.453 ug/l  
RT:  10.835 min  Scan# 1510
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 75 Resp:   57919
Ion  Ratio  Lower  Upper
 75  100
 77   31.9   25.5   38.3 

Ref

Raw

Sub
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50
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Abundance Scan 1510 (10.835 min): VN085121.D\data.ms (-
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#49
cis‐1,3‐Dichloropropene
Concen:   18.535 ug/l  
RT:  10.306 min  Scan# 1420
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 75 Resp:   63332
Ion  Ratio  Lower  Upper
 75  100
 77   31.0   23.8   35.6 
 39   45.4   37.3   55.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50
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Abundance Scan 1421 (10.312 min): VN085121.D\data.ms (-
75.1
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Abundance
10.306

#50
1,1,2‐Trichloroethane
Concen:   18.046 ug/l  
RT:  11.012 min  Scan# 1540
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 97 Resp:   36370
Ion  Ratio  Lower  Upper
 97  100
 83   89.8   65.8   98.8 
 85   57.1   40.8   61.2 
 99   61.9   44.0   66.0 

Ref

Raw

Sub
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Abundance Scan 1540 (11.012 min): VN085121.D\data.ms (-
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#51
Ethyl methacrylate
Concen:   18.076 ug/l  
RT:  10.871 min  Scan# 1516
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 69 Resp:   55409
Ion  Ratio  Lower  Upper
 69  100
 41   62.0   32.1   96.3 
 39   36.8   18.8   56.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0
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Abundance Scan 1516 (10.871 min): VN085121.D\data.ms (-
69.1
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#52
1,3‐Dichloropropane
Concen:   18.210 ug/l  
RT:  11.159 min  Scan# 1565
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 76 Resp:   61421
Ion  Ratio  Lower  Upper
 76  100
 78   32.5    0.0   65.6 

Ref

Raw

Sub
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Abundance Scan 1565 (11.159 min): VN085121.D\data.ms (-
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#53
Dibromochloromethane
Concen:   18.708 ug/l  
RT:  11.353 min  Scan# 1598
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:129 Resp:   45949
Ion  Ratio  Lower  Upper
129  100
127   75.2   37.3  111.9 

Ref

Raw

Sub
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Abundance Scan 1599 (11.359 min): VN085121.D\data.ms (-
128.9

81.048.0
207.9172.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->
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#54
1,2‐Dibromoethane
Concen:   18.272 ug/l  
RT:  11.465 min  Scan# 1617
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:107 Resp:   37104
Ion  Ratio  Lower  Upper
107  100
109   95.1   75.2  112.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
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m/z-->

Abundance Scan 1618 (11.471 min): VN085121.D\data.ms (-
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#55
2‐Chloroethyl vinyl ether
Concen:   61.005 ug/l  
RT:  10.159 min  Scan# 1395
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 63 Resp:   86871
Ion  Ratio  Lower  Upper
 63  100
 65   32.2   25.9   38.9 
106   29.3   23.5   35.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
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Abundance Scan 1395 (10.159 min): VN085121.D\data.ms (-
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#56
Bromoform
Concen:   17.887 ug/l  
RT:  12.576 min  Scan# 1806
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:173 Resp:   29455
Ion  Ratio  Lower  Upper
173  100
175   49.6   40.2   60.2 
254    9.0    6.2    9.4 

Ref

Raw

Sub
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173.0

80.9

253.8
44.0

12.50 12.55 12.60

0

5000

10000

15000

Time-->

Abundance
12.576

VN085208.D  624N120624W.M      Mon Dec 16 12:21:46 2024       Page 31

Instrument :
MSVOA_N
ClientSampleId :
VN1216WBS01



#57
Chlorobenzene‐d5
Concen:   30.000 ug/l  
RT:  11.865 min  Scan# 1685
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:117 Resp:  155663
Ion  Ratio  Lower  Upper
117  100
 82   56.1   44.2   66.4 
119   30.8   25.4   38.2 

Ref

Raw

Sub
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Abundance Scan 1685 (11.865 min): VN085121.D\data.ms (-
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#58
4‐Methyl‐2‐Pentanone
Concen:   90.751 ug/l  
RT:  10.441 min  Scan# 1443
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:  230551
Ion  Ratio  Lower  Upper
 43  100
 58   40.6   31.6   47.4 
 85   19.2   15.0   22.6 

Ref

Raw

Sub
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0
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#59
2‐Hexanone
Concen:   89.701 ug/l  
RT:  11.194 min  Scan# 1571
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 43 Resp:  172668
Ion  Ratio  Lower  Upper
 43  100
 58   56.9   43.6   65.4 
 57   20.0   15.4   23.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0
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Abundance Scan 1571 (11.194 min): VN085121.D\data.ms (-
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#60
4‐Bromofluorobenzene
Concen:   29.655 ug/l  
RT:  12.847 min  Scan# 1852
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 95 Resp:   76379
Ion  Ratio  Lower  Upper
 95  100
174   77.0   60.3   90.5 
176   71.5   57.4   86.0 

Ref

Raw

Sub
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Abundance Scan 1852 (12.847 min): VN085121.D\data.ms (-
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#61
Tetrachloroethene
Concen:   19.138 ug/l  
RT:  11.100 min  Scan# 1555
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:164 Resp:   36077
Ion  Ratio  Lower  Upper
164  100
166  121.7  103.8  155.8 
129   93.2   84.2  126.4 
131   94.4   84.1  126.1 

Ref

Raw

Sub

40 60 80 100 120 140 160
0
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Abundance Scan 1555 (11.100 min): VN085121.D\data.ms (-
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#62
Toluene
Concen:   18.900 ug/l  
RT:  10.624 min  Scan# 1474
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 91 Resp:  171579
Ion  Ratio  Lower  Upper
 91  100
 92   58.1   46.5   69.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0
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Abundance Scan 1475 (10.629 min): VN085121.D\data.ms (-
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#63
Toluene‐d8
Concen:   29.671 ug/l  
RT:  10.565 min  Scan# 1464
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 98 Resp:  216652
Ion  Ratio  Lower  Upper
 98  100
100   64.8   52.0   78.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0
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Abundance Scan 1464 (10.565 min): VN085121.D\data.ms (-
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#64
Chlorobenzene
Concen:   18.744 ug/l  
RT:  11.888 min  Scan# 1689
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:112 Resp:  105060
Ion  Ratio  Lower  Upper
112  100
114   31.7   26.0   39.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50
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Abundance Scan 1689 (11.888 min): VN085121.D\data.ms (-
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#65
1,1,1,2‐Tetrachloroethane
Concen:   18.556 ug/l  
RT:  11.953 min  Scan# 1700
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:131 Resp:   38827
Ion  Ratio  Lower  Upper
131  100
133   98.0    0.0  194.0 
119   63.7    0.0  131.8 

Ref

Raw

Sub
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Abundance Scan 1701 (11.959 min): VN085121.D\data.ms (-
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#66
Ethyl Benzene
Concen:   18.698 ug/l  
RT:  11.959 min  Scan# 1701
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 91 Resp:  180124
Ion  Ratio  Lower  Upper
 91  100
106   30.8   23.1   34.7 

Ref

Raw

Sub

40 60 80 100 120 140 160
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Abundance Scan 1701 (11.959 min): VN085121.D\data.ms (-
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#67
m/p‐Xylenes
Concen:   38.037 ug/l  
RT:  12.070 min  Scan# 1720
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:106 Resp:  140933
Ion  Ratio  Lower  Upper
106  100
 91  208.6  165.0  247.4 

Ref

Raw

Sub
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Abundance Scan 1720 (12.071 min): VN085121.D\data.ms (-
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#68
o‐Xylene
Concen:   19.229 ug/l  
RT:  12.394 min  Scan# 1775
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:106 Resp:   66910
Ion  Ratio  Lower  Upper
106  100
 91  219.0  112.1  336.4 

Ref

Raw

Sub
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Abundance Scan 1775 (12.394 min): VN085121.D\data.ms (-
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#69
Styrene
Concen:   18.651 ug/l  
RT:  12.406 min  Scan# 1777
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:104 Resp:  110123
Ion  Ratio  Lower  Upper
104  100
 78   53.6   42.3   63.5 
103   55.0   44.4   66.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1777 (12.406 min): VN085121.D\data.ms (-
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#70
Isopropylbenzene
Concen:   19.264 ug/l  
RT:  12.694 min  Scan# 1826
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:105 Resp:  172891
Ion  Ratio  Lower  Upper
105  100
120   25.4   18.3   33.9 

Ref
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Sub
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#71
1,1,2,2‐Tetrachloroethane
Concen:   18.592 ug/l  
RT:  12.935 min  Scan# 1867
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 83 Resp:   50789
Ion  Ratio  Lower  Upper
 83  100
131   10.6    5.1   15.3 
 85   63.5   31.1   93.5 

Ref

Raw

Sub
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#72
1,2,3‐Trichloropropane
Concen:   24.657 ug/l  
RT:  12.988 min  Scan# 1876
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 75 Resp:   66535
Ion  Ratio  Lower  Upper
 75  100
 77  134.8    0.0  339.0 

Ref

Raw

Sub
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#73
Bromobenzene
Concen:   18.670 ug/l  
RT:  12.976 min  Scan# 1874
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:156 Resp:   41970
Ion  Ratio  Lower  Upper
156  100
 77  213.6    0.0  430.4 
158   96.9    0.0  195.2 

Ref

Raw

Sub
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Abundance Scan 1874 (12.976 min): VN085121.D\data.ms (-
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#74
n‐propylbenzene
Concen:   18.628 ug/l  
RT:  13.029 min  Scan# 1883
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 91 Resp:  200993
Ion  Ratio  Lower  Upper
 91  100
120   22.7    0.0   44.0 

Ref

Raw

Sub
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Abundance Scan 1884 (13.035 min): VN085121.D\data.ms (-
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#75
2‐Chlorotoluene
Concen:   18.991 ug/l  
RT:  13.123 min  Scan# 1899
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 91 Resp:  126691
Ion  Ratio  Lower  Upper
 91  100
126   32.4    0.0   64.2 

Ref
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#76
1,3,5‐Trimethylbenzene
Concen:   19.344 ug/l  
RT:  13.170 min  Scan# 1907
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:105 Resp:  148740
Ion  Ratio  Lower  Upper
105  100
120   47.5    0.0   94.4 

Ref
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#77
t‐1,4‐Dichloro‐2‐butene
Concen:   18.768 ug/l  
RT:  12.735 min  Scan# 1833
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 75 Resp:   18403
Ion  Ratio  Lower  Upper
 75  100
 53  100.1   49.1  147.3 
 89   45.4   22.9   68.5 

Ref

Raw

Sub

40 60 80 100 120
0

50

m/z-->

Abundance Scan 1833 (12.735 min): VN085121.D\data.ms (-
88.1

53.1

39.1
73.0 124.0108.8

40 60 80 100 120
0

50

m/z-->

Abundance Scan 1833 (12.735 min): VN085208.D\data.ms
88.153.1

39.1

73.0 105.1 124.2

40 60 80 100 120
0

50

m/z-->

Abundance Scan 1833 (12.735 min): VN085208.D\data.ms (-
88.153.1

39.1

73.0 105.1 124.2

12.70 12.75
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Time-->
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12.735

#78
4‐Chlorotoluene
Concen:   18.901 ug/l  
RT:  13.217 min  Scan# 1915
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 91 Resp:  127983
Ion  Ratio  Lower  Upper
 91  100
126   32.6    0.0   64.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1915 (13.218 min): VN085121.D\data.ms (-
91.1

126.1

63.1
39.1 207.2

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1915 (13.217 min): VN085208.D\data.ms
91.1

126.1

63.1
39.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1915 (13.217 min): VN085208.D\data.ms (-
91.0

126.1

63.1
39.1
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#79
tert‐butylbenzene
Concen:   18.902 ug/l  
RT:  13.435 min  Scan# 1952
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:119 Resp:  119374
Ion  Ratio  Lower  Upper
119  100
 91   72.9    0.0  139.2 
134   25.4    0.0   48.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1952 (13.435 min): VN085121.D\data.ms (-
119.1

91.1

41.1
65.1 164.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1952 (13.435 min): VN085208.D\data.ms
119.2

91.1

41.1
65.1

147.1 207.3

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1952 (13.435 min): VN085208.D\data.ms (-
119.2

91.1

41.1
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147.1 207.3
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Abundance
13.435

#80
1,2,4‐Trimethylbenzene
Concen:   19.451 ug/l  
RT:  13.476 min  Scan# 1959
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:105 Resp:  147735
Ion  Ratio  Lower  Upper
105  100
120   42.9    0.0   87.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1960 (13.482 min): VN085121.D\data.ms (-
105.1

166.9
129.960.137.0 199.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1959 (13.476 min): VN085208.D\data.ms
105.1

166.977.1 130.051.1
206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1959 (13.476 min): VN085208.D\data.ms (-
105.1
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#81
sec‐Butylbenzene
Concen:   19.039 ug/l  
RT:  13.612 min  Scan# 1982
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:105 Resp:  170821
Ion  Ratio  Lower  Upper
105  100
134   19.6    0.0   38.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1982 (13.612 min): VN085121.D\data.ms (-
105.1

134.2
77.1

51.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1982 (13.612 min): VN085208.D\data.ms
105.1

134.277.1
51.1 207.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1982 (13.612 min): VN085208.D\data.ms (-
105.1

134.277.1
51.1 207.0
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20000

40000

60000

80000
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Time-->

Abundance
13.612

#82
p‐Isopropyltoluene
Concen:   19.331 ug/l  
RT:  13.723 min  Scan# 2001
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:119 Resp:  143795
Ion  Ratio  Lower  Upper
119  100
134   26.3    0.0   51.6 
 91   25.2    0.0   50.4 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2002 (13.729 min): VN085121.D\data.ms (-
119.1

146.0

91.1
74.150.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2001 (13.723 min): VN085208.D\data.ms
119.1

146.0
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74.150.1
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m/z-->

Abundance Scan 2001 (13.723 min): VN085208.D\data.ms (-
119.1

146.0
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#83
1,3‐Dichlorobenzene
Concen:   18.638 ug/l  
RT:  13.729 min  Scan# 2002
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:146 Resp:   76871
Ion  Ratio  Lower  Upper
146  100
111   43.6   21.1   63.3 
148   65.5   31.8   95.3 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2002 (13.729 min): VN085121.D\data.ms (-
119.1

146.0

91.1
74.150.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2002 (13.729 min): VN085208.D\data.ms
119.1

146.0

91.1
50.1 74.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2002 (13.729 min): VN085208.D\data.ms (-
119.1

146.0

75.0
50.1 93.1
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30000

40000

Time-->

Abundance
13.729

#84
1,4‐Dichlorobenzene
Concen:   19.003 ug/l  
RT:  13.812 min  Scan# 2016
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:146 Resp:   76385
Ion  Ratio  Lower  Upper
146  100
111   40.0   20.1   60.3 
148   63.8   31.6   94.7 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2016 (13.812 min): VN085121.D\data.ms (-
146.0

111.0
75.1

50.1

94.8

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2016 (13.812 min): VN085208.D\data.ms
146.0

111.175.1

50.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2016 (13.812 min): VN085208.D\data.ms (-
146.0

111.175.1

50.1
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#85
n‐Butylbenzene
Concen:   19.083 ug/l  
RT:  14.053 min  Scan# 2057
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 91 Resp:  119073
Ion  Ratio  Lower  Upper
 91  100
 92   52.4    0.0  104.0 
134   24.5    0.0   49.2 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2057 (14.053 min): VN085121.D\data.ms (-
91.1

134.2
65.139.1 115.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2057 (14.053 min): VN085208.D\data.ms
91.1

134.2
65.1

39.1 117.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 2057 (14.053 min): VN085208.D\data.ms (-
91.1

134.2
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40000
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Time-->

Abundance
14.053

#86
Hexachloroethane
Concen:   18.824 ug/l  
RT:  14.329 min  Scan# 2104
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:117 Resp:   27875
Ion  Ratio  Lower  Upper
117  100
201   73.5   34.1  102.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2104 (14.329 min): VN085121.D\data.ms (-
117.0

200.9

165.9

82.047.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2104 (14.329 min): VN085208.D\data.ms
119.0

200.9

166.094.0
47.1
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0

50

m/z-->

Abundance Scan 2104 (14.329 min): VN085208.D\data.ms (-
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#87
1,2‐Dichlorobenzene
Concen:   18.718 ug/l  
RT:  14.100 min  Scan# 2065
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:146 Resp:   72871
Ion  Ratio  Lower  Upper
146  100
111   42.9   21.9   65.7 
148   65.6   32.4   97.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2066 (14.106 min): VN085121.D\data.ms (-
146.0

111.1
75.1

50.1
207.1
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m/z-->

Abundance Scan 2065 (14.100 min): VN085208.D\data.ms
146.0

111.1
75.1

50.1

40 60 80 100 120 140 160 180 200
0
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Abundance Scan 2065 (14.100 min): VN085208.D\data.ms (-
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Time-->

Abundance
14.100

#88
1,2‐Dibromo‐3‐Chloropropane
Concen:   18.139 ug/l  
RT:  14.717 min  Scan# 2170
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion: 75 Resp:    9899
Ion  Ratio  Lower  Upper
 75  100
155   79.8   62.1   93.1 
157   98.5   79.3  118.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 2170 (14.717 min): VN085121.D\data.ms (-
157.075.1

39.1

121.0
186.8 235.9

40 60 80 100 120 140 160 180 200 220 240
0

50
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Abundance Scan 2170 (14.717 min): VN085208.D\data.ms
157.075.0

39.1
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207.0
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0
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Abundance Scan 2170 (14.717 min): VN085208.D\data.ms (-
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#89
1,2,4‐Trichlorobenzene
Concen:   19.527 ug/l  
RT:  15.835 min  Scan# 2360
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:180 Resp:   37230
Ion  Ratio  Lower  Upper
180  100
182   96.8   74.0  111.0 
145   34.8   28.6   43.0 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2360 (15.835 min): VN085121.D\data.ms (-
180.0

145.074.1 109.0

37.1
281.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2360 (15.835 min): VN085208.D\data.ms
182.0

145.074.1 109.1

37.1 280.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2360 (15.835 min): VN085208.D\data.ms (-
182.0

145.074.1 109.1
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Time-->

Abundance
15.835

#90
Hexachlorobutadiene
Concen:   20.308 ug/l  
RT:  15.494 min  Scan# 2302
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:225 Resp:   20120
Ion  Ratio  Lower  Upper
225  100
223   64.7    0.0  121.8 
227   63.1    0.0  126.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2303 (15.500 min): VN085121.D\data.ms (-
224.9

189.9118.0

83.0 259.947.0 152.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2302 (15.494 min): VN085208.D\data.ms
224.9

118.0 189.9

82.9 259.9153.047.0
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Abundance Scan 2302 (15.494 min): VN085208.D\data.ms (-
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#91
Naphthalene
Concen:   18.930 ug/l  
RT:  15.635 min  Scan# 2326
Delta R.T.  ‐0.006 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:128 Resp:  112126
Ion  Ratio  Lower  Upper
128  100
127   12.6   11.0   16.4 
129   10.6    8.7   13.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2326 (15.635 min): VN085121.D\data.ms (-
128.1

102.151.1 74.1
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Abundance Scan 2326 (15.635 min): VN085208.D\data.ms
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Abundance Scan 2326 (15.635 min): VN085208.D\data.ms (-
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#92
1,2,3‐Trichlorobenzene
Concen:   19.527 ug/l  
RT:  15.835 min  Scan# 2360
Delta R.T.  0.000 min
Lab File:   VN085208.D
Acq: 16 Dec 2024  10:19    

Tgt Ion:180 Resp:   37230
Ion  Ratio  Lower  Upper
180  100
182   96.8    0.0  185.0 
145   34.8    0.0   71.6 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2360 (15.835 min): VN085121.D\data.ms (-
180.0

145.074.1 109.0

37.1
281.1
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Abundance Scan 2360 (15.835 min): VN085208.D\data.ms
182.0

145.074.1 109.1

37.1 280.9
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Abundance Scan 2360 (15.835 min): VN085208.D\data.ms (-
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