
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

115878 280216 244084

49662 120092 104608

CHEM P5296 P5296

VL041818.D

MSVOA_L

RTX-1 0.32

12/19/2024

13:16

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) N

Contract: TETR16

82770 200154 174346

3.12

2.79 3.96 8.89

4.29 9.22

2.46 3.63 8.56

P5296

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

C0AC3 83158 189944 2.79  3.96  8.88189313

C0AC4 79104 190007 2.79  3.97  8.89180475

VL1219ABL01 80898 161703 2.79  3.96  8.88191925

VL1219ABS01 80796 168530 2.79  3.96  8.89195963

IS1 = Bromochloromethane

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +40% of internal standard area

AREA LOWER LIMIT = -40% of internal standard area

RT UPPER LIMIT = +0.33 minutes of internal standard RT

RT LOWER LIMIT = -0.33 minutes of internal standard RT


