
Instrument ID: GC Column: ID:

Lab File ID: Time Analyzed:

EPA Sample No.: Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

SEMIVOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

8C 

IS4 (PHN)

AREA #
RT #

IS5 (CRY)

AREA #
RT #

IS6 (PRY)

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

CHEM P5317 P5317

EPA SAMPLE NO.

(mm)

SSTDCCC0.4

BN035776.D

BNA_N

12/23/2024

10:22

ZB-GR 0.25

11548 16.698 8770 20.947 8918 23.026

23096 17.198 17540 21.447 17836 23.526

5774 16.198 4385 22.526445920.447

P5317

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

01 RW9-MW01D2-20241217 9433 7371 7348 16.70  20.95  23.03

02 RW9-MW01D3-20241217 10345 8498 8330 16.70  20.95  23.04

03 DUP-06-20241217 9144 7343 7454 16.70  20.95  23.03

04 RE132D5-20241217 9917 7844 8048 16.70  20.95  23.03

05 RE132D5-20241217MS 8809 7064 6166 16.70  20.95  23.03

06 RE132D5-20241217MSD 11083 7248 5290 16.70  20.95  23.03

07 RE132D6-20241217 8152 7140 7410 16.70  20.96  23.04

08 RE132D7-20241217 9853 8499 8895 16.70  20.95  23.03

09 RW8-MW01D2-20241217 7039 5995 6063 16.70  20.95  23.03

10 RW8-MW01D3-20241217 8391 7265 7419 16.70  20.95  23.03

IS4 (PHN) = Phenanthrene-d10

IS5 (CRY) = Chrysene-d12

IS6 (PRY) = Perylene-d12

RT UPPER LIMIT = -0.50 minutes of internal standard RT

RT UPPER LIMIT = +0.50 minutes of internal standard RT

AREA LOWER LIMIT = -50% of internal standard area

AREA UPPER LIMIT = +100% of internal standard area

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

Form VIII SV-1


