
rteres
                                                      Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_G\Data\FG122324\
  Data File : FG015015.D                                          
  Signal(s) : FID1A.ch
  Acq On    : 23 Dec 2024  11:02
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_G\Method\FG121924.M
  Title     :  

  Signal    : FID1A.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  2.014   1.978   2.077  BB   553381   5782919  82.36%  5.399%
   2  4.552   4.513   4.594  BB   584526   5994973  85.38%  5.597%
   3  6.735   6.698   6.768  BB   626591   6392456  91.04%  5.969%
   4  8.572   8.537   8.611  BB   609694   6443794  91.77%  6.016%
   5 10.188  10.152  10.231  BB   607530   6718268  95.68%  6.273%
 
   6 11.638  11.599  11.679  BB   615614   7021634 100.00%  6.556%
   7 12.953  12.908  12.998  BB   566600   6908728  98.39%  6.451%
   8 14.157  14.119  14.194  BB   548893   6825399  97.21%  6.373%
   9 15.059  15.014  15.089  BV   435060   6019462  85.73%  5.620%
  10 15.264  15.223  15.302  BB   511725   6786928  96.66%  6.337%
 
  11 16.288  16.241  16.331  BB   508330   6685365  95.21%  6.242%
  12 17.241  17.187  17.277  BB   484847   6580705  93.72%  6.144%
  13 18.132  18.074  18.170  BB   462617   6516073  92.80%  6.084%
  14 18.966  18.913  19.016  BB   432508   6236967  88.83%  5.823%
  15 19.750  19.699  19.788  BB   361256   5329448  75.90%  4.976%
 
  16 20.492  20.437  20.530  BB   287903   4209112  59.94%  3.930%
  17 21.242  21.180  21.303  BB   197645   3529727  50.27%  3.296%
  18 22.185  22.113  22.259  BB   122534   3121038  44.45%  2.914%
                        Sum of corrected areas:   107102995 
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