
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 12/26/2024 8:04:51 AM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps122324 8151PS122324

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS122324

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 12/27/2024 7:50:05 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS028785.D OkHEXANE 23 Dec 2024  10:36 AR\AJ

2 I.BLK PS028786.D OkI.BLK 23 Dec 2024  11:00 AR\AJ

3 HSTDICC200 PS028787.D Ok,MHSTDICC200 23 Dec 2024  11:23 AR\AJ

4 HSTDICC500 PS028788.D OkHSTDICC500 23 Dec 2024  11:47 AR\AJ

5 HSTDICC750 PS028789.D OkHSTDICC750 23 Dec 2024  12:11 AR\AJ

6 HSTDICC1000 PS028790.D Ok,MHSTDICC1000 23 Dec 2024  12:35 AR\AJ

7 HSTDICC1500 PS028791.D OkHSTDICC1500 23 Dec 2024  12:59 AR\AJ

8 HSTDICV750 PS028792.D OkICVPS122324 23 Dec 2024  13:23 AR\AJ

9 I.BLK PS028793.D OkI.BLK 23 Dec 2024  13:47 AR\AJ

10 HSTDCCC750 PS028794.D OkHSTDCCC750 23 Dec 2024  14:11 AR\AJ

11 P5330-01 PS028795.D Ok,MTP-5 23 Dec 2024  14:34 AR\AJ

12 P5355-01 PS028796.D Ok,MRBR251688 23 Dec 2024  14:58 AR\AJ

13 PB165776BL PS028797.D OkPB165776BL 23 Dec 2024  15:22 AR\AJ

14 PB165776BS PS028798.D Ok,MPB165776BS 23 Dec 2024  15:46 AR\AJ

15 I.BLK PS028799.D OkI.BLK 23 Dec 2024  16:10 AR\AJ

16 HSTDCCC750 PS028800.D OkHSTDCCC750 23 Dec 2024  16:34 AR\AJ

17 P5306-01 PS028801.D Ok,MOU4-VSL-07-121224 23 Dec 2024  16:58 AR\AJ

18 P5306-03 PS028802.D Ok,MOU4-VSL-08-121224 23 Dec 2024  17:22 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 12/26/2024 8:04:51 AM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps122324 8151PS122324

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS122324

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 12/27/2024 7:50:05 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 P5306-05 PS028803.D Ok,MOU4-VSL-09-121224 23 Dec 2024  17:46 AR\AJ

20 P5306-07 PS028804.D Ok,MOU4-VSL-10-121224 23 Dec 2024  18:10 AR\AJ

21 P5306-09 PS028805.D Ok,MOU4-VSL-11-121224 23 Dec 2024  18:33 AR\AJ

22 P5306-11 PS028806.D Ok,MOU4-VSL-12-121224 23 Dec 2024  18:57 AR\AJ

23 P5306-13 PS028807.D 2,4-DCAA low in both column Not OkOU4-VSL-13-121224 23 Dec 2024  19:21 AR\AJ

24 P5306-15MS PS028808.D 2,4-DCAA high in first column , 

compound#14 recovery fail

Not OkOU4-VSL-14-121224MS 23 Dec 2024  19:45 AR\AJ

25 P5306-15MSD PS028809.D 2,4-DCAA high in first column , 

compound#14 recovery fail

Not OkOU4-VSL-14-121224MSD 23 Dec 2024  20:09 AR\AJ

26 I.BLK PS028810.D OkI.BLK 23 Dec 2024  20:33 AR\AJ

27 HSTDCCC750 PS028811.D OkHSTDCCC750 23 Dec 2024  20:57 AR\AJ

28 PB165784BL PS028812.D OkPB165784BL 23 Dec 2024  21:21 AR\AJ

29 P5356-01 PS028813.D OkSTAND-PIPE 23 Dec 2024  21:45 AR\AJ

30 PB165784BS PS028814.D OkPB165784BS 23 Dec 2024  22:09 AR\AJ

31 PB165784BSD PS028815.D Ok,MPB165784BSD 23 Dec 2024  22:32 AR\AJ

32 I.BLK PS028816.D OkI.BLK 23 Dec 2024  22:56 AR\AJ

33 HSTDCCC750 PS028817.D OkHSTDCCC750 23 Dec 2024  23:20 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 12/30/2024 9:30:50 AM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps122324 8151PS122724

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS122724

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 12/30/2024 9:51:42 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS028826.D OkHEXANE 27 Dec 2024  09:57 AR\AJ

2 I.BLK PS028827.D OkI.BLK 27 Dec 2024  10:21 am AR\AJ

3 HSTDCCC750 PS028828.D Ok,MHSTDCCC750 27 Dec 2024  10:45 am AR\AJ

4 PB165874BL PS028829.D OkPB165874BL 27 Dec 2024  16:45 AR\AJ

5 PB165874BS PS028830.D Ok,MPB165874BS 27 Dec 2024  17:09 AR\AJ

6 P5318-01 PS028831.D OkAU-06-122024 27 Dec 2024  17:33 AR\AJ

7 P5318-01MS PS028832.D Some compound recovery fail Ok,MAU-06-122024MS 27 Dec 2024  17:57 AR\AJ

8 P5318-01MSD PS028833.D Some compound recovery fail Ok,MAU-06-122024MSD 27 Dec 2024  18:21 AR\AJ

9 P5386-01 PS028834.D Ok,MMOO-24-00398 27 Dec 2024  18:44 AR\AJ

10 P5386-03 PS028835.D OkMOO-24-00395-96 27 Dec 2024  19:08 AR\AJ

11 I.BLK PS028836.D OkI.BLK 27 Dec 2024  19:32 AR\AJ

12 HSTDCCC750 PS028837.D OkHSTDCCC750 27 Dec 2024  19:56 AR\AJ

13 PB165896BL PS028838.D OkPB165896BL 27 Dec 2024  21:08 AR\AJ

14 PB165896BS PS028839.D OkPB165896BS 27 Dec 2024  21:32 AR\AJ

15 PB165858TB PS028840.D surrogate fail Not OkPB165858TB 27 Dec 2024  21:56 AR\AJ

16 P5362-02 PS028841.D OkWC-SOIL-20241219 27 Dec 2024  22:20 AR\AJ

17 P5362-02MS PS028842.D DINOSEB low in 1st column Ok,MWC-SOIL-20241219MS 27 Dec 2024  22:44 AR\AJ

18 P5362-02MSD PS028843.D DINOSEB low in 1st column Ok,MWC-SOIL-20241219MSD 27 Dec 2024  23:08 AR\AJ



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnAbdul 12/30/2024 9:30:50 AM

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

ps122324 8151PS122724

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS122724

STD. NAME STD REF.#

Supervise By Supervise OnAnkita 12/30/2024 9:51:42 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

19 P5380-02 PS028844.D 2,4-DCAA high in 1st columns. ReRunTAPIAL3-IDW-SOIL-122024-T1 27 Dec 2024  23:32 AR\AJ

20 I.BLK PS028845.D OkI.BLK 27 Dec 2024  23:56 AR\AJ

21 HSTDCCC750 PS028846.D OkHSTDCCC750 28 Dec 2024  00:19 AR\AJ

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review On

PP24064,PP24065,PP24066,PP24067,PP24068

PP24066

PP24069,PP24070

PS123124

ECD_S

Daily Analysis Runlog For Sequence/QCBatch ID # PS123124

STD. NAME STD REF.#

Supervise By Supervise On

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 HEXANE PS028860.D OkHEXANE 31 Dec 2024  08:11 AR\AJ

2 I.BLK PS028861.D OkI.BLK 31 Dec 2024  08:35 AR\AJ

3 HSTDCCC750 PS028862.D Ok,NRHSTDCCC750 31 Dec 2024  08:59 AR\AJ

4 PB165858TB PS028863.D OkPB165858TB 31 Dec 2024  11:52 AR\AJ

5 I.BLK PS028864.D OkI.BLK 31 Dec 2024  12:16 AR\AJ

6 HSTDCCC750 PS028865.D Ok,NRHSTDCCC750 31 Dec 2024  12:40 AR\AJ

M : Manual Integration


