
MEAN SUROGATE RT FROM INITIAL CALIBRATION 15.074

#RT

PARSONS Main of New York, Inc.

Con Edison Non-MGP - East River 453648.60024.03

 Analytical Sequence

Client:

Project:

GC Column:

SDG No.: 

Instrument ID:

THE ANALYTICAL SEQUENCE OF PERFORMANCE EVALUATION MIXTURES, BLANKS, SAMPLES, 

AND STANDARDS IS GIVEN BELOW:

SAMPLE NO.

EPA LAB

SAMPLE ID

DATE AND TIME

ANALYZED
DATAFILE

ID: (mm)

P5362

RXI-1MS 0.18

FID_G

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

15.05523 Dec 2024  10:34 FG015014.DI.BLK01PIBLK01

15.05923 Dec 2024  11:02 FG015015.D50 PPM TRPH STD50 PPM TRPH STD

15.01823 Dec 2024  13:23 FG015020.DP5361-02MSSB-01-20241219-9.0-9.5MS

15.05923 Dec 2024  13:51 FG015021.DI.BLK02PIBLK02

15.06323 Dec 2024  14:19 FG015022.D50 PPM TRPH STD50 PPM TRPH STD

15.06023 Dec 2024  15:16 FG015023.DP5362-01WC-SOIL-20241219

15.06123 Dec 2024  15:44 FG015024.DPB165807BLPB165807BL

15.05823 Dec 2024  16:12 FG015025.DPB165807BSPB165807BS

15.05723 Dec 2024  16:41 FG015026.DP5361-02MSDSB-01-20241219-9.0-9.5MSD

15.05823 Dec 2024  17:37 FG015028.DI.BLK03PIBLK03

15.06123 Dec 2024  18:34 FG015029.D50 PPM TRPH STD50 PPM TRPH STD

(± 0.10 minutes) 15.17414.974

Upper LimitsLower LimitQC Limits# Column used to flag RT values with an * values outside of QC limits


