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Daily Analysis Runlog For Sequence/QCBatch ID # VN122724

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 12/30/2024 12:45:11 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085320.D OkBFB 27 Dec 2024  09:52 JC\MD

2 VSTDICC100 VN085321.D Ok,MVSTDICC100 27 Dec 2024  10:26 JC\MD

3 VSTDICCC050 VN085322.D Ok,MVSTDICCC050 27 Dec 2024  10:50 JC\MD

4 VSTDICC020 VN085323.D Ok,MVSTDICC020 27 Dec 2024  11:13 JC\MD

5 VSTDICC010 VN085324.D Ok,MVSTDICC010 27 Dec 2024  11:37 JC\MD

6 VSTDICC005 VN085325.D Ok,MVSTDICC005 27 Dec 2024  12:01 JC\MD

7 VSTDICC001 VN085326.D Comp #86 on QR Ok,MVSTDICC001 27 Dec 2024  12:48 JC\MD

8 IBLK VN085327.D OkIBLK 27 Dec 2024  13:12 JC\MD

9 VSTDICV050 VN085328.D Ok,MICVVN122724 27 Dec 2024  15:58 JC\MD

10 VN1227WBL01 VN085329.D OkVN1227WBL01 27 Dec 2024  16:33 JC\MD

11 VN1227WBS01 VN085330.D Ok,MVN1227WBS01 27 Dec 2024  16:57 JC\MD

12 VN1227WBSD01 VN085331.D Ok,MVN1227WBSD01 27 Dec 2024  17:30 JC\MD

13 PB165857TB VN085332.D OkPB165857TB 27 Dec 2024  17:55 JC\MD

14 P5362-02 VN085333.D vial A pH#5.0 OkWC-SOIL-20241219 27 Dec 2024  18:18 JC\MD

15 P5380-02 VN085334.D vial A pH#5.0 OkTAPIAL3-IDW-SOIL-122024-T1 27 Dec 2024  18:42 JC\MD

16 P5386-02 VN085335.D vial A pH#5.0 Ok,MMOO-24-00398 27 Dec 2024  19:06 JC\MD

17 P5386-04 VN085336.D vial A pH#5.0 Ok,MMOO-24-00395-96 27 Dec 2024  19:30 JC\MD

18 VSTDCCC050 VN085337.D Ok,MVSTDCCC050EC 27 Dec 2024  19:54 JC\MD
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1 BFB VN085338.D OkBFB 30 Dec 2024  10:39 JC\MD

2 VSTDCCC050 VN085339.D CCAL failed high for comp. #25 Ok,MVSTDCCC050 30 Dec 2024  12:27 JC\MD

3 VN1230MBL01 VN085340.D OkVN1230MBL01 30 Dec 2024  13:02 JC\MD

4 VN1230WBL01 VN085341.D OkVN1230WBL01 30 Dec 2024  13:26 JC\MD

5 VN1230WBS01 VN085342.D Ok,MVN1230WBS01 30 Dec 2024  13:50 JC\MD

6 VN1230WBSD01 VN085343.D BSD failed high for comp. #16,25 Ok,MVN1230WBSD01 30 Dec 2024  14:25 JC\MD

7 P5386-05 VN085344.D Need Straight Run Not OkMOO-24-00397 30 Dec 2024  14:49 JC\MD

8 P5369-01 VN085345.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-6 30 Dec 2024  15:14 JC\MD

9 P5369-02 VN085346.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-5 30 Dec 2024  15:38 JC\MD

10 P5369-03 VN085347.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-4 30 Dec 2024  16:02 JC\MD

11 P5369-04 VN085348.D vial A pH<2 OkSTORAGE-BLANK-SAMPLE-MANAGEMENT30 Dec 2024  16:26 JC\MD

12 P5394-01 VN085349.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-6 30 Dec 2024  16:50 JC\MD

13 P5394-02 VN085350.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-5 30 Dec 2024  17:14 JC\MD

14 P5394-03 VN085351.D vial A pH<2 OkSTORAGE-BLANK-SOIL-REF-4 30 Dec 2024  17:38 JC\MD

15 P5394-04 VN085352.D vial A pH<2 OkSTORAGE-BLANK-SAMPLE-MANAGEMENT30 Dec 2024  18:02 JC\MD

16 VN1230MBS01 VN085353.D Ok,MVN1230MBS01 30 Dec 2024  18:26 JC\MD

17 P5386-01ME VN085354.D OkMOO-24-00398ME 30 Dec 2024  18:51 JC\MD

18 P5386-03 VN085355.D Need Straight Run Not OkMOO-24-00395-96 30 Dec 2024  19:15 JC\MD
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19 IBLK VN085356.D OkIBLK 30 Dec 2024  19:39 JC\MD

20 P5386-05 VN085357.D CCAL failed high for comp. #25; 

BSD failed high for comp. #16,25

ReRunMOO-24-00397 30 Dec 2024  20:03 JC\MD

21 VSTDCCC050 VN085358.D Ok,MVSTDCCC050EC 30 Dec 2024  20:27 JC\MD

M : Manual Integration


