
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 1/8/2025 9:39:14 AM

VP132436

VP132441,VP132442,VP132443,VP132444,VP132445,VP132446

VP132437

VP132447

82X010725W.MVX010725

MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX010725

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 1/8/2025 3:17:27 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044595.D OkBFB 07 Jan 2025  09:14 JC/MD

2 VSTDICC001 VX044596.D Ok,MVSTDICC001 07 Jan 2025  10:06 JC/MD

3 VSTDICC005 VX044597.D Comp.#71 is on Quadratic 

Regression

Ok,MVSTDICC005 07 Jan 2025  10:29 JC/MD

4 VSTDICC020 VX044598.D Ok,MVSTDICC020 07 Jan 2025  10:51 JC/MD

5 VSTDICCC050 VX044599.D Ok,MVSTDICCC050 07 Jan 2025  11:14 JC/MD

6 VSTDICC100 VX044600.D Ok,MVSTDICC100 07 Jan 2025  11:37 JC/MD

7 VSTDICC150 VX044601.D Ok,MVSTDICC150 07 Jan 2025  12:00 JC/MD

8 IBLK VX044602.D Ok,MIBLK 07 Jan 2025  12:23 JC/MD

9 VSTDICV050 VX044603.D Ok,MICVVX010725 07 Jan 2025  15:34 JC/MD

10 VX0107WBL01 VX044604.D OkVX0107WBL01 07 Jan 2025  16:06 JC/MD

11 VX0107WBS01 VX044605.D Recovery Fail Not OkVX0107WBS01 07 Jan 2025  16:29 JC/MD

12 VX0107WBS02 VX044606.D Ok,MVX0107WBS02 07 Jan 2025  16:57 JC/MD

13 VX0107WBSD02 VX044607.D Ok,MVX0107WBSD02 07 Jan 2025  17:19 JC/MD

14 Q1004-04 VX044608.D vial B pH<2 OkBP-VPB-190A-GW-778-780 07 Jan 2025  17:42 JC/MD

15 Q1022-01 VX044609.D vial A pH<2  TB OkBP-VPB-190A-TB-20250103 07 Jan 2025  18:05 JC/MD

16 Q1022-03 VX044610.D vial A+B pH<2 OkBP-VPB-190A-GW-838-840 07 Jan 2025  18:28 JC/MD

17 Q1022-04 VX044611.D vial A pH<2 OkBP-VPB-190A-GW-858-860 07 Jan 2025  18:51 JC/MD
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VP132441,VP132442,VP132443,VP132444,VP132445,VP132446
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MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX010725

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 1/8/2025 3:17:27 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q1022-02 VX044612.D vial A pH<2 OkBP-VPB-190A-DUP-20250103 07 Jan 2025  19:14 JC/MD

19 VSTDCCC050 VX044613.D Ok,MVSTDCCC050EC 07 Jan 2025  19:37 JC/MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 1/8/2025 4:16:36 PM

VP132454,VP132460
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MSVOA_X

Daily Analysis Runlog For Sequence/QCBatch ID # VX010825

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 1/9/2025 10:18:51 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VX044614.D OkBFB 08 Jan 2025  09:29 JC/MD

2 VSTDCCC050 VX044615.D V13516 Ok,MVSTDCCC050 08 Jan 2025  10:02 JC/MD

3 VX0108MBL01 VX044616.D OkVX0108MBL01 08 Jan 2025  10:31 JC/MD

4 VX0108WBL01 VX044617.D OkVX0108WBL01 08 Jan 2025  10:54 JC/MD

5 VX0108WBS01 VX044618.D Ok,MVX0108WBS01 08 Jan 2025  11:21 JC/MD

6 VX0108MBS01 VX044619.D Ok,MVX0108MBS01 08 Jan 2025  11:47 JC/MD

7 Q1007-01 VX044620.D cloth material OkWD-01 08 Jan 2025  12:10 JC/MD

8 IBLK VX044621.D OkIBLK 08 Jan 2025  12:33 JC/MD

9 Q1006-01 VX044622.D vial A pH<2 OkStorage-Blank-SOIL-REF-6 08 Jan 2025  12:56 JC/MD

10 Q1006-02 VX044623.D vial A pH<2 OkStorage-Blank-WATER-REF-5 08 Jan 2025  13:19 JC/MD

11 Q1006-03 VX044624.D vial A pH<2 OkStorage-Blank-WATER-REF-4 08 Jan 2025  13:42 JC/MD

12 Q1006-04 VX044625.D vial A pH<2 OkStorage-Blank-SAMPLE-MANAGEMENT 08 Jan 2025  14:04 JC/MD

13 VX0108WBSD01 VX044626.D BSD failed low for comp. 

#73,81,90

Ok,MVX0108WBSD01 08 Jan 2025  14:27 JC/MD

14 Q1032-01 VX044627.D vial A pH<2  Need 400X; BSD 

failed low for comp. #73

Dilution50492 08 Jan 2025  14:50 JC/MD

15 Q1033-01 VX044628.D E flage in previous sample; BSD 

failed low for comp. #73

ReRun28612 08 Jan 2025  15:13 JC/MD

16 Q1029-01ME VX044629.D OkHR-02-01072025ME 08 Jan 2025  15:36 JC/MD

17 Q1036-01 VX044630.D vial A pH<2 OkNP-WS-002 08 Jan 2025  15:59 JC/MD
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HP Processing MethodHP Acquire MethodSubDirectory
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VP132454,VP132460

VP132462,VP132463,VP132464,VP132465,VP132466

VP132455,VP132456,VP132461,VP132478,VP132479
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Daily Analysis Runlog For Sequence/QCBatch ID # VX010825

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 1/9/2025 10:18:51 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

18 Q1032-01 VX044631.D run 200x Not Ok50492 08 Jan 2025  16:21 JC/MD

19 VSTDCCC050 VX044632.D Ok,MVSTDCCC050EC 08 Jan 2025  16:44 JC/MD

20 BFB VX044633.D OkBFB 08 Jan 2025  23:47 JC/MD

21 VSTDICC005 VX044634.D Ok,MVSTDICC005 09 Jan 2025  00:09 JC/MD

22 VSTDICCC020 VX044635.D Ok,MVSTDICCC020 09 Jan 2025  00:32 JC/MD

23 VSTDICC050 VX044636.D Ok,MVSTDICC050 09 Jan 2025  00:55 JC/MD

24 VSTDICC100 VX044637.D Ok,MVSTDICC100 09 Jan 2025  01:18 JC/MD

25 VSTDICC150 VX044638.D Ok,MVSTDICC150 09 Jan 2025  01:40 JC/MD

26 IBLK VX044639.D OkIBLK 09 Jan 2025  02:03 JC/MD

27 VSTDICV020 VX044640.D Ok,MICVVX010825 09 Jan 2025  02:26 JC/MD

28 VX0108WBS02 VX044641.D Ok,MVX0108WBS02 09 Jan 2025  03:11 JC/MD

29 VX0108WBSD02 VX044642.D Ok,MVX0108WBSD02 09 Jan 2025  03:34 JC/MD

30 VX0108WBL02 VX044643.D OkVX0108WBL02 09 Jan 2025  03:57 JC/MD

31 P4368-07 2.5PPB VX044644.D Ok,MLOD-MDL-WATER-01-QT4-2024 09 Jan 2025  04:42 JC/MD

32 P4368-08 5.00PPB VX044645.D Ok,MLOQ-WATER-02-QT4-2024 09 Jan 2025  05:05 JC/MD

33 VSTDCCC020 VX044646.D Ok,MVSTDCCC020EC 09 Jan 2025  05:27 JC/MD

M : Manual Integration


