
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_L\Data\VL010925\
  Data File : VL041873.D                                          
  Acq On    : 09 Jan 2025  19:10
  Operator  : SY/MD
  Sample    : Q1037‐02
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Jan 10 01:45:45 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_L\methods\VL010925AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO‐15   Instrument: MSVOA_LFri Aug 26 06:05:16 2022
  QLast Update : Fri Jan 10 00:31:30 2025
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          2.800   49   117703    10.000 ppbv     0.00
    33) 1,4‐Difluorobenzene         3.978  114   358809    10.000 ppbv     0.00
    55) Chlorobenzene‐d5            8.898  117   322467    10.000 ppbv     0.00
 
   System Monitoring Compounds                                        
    68) 1‐Bromo‐4‐Fluorobenzene    10.390   95   259255    10.027 ppbv    0.00  
     Spiked Amount     10.000   Range  65 ‐ 135    Recovery   =  100.300% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     1.502   85     8570     0.444 ppbv      89
     3) Chlorodifluoromethane       1.479   51     4842m    0.228 ppbv        
     4) Chloromethane               1.538   50     3716     0.495 ppbv      97
     9) Propene                     1.492   41    32873m    3.319 ppbv        
    11) Trichlorofluoromethane      1.884  101     5197     0.262 ppbv      95
    13) Ethanol                     1.729   45   493455   784.479 ppbv      85
    15) Acetone                     1.842   43    68601     3.456 ppbv      94
    17) tert‐Butyl alcohol          2.052   59     2600     0.115 ppbv #    42
    19) Isopropyl Alcohol           1.897   45    12736     1.221 ppbv #     1
    20) Methylene Chloride          2.072   84     3372     0.498 ppbv #    92
    26) Hexane                      2.842   57     6813     0.336 ppbv #    49
    30) Cyclohexane                 3.881   84     2030m    0.116 ppbv        
    34) 2‐Butanone                  2.577   43     5540     0.186 ppbv      91
    35) Carbon Tetrachloride        3.781  117     2122m    0.076 ppbv        
    36) Benzene                     3.677   78     9404m    0.226 ppbv        
    53) Toluene                     6.959   91    13871     0.280 ppbv      96
    59) m/p‐Xylene                  9.548   91     9007     0.172 ppbv #   100
    74) 1,2,4‐Trimethylbenzene     11.549  105     6458     0.109 ppbv #    53
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   10.000 ppbv  
RT:   2.800 min  Scan# 838
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 49 Resp:  117703
Ion  Ratio  Lower  Upper
 49  100
128   49.7   23.2   69.5 
130   62.9   29.9   89.8 
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#2
Dichlorodifluoromethane
Concen:    0.444 ppbv  
RT:   1.502 min  Scan# 437
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 85 Resp:    8570
Ion  Ratio  Lower  Upper
 85  100
 87   25.6   25.2   37.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 438 (1.505 min): VL041859.D\data.ms (-43
85.0

50.1
177.3 237.3119.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 437 (1.502 min): VL041873.D\data.ms
85.0

44.0

145.7 275.9177.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 437 (1.502 min): VL041873.D\data.ms (-28
85.0

44.0

145.7 275.9177.1

1.50 1.52

0

5000

10000

15000

Time-->

Abundance
 1.502
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#3
Chlorodifluoromethane
Concen:    0.228 ppbv m
RT:   1.479 min  Scan# 430
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 51 Resp:    4842
Ion  Ratio  Lower  Upper
 51  100
 67   27.2   13.8   20.8#

Ref
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Abundance Scan 431 (1.483 min): VL041859.D\data.ms (-41
51.1

87.0 128.1 165.1 235.2

50 100 150 200 250
0

50

m/z-->

Abundance Scan 430 (1.479 min): VL041873.D\data.ms
51.0

85.0 119.0 159.6 205.2 243.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 430 (1.479 min): VL041873.D\data.ms (-27
51.0

85.0 119.0 159.6 205.2 243.8

1.47 1.48 1.49

0

5000

10000

Time-->

Abundance
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#4
Chloromethane
Concen:    0.495 ppbv  
RT:   1.538 min  Scan# 448
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 50 Resp:    3716
Ion  Ratio  Lower  Upper
 50  100
 52   28.2   23.9   35.9 

Ref
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#9
Propene
Concen:    3.319 ppbv m
RT:   1.492 min  Scan# 434
Delta R.T.  0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 41 Resp:   32873
Ion  Ratio  Lower  Upper
 41  100
 42  417.7   53.0   79.6#
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#11
Trichlorofluoromethane
Concen:    0.262 ppbv  
RT:   1.884 min  Scan# 555
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion:101 Resp:    5197
Ion  Ratio  Lower  Upper
101  100
103   61.8   52.6   78.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 556 (1.887 min): VL041859.D\data.ms (-55
101.0

35.0
140.8 179.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 555 (1.884 min): VL041873.D\data.ms
101.0

44.1

161.0 293.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 555 (1.884 min): VL041873.D\data.ms (-40
101.0

44.0

161.0 293.5

1.86 1.88 1.90

0

2000

4000

6000

Time-->

Abundance
 1.884

VL041873.D  VL010925AIR.M      Fri Jan 10 22:12:29 2025       Page 5

Instrument :
MSVOA_L
ClientSampleId :
GARAGE

Manual Integrations
APPROVED

Reviewed By :Mahesh Dadoda     01/10/2025
Supervised By :Semsettin Yesilyurt     01/10/2025

Instrument :
MSVOA_L
ClientSampleId :
GARAGE

Manual Integrations
APPROVED

Reviewed By :Mahesh Dadoda     01/10/2025
Supervised By :Semsettin Yesilyurt     01/10/2025



#13
Ethanol
Concen:  784.479 ppbv  
RT:   1.729 min  Scan# 507
Delta R.T.  ‐0.000 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 45 Resp:  493455
Ion  Ratio  Lower  Upper
 45  100
 46   37.4   19.0   76.0 

Ref

Raw

Sub
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Abundance
 1.729

#15
Acetone
Concen:    3.456 ppbv  
RT:   1.842 min  Scan# 542
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 43 Resp:   68601
Ion  Ratio  Lower  Upper
 43  100
 58   25.2   22.7   34.1 

Ref
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#17
tert‐Butyl alcohol
Concen:    0.115 ppbv  
RT:   2.052 min  Scan# 607
Delta R.T.  ‐0.000 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 59 Resp:    2600
Ion  Ratio  Lower  Upper
 59  100
 57   32.0    8.2   12.4#

Ref

Raw
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Abundance
 2.052

#19
Isopropyl Alcohol
Concen:    1.221 ppbv  
RT:   1.897 min  Scan# 559
Delta R.T.  ‐0.000 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 45 Resp:   12736
Ion  Ratio  Lower  Upper
 45  100
 58  135.7   37.0   55.6#

Ref
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#20
Methylene Chloride
Concen:    0.498 ppbv  
RT:   2.072 min  Scan# 613
Delta R.T.  ‐0.000 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 84 Resp:    3372
Ion  Ratio  Lower  Upper
 84  100
 49  147.6  113.8  170.8 
 51   41.9   33.5   50.3 
 86   74.9   46.2   69.4#

Ref

Raw

Sub
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0

50
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Abundance Scan 613 (2.072 min): VL041859.D\data.ms (-60
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Abundance Scan 613 (2.072 min): VL041873.D\data.ms (-45
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Abundance

 2.072

#26
Hexane
Concen:    0.336 ppbv  
RT:   2.842 min  Scan# 851
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 57 Resp:    6813
Ion  Ratio  Lower  Upper
 57  100
 41  109.7   71.5  107.3#
 43  127.7  200.2  300.4#
 56   61.6   42.2   63.4 

Ref

Raw

Sub
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0

50
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Abundance Scan 852 (2.845 min): VL041859.D\data.ms (-84
43.1

86.2
120.0 156.1 236.2 291.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 851 (2.842 min): VL041873.D\data.ms
57.1

196.7162.4 261.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 851 (2.842 min): VL041873.D\data.ms (-69
57.1

196.7 269.1142.6

2.80 2.85

0

2000

4000

6000

Time-->

Abundance
 2.842
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#30
Cyclohexane
Concen:    0.116 ppbv m
RT:   3.881 min  Scan# 1172
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 84 Resp:    2030
Ion  Ratio  Lower  Upper
 84  100
 56  143.7  100.7  151.1 
 41  144.4   62.8   94.2#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1173 (3.884 min): VL041859.D\data.ms (-1
56.0

90.2 128.1 167.0 243.2

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1172 (3.881 min): VL041873.D\data.ms
56.1

206.8104.1 154.0 260.7 297.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1172 (3.881 min): VL041873.D\data.ms (-1
56.1

206.8104.1 297.4260.6

3.85 3.90

0

500

1000

1500

2000

Time-->

Abundance

 3.881

#33
1,4‐Difluorobenzene
Concen:   10.000 ppbv  
RT:   3.978 min  Scan# 1202
Delta R.T.  ‐0.006 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion:114 Resp:  358809
Ion  Ratio  Lower  Upper
114  100
 63   25.1   20.3   30.5 
 88   18.0   14.6   21.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1204 (3.985 min): VL041859.D\data.ms (-1
114.1

63.1

165.4 207.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1202 (3.978 min): VL041873.D\data.ms
114.1

63.1

298.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1202 (3.978 min): VL041873.D\data.ms (-1
114.1

63.1

293.0

3.90 3.95 4.00 4.05

0

50000

100000

150000

200000

Time-->
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#34
2‐Butanone
Concen:    0.186 ppbv  
RT:   2.577 min  Scan# 769
Delta R.T.  0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 43 Resp:    5540
Ion  Ratio  Lower  Upper
 43  100
 72   27.3   18.5   27.7 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 768 (2.573 min): VL041859.D\data.ms (-76
43.0

72.1

101.3 131.2 235.4164.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 769 (2.577 min): VL041873.D\data.ms
43.1

72.1

105.2 217.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 769 (2.577 min): VL041873.D\data.ms (-61
43.1

72.1

120.2 217.1

2.55 2.60

0

2000

4000

6000

Time-->

Abundance
 2.577

#35
Carbon Tetrachloride
Concen:    0.076 ppbv m
RT:   3.781 min  Scan# 1141
Delta R.T.  ‐0.006 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion:117 Resp:    2122
Ion  Ratio  Lower  Upper
117  100
119   42.7   76.9  115.3#
121   18.9   25.9   38.9#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1143 (3.787 min): VL041859.D\data.ms (-1
117.0

47.0 82.0

169.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1141 (3.781 min): VL041873.D\data.ms
116.9

44.0

82.0
287.3209.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1141 (3.781 min): VL041873.D\data.ms (-9
116.9

82.047.1
287.3209.6

3.75 3.80

0

500

1000

1500

2000

Time-->

Abundance
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#36
Benzene
Concen:    0.226 ppbv m
RT:   3.677 min  Scan# 1109
Delta R.T.  ‐0.003 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 78 Resp:    9404
Ion  Ratio  Lower  Upper
 78  100
 77   17.4   17.9   26.9#
 50   13.0   13.7   20.5#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1110 (3.680 min): VL041859.D\data.ms (-1
78.1

39.1
138.3 278.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1109 (3.677 min): VL041873.D\data.ms
78.1

39.0
119.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1109 (3.677 min): VL041873.D\data.ms (-9
78.1

39.0
119.8

3.65 3.70

0

2000

4000

6000

Time-->

Abundance
 3.677

#53
Toluene
Concen:    0.280 ppbv  
RT:   6.959 min  Scan# 2123
Delta R.T.  ‐0.010 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 91 Resp:   13871
Ion  Ratio  Lower  Upper
 91  100
 92   62.2   47.2   70.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2126 (6.969 min): VL041859.D\data.ms (-2
91.0

39.1
130.1 236.8 273.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2123 (6.959 min): VL041873.D\data.ms
91.1

44.1
193.1 246.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2123 (6.959 min): VL041873.D\data.ms (-1
91.1

39.0 193.1 246.3

6.90 6.95 7.00

0

2000

4000

6000

Time-->

Abundance
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#55
Chlorobenzene‐d5
Concen:   10.000 ppbv  
RT:   8.898 min  Scan# 2722
Delta R.T.  ‐0.006 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion:117 Resp:  322467
Ion  Ratio  Lower  Upper
117  100
 82   65.6   54.5   81.7 
119   32.1   24.6   37.0 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2724 (8.904 min): VL041859.D\data.ms (-2
117.1

82.1

40.1
290.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2722 (8.898 min): VL041873.D\data.ms
117.1

82.1

40.1
156.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2722 (8.898 min): VL041873.D\data.ms (-2
117.1

82.1

40.0
156.9

8.85 8.90 8.95

0

50000

100000

150000

200000

Time-->

Abundance
 8.898

#59
m/p‐Xylene
Concen:    0.172 ppbv  
RT:   9.548 min  Scan# 2923
Delta R.T.  ‐0.010 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 91 Resp:    9007
Ion  Ratio  Lower  Upper
 91  100
106   42.4    0.0    0.0#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2926 (9.558 min): VL041859.D\data.ms (-2
91.0

51.0
146.1 207.7 246.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2923 (9.548 min): VL041873.D\data.ms
91.2

43.9

163.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2923 (9.548 min): VL041873.D\data.ms (-2
91.2

51.1
163.5

9.50 9.55 9.60

0
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#68
1‐Bromo‐4‐Fluorobenzene
Concen:   10.027 ppbv  
RT:  10.390 min  Scan# 3183
Delta R.T.  ‐0.007 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion: 95 Resp:  259255
Ion  Ratio  Lower  Upper
 95  100
174   61.4   51.1   76.7 
175    4.7    3.8    5.8 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 3185 (10.396 min): VL041859.D\data.ms (-
95.1

174.0

50.1

131.0 213.2 281.1

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 3183 (10.390 min): VL041873.D\data.ms
95.1

174.0

50.1

130.8 257.4 299.0

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 3183 (10.390 min): VL041873.D\data.ms (-
95.1

174.0

50.1

130.0 257.4 299.0

10.35 10.40 10.45

0

50000

100000

150000

200000

Time-->

Abundance
10.390

#74
1,2,4‐Trimethylbenzene
Concen:    0.109 ppbv  
RT:  11.549 min  Scan# 3541
Delta R.T.  ‐0.010 min
Lab File:   VL041873.D
Acq: 09 Jan 2025  19:10    

Tgt Ion:105 Resp:    6458
Ion  Ratio  Lower  Upper
105  100
120   33.4   41.1   61.7#
 91    8.0   50.0   75.0#
 77    9.6   18.2   27.4#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3544 (11.558 min): VL041859.D\data.ms (-
105.1

39.1
72.1 178.6 256.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3541 (11.549 min): VL041873.D\data.ms
105.2

43.0

166.7 282.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3541 (11.549 min): VL041873.D\data.ms (-
105.2

43.0

166.7 282.3

11.55

0
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Abundance
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