
Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnJohn Carlone 1/15/2025 9:31:51 AM

VP132529

VP132530,VP132531,VP132532,VP132533,VP132534,VP132535

VP132544

82N011425W.MVN011425

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN011425

STD. NAME STD REF.#

Supervise By Supervise OnMahesh Dadoda 1/15/2025 12:55:51 PM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085437.D OkBFB 14 Jan 2025  14:22 JC\MD

2 VSTDICC100 VN085438.D Ok,MVSTDICC100 14 Jan 2025  14:56 JC\MD

3 VSTDICCC050 VN085439.D Comp.#56 is on Linear 

Regression

Ok,MVSTDICCC050 14 Jan 2025  15:19 JC\MD

4 VSTDICC020 VN085440.D Comp.#86 is on Quadratic 

Regression

Ok,MVSTDICC020 14 Jan 2025  15:43 JC\MD

5 VSTDICC010 VN085441.D Ok,MVSTDICC010 14 Jan 2025  16:07 JC\MD

6 VSTDICC005 VN085442.D Ok,MVSTDICC005 14 Jan 2025  16:31 JC\MD

7 VSTDICC001 VN085443.D Ok,MVSTDICC001 14 Jan 2025  17:19 JC\MD

8 IBLK VN085444.D OkIBLK 14 Jan 2025  17:42 JC\MD

9 VSTDICV050 VN085445.D Ok,MICVVN011425 14 Jan 2025  18:06 JC\MD

M : Manual Integration



Instrument ID:

ICV/I.BLK

Internal Standard/PEM

CCC

Tune/Reschk

Review By

HP Processing MethodHP Acquire MethodSubDirectory

Initial Calibration Stds

Review OnMahesh Dadoda 1/17/2025 6:38:25 AM

VP132574

VP132575,VP132576

82N011425W.MVN011625

MSVOA_N

Daily Analysis Runlog For Sequence/QCBatch ID # VN011625

STD. NAME STD REF.#

Supervise By Supervise OnSemsettin Yesilyurt 1/17/2025 6:42:35 AM

MS/MSD Standard

Surrogate Standard

LCS Standard

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

StatusCommentData File NameSampleIdSr # ClientID Date-Time Operator

1 BFB VN085464.D OkBFB 16 Jan 2025  11:42 JC\MD

2 VSTDCCC050 VN085465.D V13516 Ok,MVSTDCCC050 16 Jan 2025  12:30 JC\MD

3 VN0116MBL01 VN085466.D OkVN0116MBL01 16 Jan 2025  13:06 JC\MD

4 VN0116WBL01 VN085467.D OkVN0116WBL01 16 Jan 2025  13:30 JC\MD

5 VN0116WBS01 VN085468.D Not req. Not OkVN0116WBS01 16 Jan 2025  13:53 JC\MD

6 VN0116WBS02 VN085469.D Ok,MVN0116WBS02 16 Jan 2025  14:58 JC\MD

7 Q1069-02 VN085470.D vial B pH#6.0 OkRW7B-CARBON-20250109 16 Jan 2025  15:22 JC\MD

8 Q1060-01 VN085471.D vial A pH<2 OkStorage-Blank-SOIL-REF-6 16 Jan 2025  15:45 JC\MD

9 Q1060-02 VN085472.D Hit of comp.#3 ReRunStorage-Blank-WATER-REF-5 16 Jan 2025  16:09 JC\MD

10 Q1060-03 VN085473.D vial A pH<2 OkStorage-Blank-WATER-REF-4 16 Jan 2025  16:33 JC\MD

11 Q1060-04 VN085474.D vial A pH<2 OkStorage-Blank-SAMPLE-MANAGEMENT 16 Jan 2025  16:57 JC\MD

12 Q1109-04 VN085475.D vial A pH<2  TB OkTAP-TB-01-011525 16 Jan 2025  17:21 JC\MD

13 Q1109-02 VN085476.D vial A pH<2 OkTAPIAL1-MW04S-011525-00-T2 16 Jan 2025  17:44 JC\MD

14 VN0116WBSD02 VN085477.D Ok,MVN0116WBSD02 16 Jan 2025  18:08 JC\MD

15 VSTDCCC050 VN085478.D Ok,MVSTDCCC050EC 16 Jan 2025  18:32 JC\MD

M : Manual Integration


