
Instrument ID:

GC Column: ID:

Lab File ID:

Time Analyzed:

Date Analyzed:

Lab Code: Case No.: SAS No.: SDG NO.:

Lab Name: CHEMTECH

VOLATILE  INTERNAL STANDARD AREA AND RT SUMMARY

IS1

AREA #
RT #

IS2

AREA #
RT #

IS3

AREA #
RT #

12 HOUR STD

UPPER LIMIT

LOWER LIMIT

344738 636752 555870

86184.5 159188 138968

CHEM Q1173 Q1173

VX044711.D

MSVOA_X

DB-624UI 0.18

01/27/2025

10:08

EPA SAMPLE NO.

(mm) Heated Purge: (Y/N) N

Contract: TETR06

172369 318376 277935

6.037

5.54 6.75 10.05

7.251 10.549

5.037 6.251 9.549

Q1173

284 Sheffield Street, Mountainside, New Jersey 07092, Phone : 908 789 8900, 

Fax : 908 789 8922

BP-VPB-192-TB-20250121 154291 272981 5.54  6.76  10.05301435

BP-VPB-192-GW-60-62 145080 260564 5.54  6.76  10.05291470

BP-VPB-192-GW-100-102 156971 268221 5.54  6.76  10.05304234

BP-VPB-192-GW-140-142 153813 272691 5.54  6.76  10.05313071

BP-VPB-192-GW-200-202 143949 257515 5.54  6.76  10.05289107

VPB192-HYD-20250122 142665 265204 5.54  6.76  10.05295520

VX0127WBL01 158308 280517 5.54  6.76  10.05315173

VX0127WBS01 194501 294902 5.54  6.76  10.05349402

VX0127WBSD01 181106 287428 5.54  6.75  10.05329948

IS1 = Pentafluorobenzene

IS2 = 1,4-Difluorobenzene

IS3 = Chlorobenzene-d5

* Values outside of QC limits.

# Column used to flag values outside QC limits with an asterisk.

AREA UPPER LIMIT = +100% of internal standard area

AREA LOWER LIMIT = -50% of internal standard area

RT UPPER LIMIT = +0.50 minutes of internal standard RT

RT LOWER LIMIT = -0.50 minutes of internal standard RT


